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INTRODUCTION 


This document is the Final Report for the Large Orbiting X-Ray 
Telescope (LOXT) High Resolution Mirror Design Study performed 
by American Science and Engineering, Cambridge, Massachusetts 
under NASA, Marshall Spaceflight Center, Contract NAS8-27795. 

Under this contract, American Science and Engineering performed 
the following tasks: 

1. Generation of a reference and alternate preliminary design 
for the LOXT High Resolution Mirror Assembly, which will 
meet the LOXT scientific requirements, and are within the 
present state of the art of materials and fabrication 
techniques. 

2. Measurement, in X-rays, of the scattering properties of a 
variety of optical flats, embodying materials, coatings, and 
polishing techniques which might be applicable to the 
flight configuration LOXT High Resolution Mirror. 

3. Preparation of a procurement specification for a paraboloid 
test mirror of the size of the innermost paraboloid of the 
High Resolution Mirror Assembly, including the design re- 
quirements for the reference design evolved from this pre- 
liminary design study. 

The results of the engineering and scientific analysis and the 
conclusions drawn therefrom are presented in this final report. 

The procurement specification for the test mirror is included as 
an Appendix. 


The LOXT will be aboard the HEAO-C spacecraft which is presently 
scheduled to be launched during the fourth quarter of 1978. The 
LOXT assembly will be approximately eight feet in diameter and 
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30 feet long, and will contain 2 X-ray telescopes. One telescope 
will be optimized for high resolution (about one arc second) and 
will have a focal length of 20 feet. The other telescope will be 
optimized for high efficiency and will have a larger collecting 
area, a focal length of 2 6 feet, and a modest resolution (about 
30 arc seconds). Located at the focal plane of each telescope 
will be a variety of scientific experiments mounted on an inter- 
change assembly which will permit any combination of one high 
resolution telescope experiment and one high efficiency telescope 
to be operated simultaneously. The HEAO-C spacecraft will have 
a long duration pointing capability of the experiments with an ac- 
curacy of one arc minute , which is well within the field of view 
of either telescope. Aspect sensing equipment coaligned with 
the telescopes will provide, after ground data processing, aspect 
determination to one arc second accuracy. 

The preliminary design study presented in this report was addressed 
to the preliminary design of the high resolution mirror assembly for 
the LOXT system. This effort was initiated early because the X-ray 
mirrors to be used in this assembly require a greater extension of 
present techniques and a longer fabrication time than any other 
LOXT element. 
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1.0 PROGRAM DEVELOPMENT 

1.1 Design Approach 

The reference preliminary design for the High Resolution Mirror 
Assembly was based upon the use of mirrors fabricated from fused 
silica with a thin deposition on the optical surface of a metal 
suitable for X-ray reflection. Fused silica mirrors were specified 
for the reference design in order to obtain the smoothest available 
surface, resulting in very low scattering in the X-ray region. The 
use of this material obviously had considerable influence on the 
reference design. 

The alternate design was specified to be a back-up in the event 
that serious problems developed during the fabrication and testing 
of the reference design; therefore, a conservative approach, well 
within the state of the art, was indicated. An all beryllium mirror 
assembly was adopted at the outset of the alternate design study, 
since there was considerable experience at AS&E and elsewhere in 
the design and fabrication of beryllium mirrors for X-ray telescopes. 

A suitable High Resolution Mirror for the LOXT mission would thus 
be assured, although the fact that the alternate design would most 
likely exhibit a somewhat inferior performance to that of the ref- 
erence design was recognized. 

1.2 Design Parameters 

An X-ray telescope design essentially is determined by specifying 
the focal length and the number of optical surfaces, their diameters, 
separations, and segment lengths. The LOXT High Resolution 
Mirror focal length was set at 20 feet in these studies because of 
the length of the HEAO spacecraft, and because of earlier preliminary 
studies of the distance behind the focal plane that will be required 
for telescope instruments. The outside diameter of the mirror. 
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which determines the X-ray reflection angle, was then fixed to 
obtain an effective cutoff energy of about 4 keV with a nickel re- 
flecting surface. This cutoff is higher than the absorption cutoff 

of any presently observed sources, and yet is consistent with the 

2 

desired effective area of about 1, 000 cm that is required to per- 
form many of the observations in a reasonable time. The remaining 
parameters are the number of surfaces, the length of the individual 
elements, and the separation of the optical surfaces required for 
mechanical integrity. A study was then made of the area and 
resolution of the X-ray mirrors as a function of these remaining 
three parameters in which the number of surfaces was varied from 
one to ten, the segment lengths from one to four feet, and the sur- 
face separations from 1/2 to 2 inches. The studies showed that 
the desired one arc second resolution over a reasonable field re- 
quired surfaces of about 2 feet; this fact determined the 
segment length, since any further reduction would also reduce the 
effective area. The mechanical requirements for mirrors of this 
size then resulted in a mirror separation of about 0. 75 inch, which 
was selected as the design separation, since once again any in- 
crease in the separation results in additional losses of effective 
area. Finally, the minimum number of surfaces required to obtain 
the desired effective area within these constraints was 5, and 
this number was chosen for the design. This number is near the 
point of diminishing returns, since each additional mirror must be 
smaller than the previous members, but it contributes almost 
equally to the cost of the mirror and the complications of properly 
supporting the mirror elements. 

The final design does not differ significantly from the original ex- 
periment proposal, but is now known to be an approximately optimum 
design because of the parametric studies of neighboring designs 
that have been performed. 
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The performance of an X-ray mirror depends upon its optical de- 
sign, mechanical tolerances upon a large and small scale, the 
quality of the reflecting surfaces, and the mechanical integrity 
of the mirror assembly. All these areas were studied during the 
mirror development program and more complete discussions are 
given in later sections of this report. 

1. 3 Sample Test Program 

The largest area of uncertainty in the performance of the X-ray 
mirrors was the possibility of obtaining surfaces sufficiently 
smooth for efficient X-ray reflection with acceptably low scat- 
tering properties. Fused silica generally is believed to result 
in the smoothest available surfaces, but fused silica does not 
reflect efficiently throughout the desired X-ray wavelength in- 
terval, and it was not known if the smooth surfaces of fused 
silica could be maintained after coating with a suitable metal 
for X-ray reflection. (Aluminum and silver were known to result 
in smooth surfaces, but are not stable in the normal laboratory 
environment. ) A program of measuring the scattering properties 
of different materials polished in various manners was conducted. 
These tests, which were performed at 8. 3 R, showed that fused 
silica with a properly evaporated nickel surface coating essen- 
tially reproduced the incident beam distribution, thus indicating 
very low scattering. It was also found that properly polished 
nickel coated Be resulted in much less surface scattering than 
expected at the time of the LOXT proposal. The conclusion was 
thus reached that no fundamental problem exists in the physics 
of the reflecting surfaces, although care will be required in order 
to obtain this surface quality over a large area telescope. 

The polishing process resulting in the best X-ray reflection prop- 
erties was the so-called submerged process in which the polishing 
material is constantly reused so that the polishing particles are 

1-3 


> 



broken down into finer and finer pieces. This process has been 
specified for the fabrication of the LOXT mirrors. None of the 
more recently introduced techniques, such as ion polishing or 
th£ Speed Ring proprietary process, resulted in equivalent per- 
formance. These results are discussed in greater detail in 
Section 4. This work will be extended to other wavelengths and 
surfaces during the LOXT Phase B study program. 
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2.0 TELESCOPE OPTICAL DESIGN 

The objectives of the High Resolution Mirror design were to obtain 
2 

about 1, 000 cm effective area with one arc second resolution over 

a limited field of view and an energy range extending to about 

2 

4Kev. The 1, 000 cm goal was required to perform certain 
observations, such as the study of typical X-ray sources in nearby 
galaxies and the study of nearby ordinary stars, in a reasonable 
time on the order of one day. This area also approaches the limit set 
by the length of the spacecraft and the small grazing angles 
necessary for the desired energy response of a few Kev. The 
energy response limits were determined by the need to observe 
beyond the 2-3 Kev absorption cutoffs which are typical of many 
gallactic sources, and also possibly compact extragallactic objects. 
The high energy cutoff also extends the observations to energies 
typical of the electron temperatures of many sources, and con- 
sequently- includes the most -informative part of the spectrum of. 
these objects. Finally, this range includes all important X-ray 
emission lines, except for the iron group, which are at an impract- 
ically high energy for telescope observations. The arc second 
resolution requirement will allow direct comparison with visible 
observations, which are limited to this resolution by seeing 
conditions; the arc second re solution also is consistent with the 
available imaging instruments. This resolution is only required 
over a small field (about 3 arc minutes) because of the pointing 
capabilities of the HEAO spacecraft. 

2. 1 Principles of X-ray Imaging Systems 

The design of imaging systems for use at X-ray wavelengths is 
limited by two severe constraints. The first is that X-rays are 
readily absorbed by matter; the second is that the index of re- 
fraction at X-ray -wavelengths is very nearly unity. For a refractive 



system, these constraints imply an extremely thin lens and a very 
long focal length; no practical X-ray refractive imaging system 
has yet been devised. The fact that the index of refraction is 
slightly less than unity, however, means that at sufficiently 
shallow angles of incidence total external reflection will occur. 

It is this principle which is the basis for the realization of the 
grazing incidence X-ray imaging systems. 

2. 1. 1 Theory of Total External Reflection 

The transmission and reflection of X-rays at the boundary between 
two substances are described by Fresnel's equations. The index 
of reflection at X-ray wavelengths is conventionally written: 

n = 1 - 6 - i 0 

where /3 and 6 are small quantities related to the absorption and 
phase velocity of the radiation respectively. If j8 is negligible 
and 6 positive, then radiation incident on a surface in a vacuum 
will be totally reflected at grazing angles of incidence less than 
the critical angle 9^ given by Snell's law: 

cos 6 - 1-6 

c 

or, 0 c = y T& 

For radiation at a grazing angle 6 and polarized so that the electric 
field is perpendicular to the plane of incidence, the ratio of re- 
flected to incident power is given by an expression derived from 
Fresnel's equations: 

i _ ( 6 - a) 2 + b 2 

I (0 + a)2 + b^ (1) 

o 

a TVTT?" + (9 2 - 8 o 2 )] 1/2 

b ^[V<e z - e o z ) T TTp - (0 2 - e, 2 )j 1/2 
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The reflection efficiency for the other polarization differs negligibly 

from that given by Equation 1; therefore, Equation 1 also describes 

the reflection of unpolarized X-rays. Figure 2-1 shows the 

variation of I /I as a function of 9/9 for various values of 0/6 • 

R o c 

For 0/6 = 0, the reflectivity is total for angles less than 6 and 

c 

falls off sharply at larger angles. For large values of 0/6 the 
reflectivity is lower for 9 < 6 , but does not fall off as rapidly at 
larger angles. 


The thickness of material which contributes to grazing incidence 

reflection is small except for the case when 9 ~ 9 . Parratt 

c 

(1954) has shown that for grazing incidence at X-ray wavelengths 

where sin0 ~ 9 and 6 and 0 are small quantities, the intensity 
c c 

of the electric field in the reflecting medium is reduced by a 

factor of 1/e in a thickness z given by 

o 

z = X/47rb (2) 

o 

1 _ 2 2-, 2 „2, 1/2 , 2 2,, 1/2 
where b = ± [([0* - 0, ] + 40 ) / - (6 - ^ )] 7 

z has a maximum value when 0 = 0. In that case, for 6 < 6 : . 
o c 

( ) - X 
V max 4 7T (0^ - 9 1/2 

c 

* - — — (if 9 is not very close to 9 ) 

4 tt 9 c 

c 

For the nickel telescopes discussed here, 9 will be between 1 

and 2 degrees in the wavelength region from 4 to 8A. Therefore, 

(z ) will be on the order of 20$, and evaporated metal surfaces 
o max 

need not be thicker than a few hundred angstroms. 


2.1.2 Calculation of 0 and 6 at X-ray Wavelengths 

The quantity 0 describes the absorption and is related to the 

linear absorption coefficient n e by expression: 


0 = 



Xp 
4 7T 



(3) 
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REFLECTION EFFICIENCY 



Figure 2-1. Plot of reflectance versus normalized grazing angle 9/6 c for 
various values of j3/6. (After Hendrick 1957). 
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where X is the wavelength, p is the density, and (n/p) is the mass 
absorption coefficient. Thus,/3 can be calculated from experi- 
mentally measured data. 


6 can be determined from experimental measurements of the 
reflectivity at grazing incidence (Hendrick, 1957; Lukirskii etal. , 
1964; Stewardson and UnderwoocU964) or it can be calculated 
from dispersion theory (Parratt and Hempstead, 1954; Henke, 1960). 
The reflection efficiency can be calculated with sufficient 


accuracy using the following simplified expression for 
2 2 


6 = 


r o X 
2 7 r 


[N + 




n h <f„> 2 ln 


X H 


- 1 P 


(4) 


where r is the classical electron radius, X is the wavelength of 
o 

the radiation, N is the electron density, N is the electron density 

H 

associated with X , and X is the wavelength associated with the 
H H 

absorption edge H. 


For frequencies far from an absorption edge. Equation 4 reduces to 



where is the density of electrons associated with resonance 
frequencies less than c/X. 


The reflection efficiency for beryllium, aluminum, nickel, and 
gold surfaces was calculated using this method, and the results 
are shown in Figure 2-2. 

In general, experimental measurements of the X-ray reflectivity 
at grazing angles of incidence have been in good agreement with 
theory. Discrepancies may be attributed to surface properties 
such as oxidation, contamination, porosity, or- annealing wavelength. 
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2.1.3 Imaging Systems 

The use of paraboloidal mirrors at grazing incidence in X-ray 
astronomy was first proposed by Giacconi and Rossi (1960). The 
paraboloid has the geometric property that paraxial rays will be 
imaged to a point at the focus of the paraboloid. The condition 
of grazing incidence, however, implies that the far zone of the 
paraboloid must be used as a reflecting element. It is not possible 
to satisfy the Abbe' sine condition for such a system (or for any 
other single reflection system at grazing incidence) and, thus, the 
image will be subject to severe comatic aberration. Wolter has 
shown that this aberration can be removed by the addition of a 
second reflecting surface; he considers three general systems 
of conic sections which are shown in Figure 2-3. In these designs 
the effective area can be increased by nesting one surface in- 
side another. The individual mirrors must then be co-aligned to 
obtain the same optical axis and focal plane scale. 

The LOXT High Resolution mirror is a paraboloid-hyperboloid type 
device as shown in Figure 2. 3a, in which X-rays are first focused 
at the common paraboloid-hyperboloid focal plane; but with severe 
comatic distortion. The X-rays are then focused from the common 
focal plane to the near focal plane of the hyperboloid and most 
of the distortion is compensated. This design type has a number 
of practical advantages, the principal ones being that both re- 
flections occur in the same direction so that the focal length for 
a given aperture is less, and the physical surfaces actually inter- 
sect so that the necessary mechanical stability between the 
mirror elements is more easily achieved. Several such systems 
with about one arc second resolution have been built. 

The equations of the individual surfaces are determined by the 
paraboloid-hyperboloid geometry, focal length, diameter at surface 
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intersection, and the subsidiary requirement that the grazing 
angles at both surfaces be the same. The last requirement re- 
sults in a maximum reflection efficiency at short wavelengths for 
a given aperature and focal length. The diameters of successive 
surfaces are chosen to avoid vignetting of axial rays and to allow 
the necessary mirror wall material. The wall material should be 
no thicker than required for polishing and to maintain tolerances 
so that the effective area may be maximized. 

2.1.4 Diffraction Effects 

The diffraction pattern from a thin annular aperture is a series of 

0 38X 

concentric rings. The angular distance 9 where X is the 

m y 

wavelength and y Q the radius of the annulus. Tor the LOXT 

telescope 9 is on the order of 0. 1 arc seconds at X = 5000$ and 
. m 

1. 7 x 10 4 arc seconds at X = 10$. The X-ray diffraction effects 
clearly are negligible compared to the degradations which result 
from fabrication tolerances and surface scattering which has the 
important consequence that X-ray telescopes may be evaluated 
by means of geometrical optics. 

2.2 Parametric Studies 

We have evaluated a large number of X-ray telescope designs, and 
have found simple empirical expressions for the principal optical 
properties of these telescopes. These results, which are given 
in detail in a paper reproduced here as Appendix A, allow one 
to approximately optimize a telescope design, although of course 
the actual final design was evaluated by ray tracing procedures. 


The principal result is that the resolution of any X-ray telescope 
varies approximately as: 




+ K„ 


a 2 * 


(2.4. 1) 
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where K^, are constants, a is the grazing angle, L is the length 
of the Paraboloid, F is the focal length, 6 is the angle off axis, 
and we have assumed equal grazing angles at the Paraboloid and 
Hyperboloid in order to maximize the effective area for a given 
focal length and polished area. In most practical cases, the first 
term dominates over most of the field of view, and therefore, a 
single surface mirror requires a compromise between large area, 
which requires a large segment length, and good resolution, which 
requires a small segment length. This problem can be solved by 
nesting surfaces and thus achieving additional area without in- 
creasing the segment length. The geometric area and resolution 
at one angle for telescopes having one to ten surfaces are shown 
in Figure 2-4. The advantages of the many surface approach 
taken in the LOXT design are obvious. 

The second feature of Formula 2. 4. 1 is that an optimum a exists 
for a given area which is a slowly varying function of 9. This 
optimum value is given in Figure 5 of Appendix A. The final 
LOXT mirror design is consistent with this optimum value and 
includes five surfaces to obtain additional area without an 
unacceptable segment length. 

An examination of Figure 2-4 shows that the effective area for 
an additional surface decreases as the number of surfaces is 
increased, and that the gain per surface becomes neglible for more 

than about 7 mirror surfaces in systems of this approximate size. 

2 

Our objective was to obtain an effective area of about 1, 000cm 
together with one arc second resolution, which requires a somewhat 
larger geometric area because of surface reflection losses. The 
resolution requirement sets an upper limit of about two feet for the 
mirror segment length, which is also consistent with mechanical 
support requirements. A mirror wall separation of . 75 inches, which 
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GEOMETRIC AREA— cm z T=0.75ln 

FIGURE 2-4 GEOMETRIC AREA AND ANGULAR RESOLUTION AS A FUNCTION OF 

THE LENGTH AND NUMBER OF MIRROR ELEMENTS 


—RESOLUTION— 

RMS BLUR CIRCLE DIAMETER (0*3MIN.) IN ARC-SEC. 
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is also consistent with mechanical requirements, then led to .the 
choice of a 5 element mirror, as was originally proposed based 
upon experience with these designs but with insufficient study to 
assure a near-optical design. 

The properties of mirror designs based upon different wall thickness 

were also studied. These effects are summarized in Figure. 2-5, 

which shows the effective area as a function of mirror surface 

separation for mirror assemblies of 2 to 7 surfaces and the 

maximum allowable length of about two feet. These curves show 

that a 5 element mirror assembly of the LOXT size will lose about 
2 

150 cm of effective area for every 1/2 inch added to the wall 
thickness, which illustrates the importance of thin walls for these 
designs, but of course it is necessary to remain within the con- 
straints imposed by mechanical tolerances. 

The effective areas wavelength and resolution of the final mirrordesign 
are shown in Figure 2-6 and 2-7 respectively. The effective 
areas are based upon a nickel reflecting surface, which has been 
shown to be adequately smooth. The properties of other surface 
materials will be measured -during the LOXT study program, and 
the final selection of surface material will affect these effective, 
areas. 

2. 3 High Resolution Mirror Optical Tolerances 

The tolerances for the mirror assembly can be divided into: 

a) Alignment tolerances between the individual mirrors 
of the nested set. 

b) Alignment tolerances between the elements of a single 
mirror; and 

c) Tolerances within an individual element (single 
hyperboloid or paraboloid). 

We have developed programs for calculating the effects of any 
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FIG. 2-5 MIRROR SURFACE SEPARATION 
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FIGURE 2-6 EFFECTIVE AREA OF THE HIGH RESOLUTION MIRROR 
AS A FUNCTION OF WAVELENGTH FOR VARIOUS INCIDENT ANGLES, 
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Figure 2-7. R.M.S. radius of image distribution as a 
function of incident angle for a flat focal plane and an 
optimally curved focal plane. The necessary curvature is 
shown in the insert of the illustration. 


large scale deformations which result in locally smooth surfaces 
with, at most, a finite number of discontinuities. Although there 
are an infinite number of such possibilities, the results can be 
summarized by a few statements. 

The alignment tolerances between different mirror segments or 
different mirrors in a nested set are comparable to the desired 
resolution in the focal plane. The principal, more difficult toler- 
ances reduce to local slope tolerances; in this case, the axial 
slopes must be controlled to about one-half the desired resolution, 
while the transverse slope tolerances can be less stringent by a 
factor of the inverse of the grazing angle, or about fifty in the 
LOXT design. All of these tolerance statements can be applied 
to a best fit paraboloid or hyperboloid, since sufficient adjustment 
freedom has been left in the design of the mounting support. 

These requirements are discussed below in general terms. These 
statements, however, have been verified by extensive ray tracing 
calculations on a variety of mirrors and mirror deformations. 

2.3.1 Mirror Assembly 

These tolerances are determined by the requirement that the focii 
of the different mirrors coincide. The translation tolerances per- 
pendicular to the axis, therefore are just the desired resolution in 
the focal plane, or about 0. 0005 inch for 1/2 arc-second resolution. 
The translational tolerance along the axis is the depth of field 
of the telescopes, or about ± 0. 004 inches total, including optical 
bench and thermal expansion, as well as assembly tolerances for 
these mirrors. The angular alignment tolerances are not critical 
because of the focusing properties of the telescope. Errors of 
10 arc-seconds correspond to mechanical tolerances of about 
0. 001 inch, whereas arc-minute errors would be acceptable in this 
parameter. All of the above tolerances correspond to good 
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mechanical precision, and are fairly routine in the optical industry. 

2. 3. 2 Paraboloid-Hyperboloid Section Alignment Tolerances. 

These tolerances can be derived by considering displacements of 
the paraboloid only; displacements of the paraboloid and hyper- 
boloid together have already been considered. We can consider 
a displacement error to modify the equations for the paraboloid by 
a quantity E (X, Y, Z) so that the equation for the paraboloid becomes: 

Y 2 + Z 2 - d [2 (x + F + 2ae) + d] + E (X, Y, Z) 

where X is the symmetry axis. If we now trace a ray through this 
system we find that the approximate effect of the error term is to 
introduce an angular change of magnitude: 

1 [rdE . ,, dE ZdE , ~\ 

A 6 ~ 2 [dx + tan a + Y d Y dZ J 

where a is the grazing angle. That portion of the change in angle 
which is common to all rays does not contribute to the loss of 
resolution since it can be compensated by realignment. Note that 
the effects of azimuthical errors are less than the axial errors by 
a factor of tan a. The effects of various misalignment errors can 
now be considered. 

A relative axial translation by 6 is equivalent to the substitution 
X X + 6 , or E = 2 6 d; 

and A 6 — ——— (— —) tan a ~ — — tan a 
r r r 

Therefore, for a blur circle diameter of 1/2 arc-second we obtain 
6-0.1 inch, which is not difficult. 

A relative translation perpendicular to the axis in the Y direction 
equivalent to 

2 

Y Y + 6;E=26 Y + 6 ; 

c 

and A 6 ~ 4 (— ) tan a; for a blur circle diameter of 1/2 arc-second 
r 
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we obtain 6 * 0. 0005 inch, which requires careful machining, but 
is fairly routine by optical standards. 

A rotation of the paraboloid with respect to the hyperboloid is 
equivalent to rotating the paraboloid about its focus, which 
essentially only changes the definition of the axial ray, and then 
translating by the rotation angle times the distance to the parabo- 
loid focus. Thus in practice, a rotation error can be compensated 
by a translation since this freedom of adjustment exists in the 
design. The tolerances necessary to adequately align the two 
segments of an individual telescope, therefore, are those of 
ordinary optical practice, which is largely the result of the grazing 
incidence optics. 

2.3.3 Mirror Segment Tolerances 

The above formula for the effects of error terms on the rays 
reflected from a paraboloid can be used to estimate the necessary 
large scale tolerances for its fabrication. The tolerances on the 
hyperboloid are similar to those on the paraboloid. 

It is not necessary to apply the above tolerance conditions as a 
strict comparison between original design and the final product 
in some instances- For example, the final surface may be very 
nearly a paraboloid of slightly different focal length than the 
desired surface, and in this case, the deviation in its manufacture 
may be offset by a translation of the actual surface along the 
telescope axis. The tolerance criteria here are thus to be applied 
to a "best fit" surface, provided that the eventual "best fit" sur- 
face is adequate within the adjustment range of the support 
system, and does not result in an unacceptable change in the re- 
flection angles. 

Once a "best fit" surface is determined, the above formula may be 
used to determine the actual tolerances; in practice these tolerances 
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must be stated in terms of the measurement technique. The 
principal error term is seen to be errors in slope along the teles- 
cope axis, and these errors result in a displacement of the reflected 
ray by twice the value of the slope error The azimuthal slope 
errors have smaller effects by a factor of the tangent of the grazing 
angle. All difficult large scale tolerances can be restated in 
terms of controlling the axial slope to less than the desired re- 
solution, and the transverse slope to cot a times axial tolerance. 

The allowed tolerances on the displacement of a surface without 
slope errors are essentially the alignment tolerances, which are 
quite large by normal optical standard as a consequence of the 
grazing incidence configuration. 

The mechanical tolerances are written in a way which reflects the 
methods of measurement and the necessary accuracy in the 
different dimensions. The following dimensions are specified: 

a. Average radius at each end _ — — , — , ^ _ r - 

a b a b 

b. Maximum out of roundness = max | R (<J») - R J 

c. Maximum variation in AR (<J> ) = max AR (4> ) - AR = 

Max R (f> ) - R (<j> ) - AR 

cl D 

d. Sagittal depth = AS (x, <J> ) = the deviation from a nominal 
curve running through the end points at which R (<t> ) 

cl 

and R, (<t> ) are measured. In practice S (x) is measured 
b 

by interferometric comparison of the mirror surface and 
a test plate, and the tolerances on this quantity are 
much smaller than the tolerance on the first three items 
above. Therefore, it is possible to measure the first 
three items only at the ends of the mirror segment, and 
then infer that the tolerances are met at other axial 
positions because of the tight tolerance in sagittal depth. 
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e. Axial and transverse slope errors. 

We will discuss the effects of these tolerances on the performance 
of the paraboloid; the tolerances on the hyperboloid are similar. 

1. The principal effect of changing the radius of each 
end by the same amount (6 ) is to change the effective 
focal length of the parabola by (6 /2 a) where a is the 
grazing angle. An error of 0. 001 inch in 6 would 
necessitate a translation of about 0. 035 inch for the 
smallest parabola being considered here, which would 
also introduce a negligible addition to the blur circle 
(<j> ~ 0. 01 arc-second). The mechanical support 
structure design allows these translations. 


la. The principal effect of changing the radius at each 


end by opposite amounts 

, 6 . .. 


(r -*■ r - 
a a 


2 '' r b 


is also to change the focal length of the parabola by 

approximately z — . 

L tan a 


The surface can then be fit with a parabola that differs 

from the actual surface by less than ( — “) 6 = 0. 004 6 

in this case. The slope error between the actual and 

5 

best-fit surface is less than (— ) tan a. 

r 


2. The effects of a roundness error depend upon the 

errors introduced in the azimuthal slope. For the 

simplest case of elliptical deformation the effect is 

2 2 2 2 

to introduce the substitution Y -*■ Y (1 + « ); Z -*> Z 
(1 - e ) in the equations for the parabola, which results 
in a maximum angular change of about 3 e than a. Thus, 
for the mirrors considered here, the total out of roundness 

V 

must be less than 0. 0005 inch to obtain a blub circle 
diameter contribution of less than one-half arc-second. 
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3. The variation in AR (<t>) results in a direct contribution 

to the blur circle by an angle equal to 2 aR (<t>)/L, 

where L is the length of the telescope. In the present 

mirrors, a one arc-second diameter blur circle thus 

— 6 

corresponds to AR ~ 25. 10 inches, or about one 
wavelength of visible light. This tolerance, then, re- 
quires careful measurement by reasonably conven- 
tional optical techniques. It should be noted that 
this tolerance is applied to the "best-fit" surface 
rather than to the nominal design surface. 

4. The maximum variation in AS(X, cj>) has been overstated 
in an attempt to control slope errors. The tolerance 
is 5 micro inches, or about 1/4 wavelength of visible 
light, which corresponds to a slope error of 1/2 arc- 
second over a length of about 2 inches. This essentially 
determines the minimum allowable axial length in a 
polishing procedure to avoid introducing slope errors 
which are unacceptably large and yet do not violate 

the surface contour requirements. 

5. Axial slope requirement. An axial slope error of Q 
causes a ray error of 2 d. The tolerances for the LOXT 
parabolas thus must be of order arc second over 
most of the surface in order to expect 1 arc second re- 

i 

solution after two reflections (assuming errors adding 
in quadrature). 

5a. The transverse slope errors can be larger than the 

axial slope errors by a factor of about 5. 0, and in fact, the 
actual tolerances consistent with normal fabrication 

techniques are only largfer by a factor of about 15, and 
this tolerance was imposed to avoid an unnecessary 
loss of resolution in this tolerance. 
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2.3.4 Micro-surface Requirements 

The remaining effects which determine resolution are the micro- 
surface effects. These can be divided into the truly microscopic 
domain which refers to surface finish, and the intermediate scale 
range which is defined by our measurement capability. For example, 

if the optical measurement technique can detect contour changes of 

*” 6 

only 500$ or greater, and if a slope tolerance of 2 x 10 has been 

__ 0 

imposed, then the polishing procedure axial length times 2 x 10 
must exceed 500$ (or be greater than about 2. 5 cm) in order to be 
certain of not introducing local and unmeasurable slope errors. 

This concept has been used in specifying the acceptable LOXT 
mirror polishing procedures. The truly microscopic surface re- 
quirements can be measured by multiple pass interferometry and 
can be achieved, at least in small test samples; these results are 
discussed in Section 4. 
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3. 0 MECHANICAL DESIGN CONSIDERATIONS 


In addition to the High Resolution Mirror design parameters pre- 
sented in previous sections of this report, there are a number of 
additional considerations that influenced the design of the mirror 
assembly. In summary these are the launch and orbital environ- 
ments to be encountered and the use of fused silica mirrors in the 
reference design. The fused silica mirrors influenced the design 
in several ways: (a) tensile stresses in the glass had to be kept 
low, (b) the method of mounting the glass to the supporting struc- 
ture had to avoid stress risers in the glass, and (c) structural 
materials had to be selected for thermal expansion compatibility 
with the mirrors. 

3. 1 Fused Silica Mirrors 

The use of fused silica for the mirrors in the reference design re- 
quired the consideration of several important factors. First, this 

—6 

material has a thermal expansion coefficient near 0. 31 x 10 
in/in-°F, and analyses quickly showed that for the mirrors to re- 
tain one arc-second alignment and be distortion free in the thermal 
environment, either the structural materials used in the assembly 
required a close thermal expansion match to the fused silica, or 
a high degree of thermal control was required. The design approach 
was to match the thermal expansion coefficients as close as 
practical, thereby relaxing the thermal control requirements which 
considerably limited the selection of structural material. The 
second consideration is that fused silica is a fragile material as 
compared to metals. It is relatively weak in tension, thus the 
generally accepted 1000 psi design allowable tensile stress was 
used as a limiting parameter in this design study. In addition, 
fused silica is very susceptible to cracking around any form of 
stress riser, which required careful consideration as to the method 
of mounting the mirrors to their supporting structure. As discussed 
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in detail later in this report, the selected approach was to bond 
circumferentially, end-flanges on the outside surface of the mirrors 
near their ends. This approach avoided point loads within the 
mirrors and also allows a useful freedom in the final assembly of 
the mirrors. 

3. 2 Launch Environment 

It is essential that this mirror assembly retain alignment after ex- 
posure to the launch environment. This factor required careful 
consideration of the loads imposed on the various parts of the 
mirror assembly by the launch environment, and also required 
that all parts have positive retention in order for them to hold 
their aligned position. The launch environment used in this de- 
sign study was taken from the HEAO Experiment Developer's 
Handbook. Since the LOXT Optical Bench has not been designed, 
no specific information was available regarding its dynamic char- 
acteristics, which was a cause for concern at the outset of the 
design study. 

It was evident from work performed early in the study that a very 
rigid mirror assembly was required in order to retain mirror dis- 
tortions within the one arc second resolution requirement under 
the gravity load present during optical testing on the ground. 

Thus, it was projected that the resonant frequencies within the 
mirror assembly would not fall in the predominant regions of the 
spacecraft vibration spectrum. This projection offered the pos- 
sibility that the mirror assembly and the optical bench could be 
hardmounted to the spacecraft, at least at the mirror end. If this 
proved to be the case, it would eliminate the troublesome require- 
ment of providing softmounts, at least as far as the high resolution 
mirror was concerned, although it was recognized that the optical 
bench would require a provision in its mounting to allow for "hot- 
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dogging" flexure of the spacecraft. Thus, the design approach 
was to analyze the feasibility of a hardmounted system using 
typical transmissibility factors and in parallel perform a limited 
amount of analysis of a typical soft-mounted optical bench in order 
to estimate the dynamic environment to be seen by the mirror as- 
sembly in a soft-mounted system. The analysis, discussed in 
detail in later sections of this report, showed the hard-mounted 
approach to be feasible. The mirror assembly was then analyzed 
with respect to the soft-mounted environment (which showed that 
it was structurally adequate for use in a soft-mounted system) in 
case that at a later time it was determined that another LOXT com- 
ponent, such as the high efficiency mirror, required a soft-mounted 
optical bench. 

3. 3 Thermal Environment 

The requirement that the mirror assembly hold alignment and that 
the mirror remain distortion free in orbit was also a high order 
consideration in this design study. The thermal behavior of the 
spacecraft was an important factor, since the mirror assembly 
could not reasonably be thermally analyzed as an isolated system. 
Radiative heat transfer, with respect to the spacecraft, heat loss 
to space, and the means of structural attachment from a- thermal 
viewpoint, all required study in order to achieve a thermally ade- 
quate mirror assembly design. 

3.4 Structural Materials 

Since the mirror assembly is comprised of 5 concentric paraboloids 
and 5 concentric hyperboloids, a structure must hold these con- 
focally aligned mirror elements in alignment after exposure to the 
launch environment, after transition from the one g ground environ- 
ment to the zero g orbital condition, and it must also hold the 
mirrors distortion free in the thermal environment to be seen in 
orbit. The primary driver in the selection of structural materials 
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was obtaining the close thermal expansion match to fused silica 
in order to obtain distortion free mirrors in the orbital environment. 
One obvious approach was to make the entire mirror assembly of 
one material, which was the approach adopted for the alternate 
design. An all fused silica reference design was briefly examined, 
but there were indications that this approach required a consider- 
able extension in the state of the art in producing an X-ray tele- 
scope of the size required, with high attendant risk, and therefore 
this approach was not pursued. The remaining structural materials 
having a thermal expansion coefficient near that of fused silica 
are Invar and graphite epoxy composite which are discussed below. 

Invar is an alloy of iron, nickel, and minor percentages of other 

_ g 

elements. Its modulus of elasticity is approximately 21 x 10 
psi, about midway between aluminum and steel, and its ultimate 
strength (68000 psi) is comparable to steel. The thermal properties 
of Invar are variable with the percentage of alloying elements and 
our investigation indicated that Unispan LR-35, a trade name 
of Universal Cyclops, was best suited for this application. It is 
a stable alloy (with proper heat treatment) and has a thermal ex- 
pansion coefficient between 0. 25 and 0. 35 in/in-°F. The thermal 
expansion properties of the material are a function of the heat 
treatment and, as discussed later. Universal Cyclops is performing 
tests to determine if a heat treatment can be specified which will 
provide a thermal expansion coefficient closer to that of fused 
silica than the outer limits of the range given above. In summary, 
Unispan LR-35 was found to be well suited to this application. 

Graphite epoxy composite material has been under development for 
several years, and although it has not come into common usage as 
rapidly as predicted, it is now appearing as structural material in 
specialized applications. Two features of this material were a t- 
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tractive as a structural material for the high resolution mirror 
reference design; first, its high strength to weight ratio, and 
second, it offers the possibility of tailoring its thermal expansion 
coefficient. This second feature arises from the fact that the 
graphite fibers have a negative expansion coefficient and the 
epoxy has a high positive expansion coefficient, thus a compo- 
site of the two has a compromising effect which can be tailored 
by varying the amounts of the two constituents. Nearly all the 
strength is provided by the graphite fibers; thus, various layups 
are used with layers of fibers running in prescribed directions 
depending upon how the material is to be used. The layup obviously 
affects the thermal expansion properties of the material, but there 
is considerable test data which indicates that a high strength 
composite having a thermal expansion coefficient near that of 
fused silica can be made. This material, in structural shapes, 
is not available off the shelf and fabrication costs are high. 

In summary, Invar and graphite epoxy were considered to be suit- 
able structural materials for the high resolution mirror reference 
design. The approach taken was to use graphite epoxy composite 
only if it afforded some distinct advantage over Invar. 

3. 5 Ground Rules for the High Resolution Mirror Design Study 
The following presents the baseline and ground rules for conducting 
the preliminary design of the LOXT High Resolution Mirror in order 
to provide direction to the design study as to design requirements, 
materials to be considered, analyses to be performed, and the ap- 
proach to be taken in assuring that this mirror design is compatible 
with the LOXT/HEAO-C. 

3.5.1 General 

The HEAO A/B spacecraft will be used as the baseline for the space- 
craft induced environment seen by the LOXT and for the spacecraft 
configuration into which the LOXT must fit. 
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Mechanical environment criteria for the mirror assembly will be 
developed from analysis of the dynamics of the overall LOXT 
configuration and its mounting to the spacecraft. 

Compatibility between the deformation and stress limitations of 
the mirrors and a practical overall LOXT assembly will be analyti- 
cally verified. 

Thermal design criteria for the mirror assembly will be derived 
from analysis of the overall LOXT thermal system, including a 
thermal collimator on the front of the LOXT. Compatibility be- 
tween the thermal limitations imposed by the mirror assembly and 
a practical overall LOXT thermal design will be analytically verified. 
The scaling of these effects with temperature and temperature 
gradients must be determined either analytically or numerically 

3. 5. 2 Mirror Assembly 

3. 5. 2. 1 Material Considerations - The table presented below 
lists the mirror materials and the structural materials that will be 
considered during the study. Asterisks (*) indicate those to be 
considered for the reference design. Further study and sample 


table 


Mirror 

Flanges and 

Attaching 

Provisions 

Housing 

Optical 

Bench 

Fused Silica* 

Graphite Epoxy 
Composites 
with Fused 
Silica 
Substrate 

Fused Silica* 

Invar* 

Composites 

Invar* 

Composites* 

Invar* 

Composites* 

Beryllium 

Beryllium 



Beryllium 

Beryllium 

Titanium 
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scattering tests may show that Beryllium is not a viable candidate 
for this application, in which case Invar and graphite epoxy com- 
posites become the candidates for the reference and the alternate 
design structural materials for the housing and optical bench. 


3. 5. 2. 2 Temperature Considerations - 


a. The mirror assembly design must be satisfactory with 
respect to the temperature regime, rates of change of 
temperature, and the resulting axial and radial tem- 
perature gradients. The scaling laws of these effects 
must be determined so that the allowable environment 
can be stated. 

b. Fused silica/flange mismatch. 

c. Non-isotropic thermal characteristics of composites, 
if used. 


d. Fused silica substrate/mirror backing material mismatch 
as applicable to the alternate mirror configuration. 

e. Thermal deformations and resultant stresses of the 
mirrors must be analyzed and satisfactory levels 
achieved with respect to both stress levels and de- 
focusing. Thermal deformations must be expressed 
in a manner amenable to interpretation for ray tracing 
studies. 


3. 5. 2. 3 Mechanical Considerations - 

a. Must be able to optically test mirror elements separately 
and horizontally in a lg environment. 

b. Mirror mounting arrangements must allow for: 

1. Axial translation of up to 1/2" for all (or all but 
one) mirror elements. 
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2. Transverse translation of each mirror element 
(to a few tenths of a mil) or use of wedge-type 
shims. 

Must be able to take the mirror assembly apart and re- 
assemble it in a practical manner. No requirement for 
realignment testing shall be a design goal. 

Mirrors shall be decoupled from external distortions 
and loads within practical design approaches. 

Non-^isotropic strength characteristics of composites, 
if used. 

Satisfactory limits of deformation and stress levels 
must be achieved for: 

1. Polishing loads 

2. lg environment during ground operations 

3. Launch 

4. From spacecraft loads in orbit. 

Survivability during the launch environment will be 
analytically verified. 

Mirror assembly must not be self-contaminating. 

A means shall be provided to easily cap off the mirror 
assembly when not in use to minimize external con- 
tamination and accidental damage. 



4. 0 SCATTERING TEST SAMPLE PROGRAM 

The modification of the X-ray intensity distribution introduced by 
a reflection was measured for a number of test surfaces. These 
were either flats or segments of cylinders having radii typical of 
the LOXT mirrors and included variations upon conventional pol- 
ishing procedures, as well as some of the more recently developed 
techniques. The. best results were obtained with fused silica and 
metalized fused silica polished with the submerged process. These 
samples essentially reproduced the incident beam which had an 
effective full width of about 5 arc seconds. The conventionally 
polished electrodeless nickel on a Be substrate approached this 
performance: 

The technique of the measurements is described in Section 
4. 1, and the actual results are discussed in Section 4. 2. 

The X-ray scattering results correlate well with other in- 
dicators of surface roughness, such as visible light scat- 
tering or the appearance of multiple pass interferograms, 
but the effects are much more pronounced. 

4. 1 Technique 

The X-rays are produced by electron bombardment of an aluminum 
target, which generated a spectrum consisting of the characteristic 
aluminum Ka line at 8. 3 $ superimposed on a continuous brems- 
strahlung spectrum of reduced intensity with a low energy cut-off 
at approximately 4 $. These X-rays were collected and focused 
by a grazing incidence telescope having a focal length of 76 in. 
which was situated 720 in. from the source. A mask was placed 
over the telescope which allowed radiation to reach the focus only 
if it had been reflected from either one of two small regions on 
either side of the horizontal diameter of the telescope. 
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A schematic diagram of the experimental set up is shown in 
Figure 4-1. If the telescope were perfect, the resulting image 
in the focal plane would be a horizontal line slightly broadened 
(vertically) by diffraction from the finite slit. 

The telescope is not perfect, but the imperfections are such that 
a given part of its surface results primarily in radial rather than 
azimuthal errors, and, since the telescope is apertured by a 
horizontal slit, the primary effect of the telescope imperfection 
is to increase the horizontal extent of the line image with very 
little effect upon its vertical width. The image distribution can 
then be determined by scanning with a counter and slit in the 
focal plane. The resulting vertical beam width was measured to 
be about 5 arc seconds, full width, half maximum (FWHM), which 
is consistent with that expected to result from the sum of a num- 
ber of sources discussed below. 

The incident X-ray beam, which has a narrow vertical height, was 
then reflected in the vertical direction by a test sample surface 
which was oriented at a small angle to the horizontal. The scat- 
tering introduced by the test samples primarily increased the 
vertical width of the X-ray beam in the focal plane; this reflected 
image distribution was also measured by scanning with a horizon- 
tal slit apertured counter in the (slightly different) focal plane. 

The scattering due to the sample can thus be determined. 

Two scattering sample geometries were used in the study, flats 
and segments of cylinders with 15 inch radii. The beam reflected 
from a perfect flat should have substantially the same vertical 
structure as the incident beam, whereas additional aberrations of 
the cylinder geometry result in an increase in the effective beam 
width to about 7 arc seconds. These additional terms are dis- 
cussed below. 
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Certain precautions were taken during the observation to achieve 
consistency. These included constant monitoring of the source 
by a counter which was placed behind another part of the tele- 
scope and which had a similar window and spectral acceptance 
(pulse height window) as the counter used to scan the focal plane. 
The source was operated at a constant voltage and current through- 
out the tests and the source anode was cleaned frequently so that 
stable source intensity and spectra were obtained. The mounting 
enabled interchange of samples without realignment so that geo- 
metrical effects are essentially constant for all tests at a given 
angle. The results obtained for certain samples are equivalent 
to those obtained from the same samples a year ago with a some- 
what different apparatus. In a few cases, samples were removed 
from the chamber and then re-measured; these results were also 
consistent to within the expected measurement accuracy. 

The consequence of any misalignment is to increase the apparent 
width of the scattered beam, and consequently, the measurements 
represent a conservative estimate of the performance of the tele- 
scope. Some of these effects are considered here. 

4. 1. 1 Incident Beam Width Effects 

4. 1. 1. 1 Source Height - The effective source height is about 
10 mils at a distance of 60 feet, or about three arc seconds. 

4. 1. 1.2 Telescope Imperfections - The telescope results in a 
beam spread of order 5-8 arc minutes in the radial direction. The 
spread in the direction of measurement, however, is much less 
than this, because of the narrow aperture which is aligned with 
the source and detector slit. If the alignment were perfect, the 
effective beam width from this source would be one arc second. 

4. 1. 1.3 Detector Slit Width - The slit width used in these 
measurements was one mil, or 2.5 arc seconds. 


4-4 



4. 1. 1.4 Source/Detector Slit Misalignment - The source length 
is approximately 1 arc minute. A misalignment of 1°, which is 
comparable to the accuracy of determining the source orientation, 
thus results in a one arc second beam width. 

4. 1. 1.5 Telescope Aperture Misalignment - This effect broadens 
the beam by about 1 arc second for every 6 mils vertical error in 
slit position. The actual error is estimated to be less than 15 mils, 
or about 2. 5 arc seconds. 

4. 1. 1. 6 Diffraction Effects - The characteristic angle (X/W) for 
8. 34 $ radiation and a 10 mil slit is 0. 7 arc seconds. 

The result of adding these sources of beam width as gaussian 
errors is about 5 arc seconds, which was actually observed in 
the measurements of the straight-through beam. 

4.1.2 Geometrical Effects of Optical Flat Mis orientation 
In this case the only effect is to change the reflection angle by 
an insignificant amount. 

4. 1. 3 Geometrical Effects of Cylindrical Test Surface Misalignment 

4. 1.3. 1 Effects of Slit Length and Transverse Displacements - 

The test sample curvature introduces an error due to the slit width 

and transverse displacement. The slit width is 0. 15 inches, which 

is large compared to the displacement error of less than 0. 01 inches. 

The slit width results in a focal plane spread of 0. 5 arc seconds 
1 2 

(distance = — (L/2) /R) where L is the length of the slip and R is 
the radius of the sample. 

4. 1. 3. 2 Effect of Transverse Slope on Beam Width - If the re- 
flection angle is 9, the slit length is L, and the radius of the 
sample is R, then the effect of the transverse slope on the dis- 
placement perpendicular to the slit in the focal plane is approxi- 
mately 
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2[ (L/2R) 2 sin 6 - (—) (j^)] * 4 arc seconds. 

4. 1. 3. 3 Effect of Sample Rotation - If the rotation angle is <j>, 
a displacement perpendicular to the slit in the focal plane of 
jr sin <j, is produced. The exact value of sin § is not known, but 

° -3 

it is less than 2x10 ,and a spread of 4 arc seconds would re- 
sult from this effect. The expected value is less than one-third 
of this amount. 

4.1.4 Summary 

The curvature effects, when added as gaussian errors, correspond 
to a source broadening between 4 and 6 arc seconds, depending 
upon the exact value of the sample rotation error. This results in an 
effective incident beam width of about 7 arc seconds when folded 
with the beam width factors discussed in Section 4. 1. 1. 

4.2 Results 

The results of these measurements are summarized in Table 4. 1. 

This table includes a line number for identification purposes, a 
description of the reflecting surface, a code (C or F) which de- 
scribes the sample geometry (cylinder or flat), the reflection angle 
in arc minutes, the total reflection efficiency measured with a 
wide slit, the measured width (FWHM) of the reflection radiation, 
and the width (FWHM) corrected for the incident beam width. The 
width measurements are accurate to about one arc second, and 
smaller differences are not significant. Some of the reflection 
curves have a narrow center peak, but wide low-level wings. 

In this case the FWHM does not describe the reflected distribution 
adequately, so the fractions of incident radiations which fall in a 
slit width of 5, 10 and 20 arc seconds have also been included. 
These values are not corrected for the incident beam distribution 
which is given in Line 1. Also included are some less complete 
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1 None (Incident Beam) 


2 Fused Silica - Sub- 

3 merged Process (#3) 


4 Evaporated Ni on 

5 Fused Si Submerged 
Process (#1, 2) 


6 Fused Silica 

7 Barnsite Polished 


8 Evaporated Ni on 

Fused Silica, Barnsite 
Polished 


9 Cervit, Submerged 
Process 


10 Cervit, Barnsite 
Polished 


11 Electrodeless Ni on 
Be (Speedring) 


I 

3 

e 


2 Be. , MgO Polished 

3 


4 Ni Coated Be 

5 Conventional Polish 


Ion Polished 
Fused Silica 


18 Ion Polished Evap. 
Glass on Be 


19 Conventionally Polished C 
Evap. Glass on Be 


20 Ion Polished Electroe- C 
less Nickel on Be 


Selective Deposition, C 
of Dielectric on Polished 
Be 
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Table 4-1 


Test Sample Results 












































































































































TABLE 4. 1 NOTES 


1. FWHM (Corrected) 

EWHM (incident) 

2. Relative Efficiency (5, 10, and 20) 

Fraction of transmitted energy contained in a slit of width 
5, 10, or 20 arc seconds respectively. 

3. Absolute Efficiency 

Fraction of incident energy contained in a slit of width 
5, 10, or 20 arc seconds respectively. 


V 2 2 

FWHM (Measured) - (FWHM) Incident 

= 5 arc'seconds (Flat) 

= 7 arc seconds (Cylinders) 
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data from earlier tests (lines 3, 6, 7, 9, 10, 11, 12 and 13), which 
are related either to these measurements or to materials not in- 
cluded in the current program. 

The measurements were made at about 1/3° and 1°; the smaller 
angle was chosen to obtain reasonable reflection efficiency from 
the glass substrates, whereas the larger angle is typical of the 
actual LOXT mirrors. 

The theoretical reflection efficiencies for 8.3$ X-rays and fused 
silica at 22', and nickel at 22' and 72' are approximately 0. 85, 

0. 9, and 0. 6 respectively. The results obtained for individual 
surfaces are discussed below. 

4. 2. 1 Fused Silica, Submerged Process 

This technique of polishing fused silica consists of recirculating 
the polishing compound so that finer abrasive particles are obtained, 
and then completing the polishing procedure without abrasives. 

This technique is generally believed to result in the smoothest 
possible surface, and we have obtained the narrowest X-ray re- 
flection curves with this type of surface. The reflected beam at 
small angles (lines 2 and 3 of Table 4-1) essentially reproduces 
the incident beam. The calculated contribution of the sample to 
the measured reflected efficiency of fused silica, however, does 
not extend to sufficiently high energies, and a fused silica mirror 
must be coated to be suitable for the LOXT program. 

4.2.2 Fused Silica, Barnsite Polishing 

This polishing technique is more conventional and results in a 
slightly rougher surface than the submerged process as measured 
by visible light scatter and multiple pass interferometry techniques. 
The observed width of the reflected X-ray beam was the same as 
for the submerged process at 22’, but was somewhat wider at 55' 
(lines 6 and 7 compared to lines 2 and 3). The evaporated nickel 
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on the substrate, however, performed substantially poorer than 
the surface evaporated onto a submerged process substrate. 

4. 2. 3 Fused Silica, Ion Polishing 

Two fused silica cylinders were optically polished, coated with 
aluminum, and measured for visible light scatter. The results 
(0. 03 %) are comparable to results previously obtained with the 
best available flats (0. 027%). This finding is extremely important, 
as it indicates that surface quality comparable to that of good 
quality flats can be obtained in the curved geometry of the LOXT 
high resolution telescope. The slight difference could easily 
be an instrumental effect of the different surface geometries. 

These surfaces were then stripped of aluminum, ion polished, re- 
coated and remeasured; the scattered light increased to 0. 06% 
indicating some degradation of the surface. Multiple pass inter- 
ferograms of the surfaces taken both before and after ion polishing 
are quite sharp, and show surface roughness less than about 50 $, 
the actual value being instrument limited. These surfaces, how- 
ever, resulted in relatively poor X-ray performance (lines 16 and 
17). In general, none of the ion polished surfaces performed as 
well inX-ray as more conventionally polished surfaces of the 
same material. 

4.2.4 Evaporated Nickel Surfaces 

These surfaces were prepared by first evaporating 200 $ of chro- 
mium and then 800 $ of nickel; the substrates were heated to 
300°C during this process. The evaporations onto the submerged 
and barnsite polished fused silica substrates were performed at 
the same time in the same apparatus, and should be equivalent. 

The importance of the substrate can be demonstrated by comparing 
lines 4 and 8; the submerged process resulted in a significantly 
higher (0. 93 vs 0. 6) total reflection efficiency and also in a nar- 
rower reflected intensity distribution. The efficiencies observed 
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for the nickel evaporated upon fused silica (lines 4 and 5) are ap- 
proximately theoretical, and the reflected beam again essentially 
reproduces the incident beam. This fact proves that a properly 
evaporated coating of nickel on a properly polished substrate will 
achieve essentially theoretical X-ray mirror performance. 

4. 2. 5 Electrodeless Nickel on Be, Conventional Polish 
These samples were prepared by Kanigen coating optically ground 
Be substrates and then carefully polishing the Kanigen by conven- 
tional techniques. The results (lines 14 and 15) are almost equiv- 
alent to those obtained with the evaporated nickel (lines 4 and 5) 
surfaces. The central peak width contribution is about 8 arc seconds 
width vs 5 for the evaporated nickel surfaces, and the measured 
total reflection efficiency at 1° is about 15% less than that ob- 
tained with the evaporated nickel surfaces. This apparent de- 
crease in efficiency is partly, and perhaps entirely, due to wide 
angle scattering beyond the acceptance of the measurement ap- 
paratus. This view is supported partly by wider angle data not 
presented here, and partly by the fact that the total reflection 
efficiency for the directly polished nickel should actually be 
higher than for evaporated nickel, because evaporated coating 
densities typically are slightly lower than bulk density. A con- 
ventionally polished nickel telescope thus may have a slightly 
larger image flaring from bright objects or portions of an extended 
source than that obtained with an evaporated nickel surface. The 
surface obtained here, however, is clearly superior to that of the 
S-054 mirrors which were polished by a similar technique, and 
must at least be considered as a very suitable alternate design 
surface. 

4-2.6 Electrodeless Nickel on Be, Speedring. Process 
The Speedring Corporation proprietary process for polishing electrode- 
less nickel results in low visible light scattering, although some 
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evidence exists for residual structure with a horizontal scale of 
a few microns. The flat prepared by this process resulted in a 
sample scattering width of 8. 7 arc seconds (Line 1), compared 
to 5 arc seconds for the evaporated nickel surface (Line 5) and 
8. 4 arc seconds for the conventionally polished electrodeless 
nickel (Line 15). The total reflection efficiency from this flat 
was not measured, but the AS&E solar rocket Kanigen coated 
X-ray telescope was repolished recently by this technique and 
achieved the theoretical reflection efficiency. The process is 
certainly an improvement over that used in the S-054 mirrors, 
but is not necessarily superior to other conventional techniques 
for polishing electrodeless nickel X-ray telescopes. 

4. 2. 7 Ion Polished Electrodeless Nickel on Be 
This process (Line 20) resulted in a poorer total efficiency and 
somewhat poorer angular distribution than the conventionally 
polished electrodeless nickel (Line 14). The visible light scat- 
tering was a factor of about 5 greater than for the conventionally 
polished nickel samples. The visible light scattering from the 
samples varied from 0. 04 to 0. 15 after conventional polishing, 
and from 0. 28 to 0. 45% after ion polishing. These values must 
be increased by about 30% for comparisons with the aluminized 
fused silica results because of difference in reflectivity. The 
multipass interferograms of these surfaces have comparitively 
diffused fringes, indicating surface roughness values of order 

100 R. 

4.2.8 Evaporated Glass on Be - Conventional or Ion Polished 
A number of samples essentially consist of a polished Be substrate 
which was then coated with a thin glass-like material and repolished 
by various techniques. This material was considered as a possible 
method of obtaining fused silica quality reflecting surfaces with 
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beryllium structural properties. The typical values of visible 
light scatter from the polished Be substrate are about 0. 16%, 
but the range extends from 0. 08 to 0. 32%, thus indicating a large 
variation in the quality of the Be surfaces. These values should 
be doubled for comparison with the aluminized glass results be- 
cause of the lower reflectivity of the Be surfaces. The multiple 
pass interferograms of the Be surfaces do not have sharp fringes; 
the widths are consistent with surface roughness of order 200 $. 

Four of the Be samples were coated with approximately 2 microns 
of Schott Glass #8329 by electron beam evaporation. Two of the 
glass surface samples were ion polished and two were conven- 
tionally polished (surface shine). The visible light scatter was 
about 0. 25% for the ion polished and about 0. 30% for the conven- 
tionally polished samples. Multipass interferograms of the ion 
polished samples are relatively sharp, although not as good as 
those obtained with the bulk fused silica surfaces. The inter- 
ferogram of the nonconventionally polished glass coated Be samples 
indicate still somewhat lower surface quality. 

4.2.9 Selective Dielectric Deposition on Be 
The evaporated glass, however, did not result inX-ray surfaces 
equivalent to those obtained with bulk fused silica. The conven- 
tionally polished evaporated glass (Line 19) had a lower efficiency 
than either the ion polished (Line 16) or submerged polished 
(Line 2) bulk fused silica. The ion polished evaporated glass 
(Line 18) had a slightly better efficiency, but a broader reflection 
distribution than the conventionally polished evaporated glass 
sample. 

Two of the Be surfaces were coated with 0. 32 micron of a low 
stress dielectric by means of a Perkin-Elmer proprietary process. 
These surfaces resulted in about 0. 17% scatter of visible light, 
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and sharp multipass interferograms were consistent with a rough- 
ness of order 50 i? or less, although not quite as sharp as the 
results obtained from bulk fused silica. This process does not 
require additional polishing after the deposition can be used to 
modify the mirror figure inexpensively, and obtains the structural 
advantages of beryllium. The results (Line 21), however, were 
a broader reflected image distribution and a lower total efficiency 
than obtained by a number of other techniques. 

4. 3 Conclusion 

There are a number of important conclusions to be drawn from these 
studies. The first is that no mysterious or truly insurmountable 
problem exists in making X-ray telescopes. For example, a num- 
ber of these surfaces perform better than the scattering estimates 
of the original proposal (0. 17, 0. 333, and 0. 62 of reflected in- 
tensity in 5, 10, and 20 arc second spot diameters respectively), 
even without substantial corrections for the width of the incident 
X-ray beam. The fused silica polished by the submerged process 
essentially duplicates the incident beam profile. The evaporation 
of nickel onto these surfaces resulted in the theoretical reflection 
efficiency, but with no significant increase in the X-ray surface 
scattering. This result may also be true for the metals, such as 
platinum, which would extend the useful telescope energy range 
to shorter wavelengths. The process of polishing electrodeless 
nickel or beryllium also has been improved so that this process 
is almost equivalent to an evaporated nickel surface upon fused 
silica, and we conclude that this is certainly an acceptable al- 
ternate mirror design. 
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5. 0 REFERENCE DESIGN 
5. 1 Configuration 

The overall configuration of the High Resolution Mirror reference 
preliminary design is diown in Figure 5-1. The assembly con- 
sists of ten fused silica segments, five hyperboloids and five 
paraboloids mounted in confocal sets in a support structure. In 
addition to the mirrors, the assembly consists of an Invar center 
support ring which attaches the mirror assembly to the optical 
bench, a graphite epoxy composite inner support cylinder which 
provides the required stiffness and ties the ends of the assembly 
to the center support ring, and Invar end plates which tie the 
mirror together. The mirrors are attached to the support structure 
by means of Invar flanges bonded to the mirrors. The analyses 
and other engineering data which support the selection of this 
reference design are presented below. 

5. 2 Fused Silica Mirror/Support Flange Thermal Stress Analysis 
The reference design H. R. Mirror Assembly (Figure 5-1) was 
analyzed for mirror wall thermal distortion in the mirror support 
flange region. A temperature change of +10°F was applied to 
the 36 inch diameter outer mirror and its support flanges, assum- 
ing an isothermal temperature distribution. A model of the problem 
is shown in Figure 5-2. A coefficient of thermal expansion mis- 
match of 0. 10 xlO in/in-°F between Invar and fused silica was 
used (i. e. , a mismatch somewhat greater than indicated by 
manufacturer's data). 

The AVCO SAMS-1 (Shell Analysis Modular System) computer 
program was the analytical tool used in the analysis. The SAMS-1 
program performs static thermoelastic stress analysis of multi- 
layered, isotropic, cylindrical shells and uses a Fourier Cosine 
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Figure 5-1 . LOXT High Resolution Fused Silica Mirror Assembly 










Series for the circumferential coordinate and a finite difference 
scheme for the longitudinal coordinate. 

A maximum angular distortion of 1. 4 arc seconds was calculated 
to exist In the mirror wall in the direction parallel to the optical 
axis approximately 1. 0 Inch away from each end of the mirror. The 
distortion dissipated to less than . 5 arc seconds within 3. 4 Inches 
of the mirror ends. It should be noted that the angular distortion 
above relates to blur radius, and must be doubled to relate to blur 
diameter. Therefore, maximum angular distortion relating to blur 
diameter was 2. 8 arc seconds for the +10°F temperature change 
case. The results of this analysis are plotted In terms of angular 
distortion blur diameter) vs. mirror station In Figure 5-3. 

Note that the angular distortion shown is for a single mirror, thus 
must be doubled when considering a hyperboloid/paraboloid set. 

The implication of the calculated mirror wall distortion is that 
active temperature control of the High Resolution Mirror Assembly 
may be required. For the thermal expansion coefficient mismatch 

_6 Q 

of 0. 1 x 10 in/in- F used in this analysis at AT not exceeding 
2. 5°F would be required in order to limit the mirror wall distortion 
to within 1 arc-second. The maximum thermal expansion coefficient 
mismatch that would hold the mirror wall distortion to within 1 arc- 
second for a AT of 10°F is 0. 025 x 10 6 in/in-°F, a value which 
may not be achievable. 

5. 3 Mirror Distortion Under Gravity Load 

A computer solution (discussed in more detail in Appendix B) of the 
subject problem was obtained by employing Avco Computer Program 
#2222, which is a version of the MIT developed SABOR III computer 
code. The configuration analyzed is defined as a thirty-six inch 
diameter, twenty-four inch long, hollow circular cylinder with a 
one-half inch wall thickness constructed from fused silica. The 
cylinder is supported at both ends by pinned connections around 
its entire perimeter. The pinned connections lie within a rigid 
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FIGURE 5-3 

MIRROR WALL THERMAL DISTORTION 0 
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MIRROR LENGTH FOR AT = +10°F 



"relates to blur diameter, actual wall distortion is one-half 
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(fixed) plane. The maximum mirror wall radial distortion was 
found to occur at mid length, its magnitude being 4. 8 x 10 inches. 
The maximum mirror wall angular distortion occurred at the mirror 
ends, its magnitude being 0.27 arc-seconds. It is concluded 
that, relative to an overall rms mirror resolution requirement of 1 
arc-second, earth's gravity field applied laterally to the mirrors 
during ground focusing has only a minor effect on resolution 
during operation. 

5. 4 High Resolution Mirror Dynamic Analysis 

The dynamic analysis of the High Resolution Mirror for the lateral 
launch vibration condition, discussed in detail in Appendix C, was 
performed to define the natural frequencies and response character- 
istics (stress vs deflection) of the mirror for various combined 
circumferential and longitudinal modes of vibration. In computing 
deflections and stresses, a conservative (higher than expected) 
transmissability factor of 20 was used. The results support the 
choice of the mirror configuration from a structural point of view and 
also serve as a design criterion for the LOXT Optical Bench and its 
mounting system. (The results are considered to be the fragility 
levels to be taken into consideration in the LOXT Optical Bench 
Design). 

The vibration environment (reference HEAO Experiment Developer's 
Handbook) used in this analysis is presented below. 

Sinusoidal Vibration (all axes) 

1. 0 to 3. 2 Hz 3. 0"D, A. 

3. 2 to IQ Hz 1. 5 g 

10 to 14 Hz 0. 3"D.A. 

14 to 50 Hz 3. 0 g 

Random Vibration 

20 to 150 Hz +3db/Oct. 

150 to 300 Hz 0. 15g/cps 

300 to 1000 Hz -3db/Oct. 
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1000 to 2000 Hz -9db/ Oct. 

10. 3g RMS overall 

The mirrors were considered to be supported at both ends by pinned 
connections around the entire perimeter. The pinned connections 
were confined to a rigid (fixed) plane. The models were then 
subjected to the following dynamic analysis format. 

a. Mass and stiffness matrices are obtained from 
MIT SABOR III computer code (Avco Computer Code 
#2222) for each mirror configuration. 

b. Natural frequencies and mode shapes are obtained 
from Avco Computer Code #2607 "Frequencies and 
Mode Shapes of Undamped Structures. " 

c. The relative motion of the mirror wall and its 
supports Is determined by the use of the sine 
and random vibration environments presented 
above. Avco Computer Code #2921 "Forced 
Sinusoidal and Random Vibration Program. " 

d. The critical mode shape deflection vector [fi], from 
step (b) in this format Is normalized with respect 

to the maximum relative motion obtained from step (c). 

e. The stress resultant matrix [Blfrom step (a) In 
this format is post multiplied by the normalized 
displacement vector [5], from step (d) to obtain the 
desired dynamic stress resultants. The dynamic 
stresses are computed from the stress resultants 
using the shell relationships. 

The lowest natural frequency for the 36 inch diameter, 24 Inch 
long mirror with a 1/2 inch wall thickness (the preferred size and 
thickness) was determined to be 702 Hz. This value corresponds 
to a longitudinal mode m = 1 and a circumferential mode n = 5. The 
maximum tensile stress calculated in the mirror wall was 725 psi 
In the hoop (circumferential) direction. 

The maximum tensile stresses calculated for all of the mirror 
configurations considered during the study lie well within the 
accepted 1000 psl design allowable tensile stress for fused silica 
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and it is concluded, therefore, that each is adequate in a 
structural sense. 

The natural frequencies, mode values, and tensile stress for each 
of the fused silica mirror configurations are summarized bfelow. 

Tensile 

Configuration Longitudinal Qipumferential Natural . Stress 
#1 Mode Mode Frequency Hz (psl) 

36" dia, 24" 

lg 1/2" thick 1 5 702 725 

Ccnigvration #2 
36" dia, 24" 

lg 1" thick 1 4 1024 561 

Ocrflgiration#3 
36" dia, 36" 

lg 3/4 "thick 1 4 583 709 

5. 5 Mirror Support Structural Analysis 

The mirror support structure (Figure 5 -2) consists of a graphite - 
epoxy cylinder (1. 5 in thick) capped at both ends by Invar end 
{dates and supported at the middle by a central Invar support 
flange which ties directly to the Optical Bench. 

5. 5. 1 Static Analysis 

One of the essential requirements of the cylindrical section of the 
mirror support structure is that it must provide a high degree of 
rigidity within the mirror assembly in the lg ground environment 
during alignment and focusing and other static ground tests. The 
maximum allowable end plate deflection under the condition was 
established to 2. 5 x 10 ^ inches (0. 23 arc-sec sag in the mirror 
assembly between the center support ring and the end flanges). 

A cylindrical section fabricated from graphite epoxy composite 
material appears to be ideally suited to this application because of 
the low thermal expansion and high stiffness properties of the 
material. The other candidate material from a thermal viewpoint was 
Invar, but graphite epoxy composite has a superior stiffness /weight 
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ratio in a simple cylindrical configuration. In view of the above, 
graphite epoxy composite was chosen as the material for the mirror 
support cylindrical section, and the static and dynamic analysis 
performed on the mirror support assembly assumes it use. 

The 9g sustained acceleration condition during launch (reference 
HEAO Experiment Developer's Handbook) produces tensile stress 
less than 100 psi within the graphite epoxy support cylinders, and 
a tensile stress of 2, 240 psi in the Invar end plates. 

A temperature change of 30°F also produces stresses less than 
100 psi within the mirror support structure. 

5.5.2 Dynamic Analysis 

5. 5. 2. 1 Optical Bench Considered Hardmounted to the Spacecraft - 
The mirror assembly was considered to be tied directly (hardmount- 
ed) to the optical bench, which in turn was considered hardmounted 
to the spacecraft. 

The mirror support structure was analyzed for its first mode 
frequency in the axial and lateral directions. The mirror assembly 
is cantilevered off the central support flange for the lateral analysis 
with one half of the mirror weight reacting through the Invar end 
plates. The mlrrorsthemselves were assumed to be supported equally 
between the Invar end plates and central support flange for the axial 
analysis. The random vibration environment listed in Section 5. 4 
was then applied to the model. The sinusoidal vibration environment 
was not considered since the natural frequencies of the support 
structure were well above the 50 Hz cutoff; thus, maximum stresses 
would not occur in the region. Dynamic stresses in the graphite 
epoxy and Invar structure were calculated using a transmissibility 
factor of 10 at resonance. The results of the analyses are shown 
in Table 5-1. The lateral mode frequency of the support structure 
can be seen to be well above that of the mirrors and is at a point 
in the random vibration environment where inputs are quite low. 
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The stresses produced in the graphite epoxy support cylinder and the 
Invar end plates were found to be negligible. The axial mode 
frequency of the mirror support structure is considerably lower and 
produces higher stresses in the Invar end plates. These stresses 
are , however, well below that of the yield strength of Invar, 

(40, 000 psi). The axial stresses in the support cylinder are 
negligible. The first mode axial frequency of the fused silica 
mirrors was calculated to be higher than 2000 cps, the upper limit 
of the random vibration environment, and therefore, behave as 
rigid bodies with regard to the spring-like support of the Invar end 
plates. 
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5. 5. 2. 2 Optical Bench Considered Soft Mounted to the Spacecraft - 
The mirror assembly was considered to be tied directly to the 
optical bench (hard mounted) .which in turn was considered to be 
soft mounted (vibration isolators) to the spacecraft. The dynamic 
environments in section 5. 4 were applied to combinations of optical 
bench stiffness and weight and isolator stiffness (see Section 2 
of Appendix D) and the resulting environments to the mirror 
assembly were less severe than for the hard mounted optical 
bench. As a result of its relatively high natural frequency, the 
mirror assembly acts as a rigid body within the range of the 
random and sinusoidal environments applied to the optical bench 
isolation system (refer to Section 4 of Appendix D). 

The need for vibration isolators to the optical bench may evolve 
from thermal requirements, fragility levels (undetermined at this 
time) of the High Efficiency Mirror Assembly, or other instrument- 
ation. Thus, the fact that the correct High Resolution Mirror 
Assembly Design is considered structurally adequate for a hard 
mounted optical bench design does not imply that the optical bench 
need not be soft mounted to the spacecraft. 

5. 6 Thermal Analysis 

5. 6. 1 Thermal Configuration of Reference Design 
The characteristics of the reference design for the High Resolution 
Mirror Assembly which dominate the thermal configuration may be 
summarized as: 

a. Ten cylindrical mirrors having relatively low thermal conduct- 
ance and specular surfaces metallized on both sides. 

b. Outer and inner support cylinders and end plates having high 
thermal conductance relative to the mirrors. 

c. Principally radiative thermal coupling to the spacecraft. 

d. Direct view to space through the mirror apertures. 


f 
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Most of the heat flow In the mirror assembly occurs in the graphite 
epoxy inner support cylinder and Invar end plates. Although 
these materials have a low conductivity in comparison with most 
metals, the large cross-sectional areas required for structural 
purposes result in a high thermal conductance in comparison with 
that of the fused silica mirrors. The heat flow to space by 
radiation through the viewing apertures is greatly reduced by 
providing special protection mounted on the spacecraft end wall; 
this fact is discussed in Appendix E. The resulting heat flow to 
space of one to three watts causes a gradient pattern in the 
mirror assembly directed toward the viewing apertures. 

5. 6. 2 Axial and Radial Gradients 

A thermal mathematical model of the mirror assembly was formu- 
lated in order to determine, in detail, the gradient patterns in the 
mirror assembly. Figure 5-4 illustrates the gradient patterns of 
two representative cases for nominal heat flow to space, and with 
insulation surrounding the outside perimeter of the mirror assembly. 
Details of the model and other cases considered are contained in 
Appendix F. 

The first illustration depicts the case of passive temperature 
control, in which the mirror assembly temperature is determined 
by its radiative coupling to the spacecraft ambient. The isotherms 
in the figure are in degrees Fahrenheit below the mean spacecraft 
temperature, which was taken as a reference. The shapes of the 
isotherms show that the heat flow is almost entirely axial, with 
a temperature difference of 5°F between the inboard and aperture 
ends of the assembly. This magnitude of temperature gradient 
represents no problem with respect to the one arc-second design 
goal. The second illustration shows the cylinders at a constant 
temperature. The only portion of the gradient pattern remaining 
is in the immediate vicinity of the apertures, the temperature 
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Figure 5-4 


Thermal Gradient Patterns In Reference Design 
Isotherms In Degrees Farenheit 
Below Spacecraft Ambient 
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difference being about 1. 5°F between the controlled cylinders and 
the center aperture. This difference could obviously be effect- 
ively eliminated, if desired, by providing temperature control on 
the aperture plates. 

It should be noted thatlhis model does not take into account the 
effect of specularity of the mirror surfaces. This consideration 
is beyond the scope of a preliminary study, but it may be stated 
that the gradient patterns calculated will be reduced by specular 
reflection in the narrow passages between mirrors, and that the 
assembly would be more uniform in temperature than the cases 
represented here. The mirrors will be metallized on the back 
surfaces, as well as on the reflector surface, in order to maxi- 
mize this effort. 

5. 6. 3 Circumferential Gradients 

The effect of a possible circumferential gradient pattern in the 
mirror assembly was investigated. Such a gradient pattern might 
arise because of a temperature difference between the solar and 
anti-solar sides of the spacecraft immediately adjacent to the 
assembly. The investigation demonstrated that the circumferential 
conductance of the mirror assembly is small in comparison to the 
effective radiative conductance between the outer cylinder and 
the adjacent spacecraft surface, and that a substantial portion of 
the temperature difference would appear across the mirror 
assembly. This fact could result in distortion of the assembly; 
in fact, a temperature difference of 10°F could cause a "hot- 
dogging" effect in the assembly equal to one arc-second, which 
would greatly impact the mirror resolution. It was concluded 
that multilayer insulation and possibly actual thermal control 
would be required on the outer circumference of the mirror assembly 
to attenuate conditions which would lead to circumferential gradients. 
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5. 6. 4 Temperature Control 

The length of the optical bench from mirror assembly support to 
Image plane, referred to as the focal distance. must be matched 
to the focal length of the mirror assembly within + 4 mils for 
proper focusing conditions at the image plane, the focal length 
exhibits the coefficient of expansion of fused silica, and will 
increase by 3. 3 mils over the expected ambient temperature range 
of 25°C (refer to Appendix G). It is clear that a low-expansion 
optical bench material, such as graphite -epoxy or Invar, will 
exhibit a change in length over the temperature range that is well 
within the focusing tolerance. This requirement does not indicate 
a need for active temperature control of the mirror assembly. 

One question, unresolved at this point, which could dictate a 
temperature control requirement is the possible mismatch in co- 
efficient of expansion between fused silica and Invar. As dis- 
cussed in Section 5. 2, unacceptable local mirror distortion may 
arise at the temperature extremes as a result of such a mismatch 
in expansion coefficients. Although there is evidence that the 
mismatch can be minimized, there is no certainty. The solution 
in such a case, then, would be to restrict the operating temperature 
range of the mirror assembly by some degree of active temperature 
control. 

5. 7 Fabrication Techniques 

In addition to the analysis required to establish that the reference 
design was structurally adequate, and that the thermally induced 
distortions were within acceptable limits, it was necessary to 
investigate fabrication techniques to obtain assurance that the 
reference design could be built. Meetings were held with a major 
manufacturer of fused silica, Invar manufacturers, precision 
optical equipment fabricators, precision machining houses, and 
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one of the leaders In the use of graphite-epoxy composite material 
In aerospace hardware. 

5. 7. 1 Fused Silica Mirror Blanks 

During prepartaion of the LOXT Proposal, both Corning Glass Works 
and Amersil were contacted, and assurance was given that mirror 
blanks of the size required for LOXT could be obtained. There 
was no facility available, however, which could produce the 
required size as a single homogenous boule, 1. e. , If would be 
necessary to fuse together smaller boules to obtain the size 
required. It was, therefore, necessary during this design study 
to obtain Information on the mechanical, optical, and thermal 
properties for a boule fused together from smaller pieces and to 
obtain assurance that the design data being used in this study 
was correct. A technical conference was held at Corning Glass 
Works, Canton, N. Y. with several Corning personnel from both 
the Canton, N. Y. and the Coming N. Y. plants. During this 
conference the fabrication of fused silica and the fusing process 
used to join boules together were witnessed. Also observed were 
several items of raw stock for large optical mirrors In which the 
fusing process had been used. Data was presented which demon- 
strated that the fused joints were as strong as the homogenous 
material Itself, and assurance was given that the lOOOpsl design 
allowable tensile stress and the 0. 31 x 10 ^in/in-°F thermal 
coefficient of expansion used for fused silica In the design study 
were appropriate for a mirror with fused joints. 

Two methods of fabricating mirror blanks of the required size were 
presented by Corning, both of which appear feasible. One method 
is to fuse separate 3-5 inch thick boules into a sandwich. Six or 
seven layers will be required to obtain the length of a LOXT mirror 
element. The resultant composite boule would then be core drilled 
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and machined to obtain cylinders of the specified inner and outer 
diameters. Coming believes that two mirror elements, one 
larger diameter and one small diameter can be obtained from one 

i 

boule. The other method utilizes a "slumping" process in which 
fused silica flat plates of the required thickness are heated and 
formed over a mandrel. The flat plates would be cut to the 
proper length for a LOXT mirror element before forming. 

Each plate, after forming, would represent a 120°section of the 
final cylinder. Three sections would then be assembled over an 
appropriate mandrel and the butt joints fused together by a 
localized heating process. This latter method has an advantage, 
in that the fusion planes are axial and could be lined up with the 
optically dead areas behind the mirror assembly structural webs. 
The size required for LOXT, however, has never been made by the 
slumping method, and some amount of development work would be 
required to verify the process. 

During the conference assurance was given that the specification 
for allowable inclusions on the optical surface planned for in- 
clusion in the procurement specification for the High Resolution 
Mirrors could be met without difficulty, including the region 
across circumferential fused joints by selection of the region to 
be cut during the coring operation. 

5. 7. 2 Mirror Fabrication 

As shown in Figure 5-1, each high resolution mirror is held in the 
assembly by Invar flanges bonded to the end of the mirrors. This 
mounting technique imposed two requirements on the fabrication 
of the mirror in addition to the figuring and polishing requirements 
previously discussed. First, since each mirror is not sufficiently 
stiff to hold itself round without external support, it is necessary 
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to use support rings during polishing. Further, it is necessary 
to install the end flanges before removing the polishing rings, 
in order that the mirror be externally supported at all times. 

Secondly, in order that the Invar flanges be thin in the radial 
direction, yet sufficiently strong to hold alignment in the dynamic 
environment, they should be as short as practical in the axial 
direction. This requirement means that the mirrors have to be 
cut to the proper length after polishing and after measurement of 
the focal length. Both of these requirements were discussed at 
technical conferences with Diffraction Limited, Inc. and Perkin- 
Elmer, who indicated that both requirements were reasonable; 
thus, they were incorporated into the reference mirror preliminary 
design. 

5. 7. 3 Machining Tolerances 

Meetings were held with Speedring Company and Pioneer Astro 
Industries, who are representative of the best industrial machin- 
ing facilities in the country, to determine how close tolerances 
could be held in absolute diameter, concentricity, roundness, and 
perpendicularity on machined pieces Of the size required for the 
High Resolution Mirror Assembly. Preliminary drawings of various 
concepts for mirror end flanges and support structure were review- 
ed. As a result of this review a concept which obtained axial 
strength in the mirror support structure by the sandwiching to- 
gether of individual support flanges, was abandoned because it 
imposed flatness and perpendicularity requirements which either 
company would accept only on a best effort basis. Both companies, 
however, exhibited a good capability for performing precision 
machining operations. 
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5.7.4 Invar Support Structure 

Manufacturers data for low thermal expansion Invar, (Universal 
Cyclops Unispan LR-35) indicates a thermal expansion coefficient 
near that of fused silica. Investigation of the properties of Uni- 
span LR-35, however, indicated considerable variability in thermal 
expansion coefficient from batch to batch, apparently as a result 
of the heat treat applied and the temperature range over which the 
data was averaged. In an effort to obtain specific information, a 
meeting was arranged with Universal Cyclops. Data presented 
at the meeting indicated that the thermal expansion properties of 
the material were a strong function of the heat treat procedure; 
however, since the data covered some 90 pieces of material manu- 
factured over a five year period, heat treated in various ways 
under different conditions, and generally dilatometer tested at 
high and low temperatures (not in the region of 70°F), it was not 
possible to determine what heat treat would provide the best 
material for the LOXT flanges. Universal Cyclops indicated 
that as a result of our inquiry, along with others they have had 
in recent weeks regarding the use of Invar mounts to hold pre- 
cision optical elements, they would run heat treat and dilatometer 
tests on a number of LR-35 samples and attempt to identify a mix 
and heat treat that obtained a thermal expansion coefficient near 
that of fused silica in the 70°F region. At the end of this design 
study the tests were being run, but no data was available. 

Universal Cyclops did indicate, however, that a thermal coefficient 
between 0. 21 and 0. 41 x 10 6 in/in-°F used in the design analysis 
could be obtained. 

5. 7. 5 Graphite Epoxy Composite Support Structure 
During the design study several meetings were held with the 
Convair Division of General Dynamics Corporation to obtain 
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information on the characteristics of graphite-epoxy composite 
material and to explore the feasibility of fabricating the structural 
parts of the mirror assembly from this material. This material has 
been baselined for use for the central support cylinder in the 
mirror assembly because of its superior stiffness to weight ratio. 
This material is also considered as a backup for the mirror support 
flanges and the other structural parts in the event that the low 
thermal expansion properties claimed for LR-35 Invar are not 
achieved, or if future fabrication problems develop using Invar. 

5. 8 Mirror End Flange Design 

As shown in Figure 5-1 the design approach adopted in the reference 
design to hold the fused silica mirrors was to bond end flanges to 
each mirror which are in turn bolted to support plates. This 
approach avoided any point loads on the fused silica mirrors. The 
primary design driver in the end flange design was the thermal 
expansion mismatch of the fused silica mirror and the material 
used for flanges. The design philosophy employed was to make 
the flange thick enough in the region of the bond around the mirror 
to hold the mirror in position throughout the environmental regime, 
but no thicker than necessary so as to allow the flange to flex 
and thereby reduce distortions in the mirrors. Analysis indicat- 
ed that a flange 0. 045" thick provided adequate stiffness, but 
discussion with precision machining houses indicated that fabricat- 
ing such a thin flange would be difficult. Analysis was then 
performed to determine the maximum thickness that would result 
in acceptable thermal distortions in the mirror. 

Uncertainity in the value of the thermal expansion coefficient for 
the flange material, Unispan LR-35, required a conservative 
approach to the thermal distortion analysis. A thermal coefficient 
of expansion for LR-35 of 0. 21 to 0. 41in/in-°F was assumed, and 
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the resulting analysis indicated that an 0. 090 inch thick flange 
was the practical limit for thermal distortion. As discussed in 
Section 5. 2 a flange of this thickness requires the AT in the 
mirror assembly to be held to within 2, 5°F if the distortion 
throughout the mirror is to remain within one arc-second. As 
discussed in Section 5. 7. 4 of this report, tests are currently 
underway to determine more precisely the LR-35 thermal expansion 
coefficient in the region of 70°F. It is anticipated tljat these 
tests will indicate a thermal expansion match to fused silica 
closer than that assumed in the analysis. A closer match to 
fused silica would allow a thicker flange, which would ease the 
fabrication requirements, or would allow a greater AT, (for the 
same flange thickness) in the mirror assembly from the temperature 
at which it was assembled and aligned. This tradeoff remains to 
be resolved. 

5. 9 Flange/Mirror Bonding 

Preliminary bonding tests were conducted during this design study 
to the extent that the feasibility of bonding the Invar flanges to 
the fused silica was established . Both epoxy and eutectic bonds 
were tested and both exhibited more than adequate glass to metal 
adherence and shear strength. 

The epoxy bond test consisted of bonding a piece of Crown glass, 
to a piece of Invar. The contact area was approximately one 
inch square. The epoxy used was Eccobond EP-B-24, which was 
recommended for this application by Emerson-Cummings. A pull 
test was performed to determine the force required to separate the 
bonded parts in shear. Separation occurred at a shear stress of 
660 psi. 

Another test assessed the feasibility of separating parts bonded 
together with this type of epoxy. Eccostrip 57 was used. The 
parts separated with approximately 3 hours immersion. 
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A test using an eutectic bonding material was conducted. Nickel 
coated Crown glass was bonded to Invar using Cerrolow 117 
which melts at 117°F. The shear stress at separation was 537 psi. 
Further work is required brfcre selecting the bonding material. An 
eutectic must be chosen with great care, accompanied by thermal 
analysis of the effects of the melting point. The melting point 
must be low -in order not to distort the mirror in the region around 
the flanges, thus capturing the mirror in the distorted, shape. The 
melting temperature must also be high enough that the melting 
point will not be reached in the operational environment. Whether 
there is a usable temperature range for eutectics remains to be 
determined. 

Epoxy, as a bond, requires evaluation for outgassing, and further 
testing must be performed to determine the method of application. 
Also, tests using representative parts must be performed to verify 
stripping, since scrapping a polished mirror in the event of a 
bonding error is economically unacceptable. 

5. 10 Alignment Procedure 

The first iteration of the High Resolution Mirror Assembly 
reference design depended upon machining accuracies to achieve 
the required alignment of the assembly. A tolerance study, however, 
made it apparent that several tolerances, particularly in concen- 
tricities, were additive. The tolerance stackup across the five 
concentric optical elements led to tolerance requirements for 
individual pieces which were not achievable, thus indicating 
that a design was required which allowed a few mils of axial 
and lateral adjustment of each mirror element. During the design 
study several configurations allowing for adjustment during align- 
ment and the accompanying alignment procedure were considered, 
each iteration improving upon the previous concept. 
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The final iteration of the reference design is shown in Figure 5-1. 
The first step in obtaining the required axial position of each mirror 
is to cut off the ends of the polished mirror as dictated by optical 
measurement of the focal length of each hyperboloid/ paraboloid 
set. This step fixes the axial location of the mirror, with respect 
to the center support plate, to within a few mils. After cutting, the 
mirrors are mounted in the assembly, unbonded in their support 
flanges, and the few mils of axial adjustment is made as dictated 
by optical measurements. The end flanges are then bonded to the 
mirror. The procedure for obtaining lateral alignment is described 
briefly below. 

a. Within a suitable assembly fixture, the graphite- 

epoxy composite center cylinder will be attached 
to the center plate and the main end plates. Next, 
the two innermost mirror elements (hyperbola and 
parabola with end flanges attached as previously 
described) will be attached loosely to the center 
support plate and to their respective end plates. 

This pair of mirror elements will then be aligned 
confocally by lateral adjustment. When they are 
coaligned the bolts will then be tightened and the 
center flanges pinned, thus fixing the position of 
the mirrors. 

b. This procedure then continues with the second 
innermost set of mirrors and so on, in sequence, 

to the outermost mirrors. Each set, in turn, will be 
coaligned and their focus checked with respect to 
the previously aligned mirrors. 

c. After all mirrors are aligned, the bolts holding the 
end plates are tightened and then the sandwiched 
series of end plates are pinned. Pinning allows 
the assembly to be taken apart at a later time, to 
clean it for example, and then to be reassembled to 
the same position. 
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5. 11 Weight and Volume 

The estimated weight of the High Resolution Mirror Assembly 
(reference design) is 1907 lbs. with constituent weights as 


follows: Weight (lbs) 


Mirrors (10 elements) 917 

Central Support Cylinder 308 

Central Support Ring 217 

Fore and Aft End Rings 344 

Mirror Support Flanges 121 


Total 1907 


The outer diameter of the mirror assembly is 37. 5 inches, not 
including the diameter of the central support ring which attaches 
to the optical bench. This diameter (approximately 42 inches) 
will be determined when its attachment to the optical bench is 
defined. The overall length of the mirror assembly is 51 inches. 
Dimensions for constituents parts can be found in Figure 5-1. 

5. 12 Advantages/Disadvantages of the Reference Design 
The primary advantage of the reference design is that the fused 
silica mirrors will provide the best available polished surface, 
thus very low x-ray scattering. A secondary, but far from 
trivial advantage, is that the adjustment features permit machining 
tolerances within the current capabilities of precision machining 
houses, and permits alignment to be accomplished using careful, 
but well understood optical measurement techniques. 

The primary disadvantage of this design is that the thin fused 
silica mirrors will require careful handling during all stages of 
the HEAO-C hardware program where these mirrors are involved. 
An additional design problem exists in that the mirrors are not 
sufficiently rigid to hold themselves round under gravity load, 
thus they must be externally supported at all times. The design 
study has taken this into account, hov\ever, and suitable methods 
for holding the mirrors during fabrication and assembly have been 
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worked out. The strength of glass is always of concern in 
applications where it must undergo tensile stress. The convention- 
al and conservative 1000 psi design allowable tensile stress for 
glass was imposed as a design requirement in this study and has 
been met (709 psi maximum) during exposure to the projected launch 
environment (the most severe environment to be encountered), 
including a transmissability factor of 2 0 at the resonant frequency 
of the mirrors. 



6. 0 ALTERNATE DESIGN 


6. 1 Configuration 

The overall configuration of the High Resolution Mirror alternate 
preliminary design is shown in (Figure 6-1). Note that with 
respect to the overall assembly, a high degree of similarity 
exists between the reference design and the alternate design. The 
essential difference is that the alternate design, being all beryllium, 
does not require bonded end flanges on the mirrors. The analyses 
and other engineering data that support the selection of this 
alternate design are presented below. 

6. 2 Stress Analysis 

Analysis was performed on the alternate design to determine the 
stresses and distortions resulting from gravity load, steady state 
acceleration during launch, and the launch vibration environment. 
These analyses are described below. 


6. 2. 1 Gravity Load Distortion 

The mirror assembly was investigated for maximum deflection under 
a Ig ground focusing condition. The model for the analysis was 
a 24 inch long, 36 inch diameter beryllium, circular cylindrical 
shell fixed at one end and free at the other. Shear deflection 
was accounted for as well as bending, the combination of which 
produced a maximum deflection at the free end of 0. 5 x 10 
inches and a slope of 0. 1 arc-seconds. It is concluded that, in 
view of the 1 arc-second resolution requirement that this static 
deformation is acceptable. 


6-1 




Figure 6-1. LOXT High Resolution Beryllium Mirror Assembly 




6.2.2 Static Loads Analysis 

Application of the 9g steady state launch condition In all axes 
produced a maximum tensile stress of 15 psi In the mirror and 
1850 psi in the mirror support plate. The precision elastic limit 
for beryllium varies between 2500 psi and 9000 psi, depending 
upon the alloy and, therefore, this design Is considered adequate. 
The design is discussed in detail in Appendix I. 

6. 2. 3 Dynamic Analysis 

A dynamic analysis of the High Resolution Mirror Alternate Design 
for the lateral launch vibration condition was performed to deter- 
mine the natural frequencies and response characteristics (mirror 
stress vs. mirror deflection) of the mirror for various combined 
circular and longitudinal modes of vibration. The results of this 
analysis support AS&E‘s choice of the mirror alternate design 
from a structural point of view. 

The mirror configuration analyzed was a 36 inch diameter, 24 inch 
long beryllium, circular cylindrical shell with a 1/2 inch wall 
thickness. The inner surface of the beryllium shell was con- 
sidered to be lined with fused silica of a few microns thickness. 
The mirror was completely fixed at one end and completely free at 
the other, that is, as a cantilever beam. Section 5.4 describes 
the procedure used in this analysis. 

The lowest natural frequency for the mirror was determined to be 
1058 cps. This value corresponds to a longitudinal mode m = 1 
and a circumferential mode n = 3. The maximum tensile stress 
calculated in the beryllium mirror wall was 783 psi in the axial 
direction at the fixed support. This stress lies well below the 
Precision Elastic Limit (P. E. L. = 2500 psi minimum) of beryllium 
and thus indicates no microyield during exposure to the vibration 
environment. The maximum tensile stress calculated in the fused 
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silica liner was 340 psi. This stress lies well below the 1000 
psi minimum long term allowable tensile stress, and therefore, 
it is concluded that the alternate mirror design configuration is 
structurally adequate to survive the exposure to the HEAO 
Spacecraft dynamic launch environment. 

6.2.4 Support Structure Analysis 

The principal structural support difference between the fused 
silica mirror reference design and the beryllium mirror alternate 
design is that the latter is less dependent upon the inner support 
cylinder for structural rigidity. The glass mirrors, having a 

E 

stiffness ratio (defined as /p) of 133, were supported by an 
inner support cylinder of graphite epoxy composite having a stiff- 
ness ratio of 450. The stiffer inner cylinder reduced the dynamic 
stresses in the mirrors to acceptable levels for glass and reduced 
the focussing error under gravity load. Beryllium has a stiffness 
ratio of 630, which permitted the central support cylinder to be 
made of beryllium since its principal function is to tie the ends 
of the assembly rigidly to the center support plate. 

6. 3 Thermal Analysis 

6. 3. 1 Thermal Configuration of Alternate Design 
The two factors which most influence the thermal configuration 
of the alternate design are the thermal conductivity and thermal 
expansion coefficient of the beryllium mirror material. Conduct- 
ivity is approximately one hundred times greater, and expansion 
coefficient twenty times greater than the corresponding values for 
fused silica. The effect of the high conductivity is to reduce 
greatly the magnitudes of temperature gradients, while the effect 
of the high expansion coefficient is to amplify in importance 
the distortional effects of those gradients which do exist, and 
to complicate the relationship between the focal length mirror 
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assembly and the length of the optical bench. 


6. 3. 2 Axial and Radial Temperature Gradients 
The magnitude of the axial temperature difference associated with 
heat flow through the viewing aperture Is reduced to a negligible 
magnitude by the high conductance of the beryllium assembly. The 
end-to-end temperature difference In the mirror assembly Is about 
0. 1°F for the nominal heat flow of two watts to space. Further- 
more, the heat flow and gradient patterns are entirely axial, the 
direction In which the mirror assembly is least gradient-sensitive. 
This magnitude of axial temperature difference Is Insignificant with 
respect to mirror distortion. It is particularly desirable in this 
case to Insulate the outer periphery of the assembly, both to 
insure that local effects caused by adjacent Items do not upset 
the symmetry of heat flow, and also to minimize the effects of 
possible circumferential gradients. 

6. 3. 3 Circumferential Gradients 

The presence of conditions which would cause circumferential 
gradients as described in Section 5. 6. 1 is of concern with the 
beryllium mirror assembly as well. In this case the higher 
circumferential conductance tends to increase the total heat flow 
through the assembly, and even though the slde-to-side temperature 
difference is attenuated, the greater expansion coefficient of the 
material would cause unacceptably large distortion of the mirror 
figure. Insulation of the outer circumference is therefore a 
necessity, as previously stated. 

6. 3. 4 Temperature Control 

The possibility of an active temperature control requirement 
applies to the alternate design as well as the reference design. 
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The principal reason for this requirement is the potential difficulty 
in maintaining equality of focal distance and mirror focal length. 

The focal length of a beryllium assembly would change by 1. 6 mil 
per degree Fahrenheit or 70 mils over the expected temperature 
range. The optical bench temperature and expansion coefficient 
are greatly constrained by the requirement that the bench length 
must change by the same amount, within the + 4 mil tolerance. 
Further consideration of the spacecraft temperature control scheme 
is beyond the scope of this study; suffice it to note that the inter- 
relationship of control of mirror assembly and optical bench temper- 
ature is much stronger for the alternate design than for the refer- 
ence design. Temperature control of the mirror assembly, if 
required, would present no significant problem because of the 
high thermal conductance of the assembly. 

6. 4 Alignment Procedure 

The alignment procedure for the alternate design is the same as 
that discussed in Section 5. 10 for the reference design, except 
that the steps required to locate the mirrors in their end flanges 
are not required. 

6. 5 Weight and Volume 

The estimated weight of the High Resolution Mirror Assembly 
(alternate design) is 1215 lbs. , with constituent weights as 
follows : 

Weight (lbs) 


Mirrors (10 elements) 746 

Central Support Cylinder 316 

Central Support Ring 49 

Fore and Aft End Rings 104 


Total 1215 

The outer diameter of the mirror assembly is 37. 5 inches, not 
including the diameter of the central support ring which attaches 
to the optical bench. This diameter (approximately 2 inches) 
will be determined when its attachment to the optical bench is 
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defined. The overall length of the mirror assembly is 51 inches. 
Dimension for constituent parts can be found in Figure 6-1. 

6.6 Advantages/Disadvantages of Alternate Design 
The all beryllium alternate design offers two distinct advantages 
over the reference design. First, the beryllium mirrors are inher- 
ently stronger and less fragile than glass, thus there is less risk 
that they would be broken during fabrication or subsequent handling. 
The second advantage is that the mirror assembly, being all of the 
same material, has the same thermal expansion characteristics 
among its constituent parts. The only significant disadvantage, 
and the one which was the overriding factor in choosing the ref- 
erence design, is that the beryllium mirror would provide a some- 
what inferior optical surface. 
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7. 0 SPECIFICATION FOR TEST MIRRORS 


One of the tasks performed in this design study was the preparation 
of a procurement specification and associated drawings for two 
identical test mirrors to be fabricated and tested during Phase B of 
the LOXT Program. The test mirror specification was to include the 
design requirements for the inner paraboloid mirror, thus providing 
the option of using these mirrors in the flight and backup high reso- 
lution mirror assemblies, and thereby reducing overall program costs. 

These two mirrors will be used to demonstrate the mechanical in- 
tegrity of the mirror design, evaluate fabrication techniques and 
surface finish, and establish subcontractor qualifications for 
fabricating the complete set of mirror elements for the flight mirror 
assembly. Thus, the test mirror program will establish the validity 
of the critical areas of the design analysis before entering into the 
fabrication program required to produce the total complement of 
flight mirrors. 

The specification embodying the requirements discussed above, 

AS&E Document S 144-202, Technical Specification for the Inner 
Paraboloid of the LOXT High Resolution X-Ray Telescope Assembly 
is presented in Appendix J. 
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APPENDIX A 

DESIGN PARAMETERS OF PARABOLOID -HYPERBOLOID 


TELESCOPES FOR X-RAY ASTRONOMY 


/ 



Reprinted from APPLIED OPTICS, Vol. 11, page 440, February 1972 
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Design Parameters of Paraboloid-Hyperboloid Telescopes 
for X-ray Astronomy 

L. P. VanSpeybroeck and R. C. Chase 


We have evaluated the principal optical characteristics of paraboloid-hyperboloid x-ray telescopes by a 
ray-tracing procedure; we find that our results for resolution, focal plane curvature, and finite source 
distance effects may be approximated in terms of the design parameters by simple empirical formulas. 


Giacconi and Rossi 1 first discussed the application of 
focusing x-ray optics to astronomy. The highest 
resolution x-ray mirrors presently being used in x-ray 
astronomy consist of two successive concentric figures of 
revolution in which the two generating curves are con- 
centric conic sections having a common focal point. 
These telescopes were first studied systematically by 
Wolter. 2 Giacconi et al. 3 have recently reviewed this 
subject. Mangus and Underwood 4 have previously 
discussed some of the design considerations for these 
telescopes. We have performed a systematic evalua- 
tion of the principal properties of x-ray mirrors such as 
shown in Fig. 1 and called Telescopes of the First Kind 
by Wolter; in this case the x-rays successively strike a 
paraboloid and a hyperboloid which are confocal, 
coaxial, and arranged so that the angular deviations of 
a ray at the two surfaces are additative. These have a 
shorter focal length for a given aperture than the other 
systems considered by Wolter and also have certain 
structural advantages resulting from the fact that the 
optical surfaces intersect. We find that our results for 
resolution, focal plane curvature, effective area, and 
finite source distance effects can be summarized by 
simple empirical formulas that should be useful to those 
considering x-ray telescope experiments. 

Description of the Surface 

The equations for a paraboloid and hyperboloid 
which are coaxial and confocal can be written 

r p 2 = P 2 + 2 PZ + [4 e 2 Pd/(e 2 — 1)] (paraboloid), 

Th 2 = e 2 (d + Z) 2 — Z 2 (hyperboloid). 

In the above equations the origin is at the focus for 
axial rays, Z is the coordinate along the axis of sym- 
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metry, and r is the radius of the surface of Z. The 
common focus is at Z = [ — 2 e 2 d/(e 2 — 1)]. There are 
thus three independent parameters, e, d, and P, which 
describe the surfaces. It is useful, however, to consider 
the surfaces to be determined by three other parame- 
ters, Z 0 , a, and £, which are more easily visualized, and 
are defined as follows: Z„ = the distance from the 
axial ray focus to the intersection plane of the parabo- 
loid and hyperboloid, this is essentially the focal length 
and determines the scale of the optics; a - \ arc- 
tan (r 0 /Z 0 ) = | (a p * + a**), where r 0 is the radius 
of the surfaces at their intersection and a v *, a** are 
the grazing angles between the two surfaces and the 
path of an axial ray that strikes at an infinitesimal dis- 
tance from the intersection. Note that if tan0 P * and 
tan0„* are the slopes of the two surfaces at the inter- 
section, a p * = 0„* a h * = 0 h * — 20,,*, and a = J 
(0s* — 0 P *) ; £ = a,,*/ an* = the ratio of the two graz- 
ing angles for an axial ray striking near the intersection 
of the two surfaces. 

The asterisk is used in this notation to specify values 
of the variables at the intersection plane. 

The original parameters, e, d, and P can then be de- 
termined as follows : 

(a) d p * = [2{/(l + {)](«), 

(b) e h * = (2(1 + 2£)/(l + £)](«), 

(c) P = Zo tan(4a) ta n$ p *, 

(d) d = Zo tan(4a) tan(4a — 0**), 

(e) e = cos(4«) [1 + tan (4a) tan#/,*] . 

Two other parameters, L p and L h , the lengths of 
the paraboloid and hyperboloid sections, are necessary 
to define an actual mirror. We have considered L v 
to be a free design parameter but have constrained L h 
to be just long enough so that axial rays striking the 
front of the paraboloid also strike the back of the hyper- 
boloid. This results in some loss of off-axis rays, 
which will be discussed below. This constraint re- 
sults in the following equation for L h : 




Fig. 1. A representation of the type of paraboloid-hyper- 
boloid telescopes discussed in this paper. The back hyperboloid 
focus is confocal with the paraboloid focus. The front focus of 
the hyperboloid is also the focus of the telescope. 


The summations include only those rays that reach 
the focal plane; ef and are the reflection efficiencies 
for reflection from the paraboloid and hyperboliod, re- 
spectively; A is the geometric area which rays may 
traverse at the front aperture, and N is the number of 
random rays incident on this geometric area; x t and 
y t are the coordinates of the point of intersection of a 
ray with the focal plane. The entries in all the tables 
and graphs of this paper which were calculated by this 
Monte Carlo procedure exhibit the random fluctua- 
tions characteristic of the method. 


Resolution 


A systematic study of many different telescopes re- 
veals that the rms blur circle radius can be described 
quite accurately by a simple empirical relation, 


<TD 


(f + 1) tan 2 ® / L p \ 
10 tana \zj 


+ 4 tan® tan 2 a, 


(2) 


u = p j 

L„ ed + (e - 1 )L„ 1 + (f L r /Z t )‘ (1) 

The geometrical properties of a given telescope and 
source are thus determined by the four free design 
parameters (Z 0 , a, £, L v ) and the angle 6 between the 
incident rays and the optical axis. 

Procedure 

Our principal analytical technique has been a Monte 
Carlo ray-tracing procedure. The input data to the 
computer programs include a geometrical description 
of the telescope, the surface material of the reflecting 
surfaces the wavelength of the incident x-rays, and the 
location of the point source of x-rays. A random posi- 
tion on the telescope front aperture is chosen, and an 
incident rat is required to go through this point. The 
ray is followed until it is reflected onto the focal plane 
properly, or is lost. The surface reflection efficiency 
is calculated by the approximate formulas given by 
Giacconi et alA Additional random rays are traced in 
this way in this way until the desired results are known 
with sufficient accuracy. The results include the tele- 
scope effective area, A„ (fMtl „, and rms blur circle 
radius, for both flat ( a ) and optimally curved (<r 0 ) focal 
surfaces. The formal definitions of these quantities are 
as follows: 

■^effective = A(l/JV)(/o, 

<7 2 = O’* 2 + o-„ 2 , 

o * 2 = (U„/U .) - (Ux/Uo)*, 

and 

U 0 = 

i 

U x — ^ 

X 

Uxx = 


where <j d is expressed in radians. The coefficient of 
the second term was fixed at 4.0 (Ref. 5), and the fac- 
tor of (1/10) is a fit to a selection of points in the region 
defined below: 

(l°/2) < a < (772) 0 < e < 30' 

0.035 < (L p /Zo) < 0.176 
(1/4) < { < 4. 

Out of 200 points used in the fit, only twenty of the 
points differ from the formula by more than 20%, and 
none differs by more than 30%. These deviations may 
be due to our random procedure or, more likely, to the 
presence of additional terms in the expansion of <r D . 

The presence of the second term in the formula is due 
to the fact that Wolter telescopes of this type do not 
exactly satisfy the Abbe sine rule. 2 We have dis- 



Fig. 2. The rms blue circle radius is given as a function of the 
incident angle for one value of (A/Z 0 2 ) and several values of a. 
The solid lines were calculated using Eq. (4) while the points are 
the results of the Monte Carlo ray-tracing procedure. 
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covered that this second term disappears for tele- 
scopes of the Wolter-Schwarzchild variety. 8 These 
latter telescopes are similar to the paraboloid-hyper- 
boloid telescopes but exactly satisfy the Abbe sine con- 
dition. They will be the subject of a later paper. 

The image distribution is quite different for the 
two cases in which one of the two terms dominates: 
When the first term dominates, the image distribution 
in the Gaussian plane is peaked near the center and 
falls off approximately as (1/r) to a maximum radius 
determined by L p ; whereas when the second term 
dominates the image distribution becomes a ring that is 
unpopulated at the center. 

The resolution is seen to be a reasonably slow func- 
tion of the parameter £,- and there are advantages to 
the choice £ — 1, which approximately maximizes the 
collecting area for a given total mirror length or polished 
area, and also maximizes the x-ray reflection efficiencies 
at short wavelengths for a given diameter to focal 
length ratio. In the remainder of this paper we 
usually will set £ = 1, and this value may be assumed 
where no other value is indicated. This also results 
in 8 V « a p « an » a; dj, ~ 3a. 

In stellar x-ray astronomy the most important de- 
sign parameter usually is the telescope collecting area, 
and it is useful to reexpress Eq. (2) in terms of the 
area rather than the segment length. To fix the col- 
lecting area, the scale must be chosen by specifying 
one of the lengths, r 0 , Z 0 , or L v . The geometrical area 
presented to axial rays is then given by 

A = (2 vr a )(L p tana), (3) 

and for small a we can reexpress Eq. (2) as 
/ 1 \ tan 2 # / A \ 

<ro » ( tt - 1 — I — ) + 4 tan# tan 2 a. (4) 

° \40ir / tan 3 a \Z 0 2 J V ’ 

The rms blur circle radius is given as a function of 
the incident angle for one value of ( A / Z 0 2 ) and various 
values of a in Fig. 2. The solid lines were calculated 
using Eq. (4) while the points are the results of the 
Monte Carlo ray-tracing procedure. 

In Figs. 3 and 4 the results of Eq. (4) are plotted as a 
function of the parameter a for various values of 
(A/Z 0 2 ) and two fixed incident angles (8 = 5', 10'). 
The curves exhibit an optimum value of a for a given 
incident angle, area, and focal length. The optimum 
value of a = a + is given by 

tana + = [(3/320 tt) tan# (A/Z 0 *)}K (5) 

Note that a + is fairly insensitive to 8 and ( A/Z a 2 ). 
The results of Eq. (5) for typical values of 8 and (A/ 
Zo 2 ) are plotted in Fig. 5. The optimum value of a is 
about one degree for most practical cases. 

Focal Plane Curvature 

The optimally curved focal plane can be described 
in terms of a parameter, 8(f), which is the axial dis- 
tance of the surface above the normal focal plane at a 
distance r off axis. Empirically, 



Fig. 3. The rms blue circle radius is given as a function of a for 
several values of (A/Z„'). # is fixed at 5'. The curves were 
calculated using Eq. (4). 



Fig. 4. The rms blur circle radius is given as a function of a for 
two values of ( A/Z o*). # is fixed at 10'. The curves were calcu- 
lated using Eq. (4). 



Fig. 5. The optimum value of a is given as a function of # for 
several values of ( A/Zt , *). The curves were calculated using 
Eq. (5). 
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S = 0.055 ({ + l)(r«L»/Zo*)(l/tana)*. (6) 

The accuracy of this formula is roughly the same as 
that of Eqs. (2) and (4). The effect of using a flat 
focal plane is to double the first (tan s 0) term in Eqs. 
(2) and (4). 

Collecting Area 

Figure 6 is a plot of the calculated effective area of a 
typical telescope as a function of X for several values of 
8. The mirror surface is taken to be a nickel alloy, 
kanigen, and is similar to one we have flown on several 
rocket flights. Its descriptive parameters are r 0 = 
11.43 cm, L v = 22.86 cm, and Z 0 = 132.08 cm. The 
surface reflection efficiency as a function of wave- 
length and grazing angle has been taken into account 
using the formalism presented in Ref. (3). The dip 
at about 14 A is due to the L absorption edges of 
nickel. The effective area of this and similar tele- 
scopes can be described very well as the product of 
three factors, 

^effective = (A ) [V (a,6 )] [fl(a,X)] , (7) 

where A is the geometric area, V(a,8) is a vignetting 
factor, R(a,\) is the surface reflection efficiency for the 
particular material used, and X is the wavelength of 
the x-rays. Our ray- tracing studies show that the 
vignetting factor is negligibly dependent upon (L v /Z 0 ). 
Figure 7 is a plot of V(a,8) vs 8 and a\ this result de- 
pends upon our technique for choosing the length of 
the hyperboloid. We find that 

F(«,0) ~ 1 - (2/3)(0/«) (0 < *). (8) 

Finite Distance Effects 

We have studied the effects of placing the point 
source of x-rays at a finite distance from the telescope. 
Tracing rays from this new source location shows that 
the focal plane is shifted from the normal focal plane 
approximately as the simple lens law predicts. That is, 

(1/p) + (1/3) = 1/20, (9) 

where p and q are the axial distances from the central 
plane to the point source and new focal plane, respec- 
tively. Figure 8 shows the dependance of <r D on a, 
( Lp/Zo ), and (p/Z 0 ). These results can be approxi- 
mated by 

aD = 4 (L,/Z») taMZo/p) 2 (10) 

for on-axis point sources. 

There is also a loss of collecting area at finite dis- 
tances which is primarily due to vignetting. Although 
there is also some loss in reflection efficiency ; the latter 
effect is less than might be expected because the graz- 
ing angles at the two surfaces vary in opposite direc- 
tions. Empirically we have found that the loss of 
effective area due to vignetting from finite sources 
goes approximately as 

A(P) « [1 - (5Z 0 /2p)]/[l + (5Z„/2p)]. (11) 



Fig. 6. The effective area of a typical telescope as a function of 
x-ray wavelength, X, for two values of 6. The mirror surface is 
made of a nickel alloy, kanigen. 



Fig. 7. A plot of the vignetting factor, V(a,B), as a function of 0 
for several values of a. 


This formula is accurate to about 2%. Note that 
there is negligible dependence upon either a or L v . 

Nested Surfaces 

Equation (2) shows that <r D increases with L v , so 
that increasing the collecting area by lengthening the 
mirrors results in a loss of resolution. The collecting 
area may be increased without a substantial loss of 
resolution by nesting additional surfaces inside the 
original surface rather than increasing the mirror 
length. The tolerances for adding such additional 
surfaces are determined by the focal plane scale rather 
than by the wavelength since diffraction limited per- 
formance is not expected even from a single surface. 

Our method of designing multiple surface telescopes 
begins with the choice of Z 0 , L v , r 0 , and L h of the largest 
surface. The minimum wall thickness necessary for 


/ 

h 
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structural rigidity is also fixed. Additional surfaces 
are then added with smaller values of r 0 but with the 
same values of Z 0 , L P , and L h . These additional sur- 
faces are chosen to be just small enough to pass all 
axial rays that strike the next larger surface. In 
practice, the limiting condition is that the back of the 
hyperboloid should not interfere with rays striking 
near the intersection plane ( Z = Z 0 ) of the next larger 
surface. Hence, the radii of the inner surfaces are 
determined at Z = Z 0 — L h and not at the central 
plane where Z = Z 0 . We calculate the parameters 
describing the paraboloid and hyperboloid of the smal- 
ler surfaces by means of an iterative computer pro- 
gram. The choice of L h follows the scheme of Eq. 
(1) only for the largest surface. The focal plane curva- 
ture given in Eq. (6) depends upon tan a and therefore 
is different for each mirror of the nested set; the opti- 



Fig. 8. The rms blur circle 
radius is given as a function 
of the finite source distance 
divided by the focal length. 
The results are shown for 
several values of ( L p /Zt , ) 
and a. 



Fig. 9. The rms blur circle radius for a flat focal plane at 6 — 10' 
is given as a function of effective area at 6 = 0 for specific tele- 
scopes. The effect of L p and the number of surfaces are shown. 
Nine points have been calculated, and the lines have been 
sketched in to interpolate approximately. 



Fig. 10. The telescope effective area is given as a function of the 
mirror wall thickness for a three-surface telescope and a five- 
surface telescope. 


mum value of 8 for the assembly will be between the 
• values calculated according to Eq. (6) for the inner 
and outer mirrors. Our programs determine the opti- 
mum focal plane curvature for a nested set of mirrors 
by minimizing the rms radius of the image distribution 
obtained when the entire assembly is uniformly il- 
luminated. 

Figure 9 is an example of the effect of the parameter 
L p and the number of surfaces upon effective area and 
resolution. Nine points have been calculated, and 
the lines have been sketched in to interpolate approxi- 
mately. Figure 10 is an example of the effect of mirror 
wall thickness on effective area for a three-surface 
telescope and a five-surface telescope. The telescope 
parameters for Figs. 9 and 10 are Z 0 = 609.6 cm, r 0 max 
= 44.75 cm, and L 0 = 55.88 cm. The advantages of 
the multiple surface approach are obvious, and the 
ray-tracing results show that no unexpected conse- 
quences of nesting surfaces occur. 


Conclusions 

The empirical formulas of this paper should be ade- 
quate for the preliminary optical design of x-ray tele- 
scopes and associated test facilities. Although not 
demonstrated in this paper, we have found that the 
ray-tracing techniques used in the present study are 
useful for determining the properties of particular de- 
signs and evaluating the effects of finite tolerances and 
mechanical deformations upon their performance. 

Many people at AS&E have contributed to the 
development of x-ray telescope technology. The con- 
tributions of Ricardo Giacconi and Bruno Rossi, who 
first suggested these telescopes for astronomical use, 
G. Yaiana, H. Gursky, W. Reidy, and T. Zehnpfennig 
have been particularly important. This work has 
been partially supported by NASA contract NAS8- 
24385. 
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COMPUTER SOLUTION: LOXT HIGH RESOLUTION MIRROR 
DISTORTION UNDER GRAVITY LOAD 


A computer solution of the subject problem was obtained employ- 
ing Avco Computer Program #2222, which is a version of the MIT 
developed SABOR III computer code. The configuration analyzed 
is defined as a thirty-six inch diameter, twenty-four inch long, 
hollow circular cylinder with a one-half inch wall thickness 
constructed from fused silica. The cylinder is supported at both 
ends by pinned connections around its entire perimeter. The 
pinned connections lie within a rigid (fixed) plane. The maximum 

mirror wall radial distortion was found to occur at mid length - its 

_ 6 

magnitude being 4. 8 x 10 inches. The maximum mirror wall 
angular distortion occurred at the mirror ends - its magnitude 
being 0. 27 arc-seconds. The LOXT High Resolution Mirror con- 
figuration and the gravity distortions are shown on the attachment 
in Figure 1 and Table 1 respectively. 

The SABOR III computer output describes the mirror surface dis- 
tortions at any point around the circumference at a particular 
mirror meridian station in terms of the product of a Fourier 
coefficient and a simple trigonometric function sin or cos 0 . 
Since the output specifies K at discrete points (stations) along 
the mirror length, it would then seem as though a curve fitting 
routine could be employed to relate mirror station length x with the 
distortion Fourier coefficient in order that a general equation 
for the distorted mirror surface could be written. The results of 
this work then would be incorporated in the ray tracing program in 
current use at AS&E. Details of the analysis performed are given 
on the following pages. 
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Table I 



2 

3 

4 

5 

6 


Fourier Coefficients 

w 

V 

u 

e 




-4 

0 

0 

0 

-. 013 x 10 

-4 

-5 

-6 

1 -5 

-. 025 x 10 

.074 x 10 

. 042 x 10 

-. 097 x 10 

-4 

-4 

-6 

_c 

-.038 x 10 

.013 x 10 

.07 x 10 

-. 046 x 10 

-4 

-4 

-6 


-. 043 x 10 

. 019 x 10 

. 078 x 10 

-. 019 x 10 

-4 

-4 

-6 

-6 

-. 046 x 10 

.022 x 10 

. 064 x 10 

-. 096 x 10 

-4 

-4 

-6 

, -6 

-.047 x 10 

. 024 x 10 

. 036 x 10 

-. 048 x 10 

-4 

, -4 



-.048 x 10 

.026 x 10 

i 

0 

0 


— A 

Maximum radial displacement w = K w cos ft - 4.8x10 inches 
@ x = — = 12 inches ( node 7 ) 

Maximum angular rotation cos ft = ,27^@ x =0, 

1 = 0, 24 inches (nodes 1, 13). 


* 

Values for only nodes 1-7 are given because of symmetry. 
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Computer Solution - High Resolution Mirror Distortion Under Gravity Load 

The mirror configuration analyzed for a 1 g load condition is shown in Figure 1 
below. The configuration represents a cylindrical mirror bonded at each end 
to the flange of a support plate in such a manner as to allow meridional rotation 
( {3 ) of the shell elements at the boundaries (x = 0, 1) but no translation 
(w, v, u = 0 ). The following constants were applied to the configuration 
analysis: 


Material Properties 
(Fused Silica) 

Geometric Properties 

E = 10,5 x 10 6 psi 

d = 36 inches 

V = -14 

t = 0.5 inches 

3 

^ = .079 lbs/inch 

1 = 24 inches 



"0 


w, v, u = o, g \ 0 a)x = 0, 1 


(a) 


Figure 1 



q. = d rrp t 

P = p t 
(b) 


w, v and u are the respective radial, tangential and axial displacements of 
any point on the mirror surface. £ is the angular displacement of the mirror 
meridian about the tangent v. The sign convention is positive as shown in 
Figure 1 (b). 
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The mirror was configured to the SABOR III program as shown below in 
Figure 2. 


I 

t 


Figure 2 

The results of the analysis are given in Table I in the form of Fourier 
coefficients for each nodal point (1 - 13 ). The method of converting the 
values to displacements and rotations is as follows: 

= K w x cos 

= K v x sin 

- x cos $ 




rotation 
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LOXT HIGH RESOLUTION MIRROR DYNAMIC ANALYSIS 



CONTENTS 


I Results and Conclusions 

II Construction of the Finite Element Model 

III Natural Frequency Analysis for Three Configurations 

IV Stress Analysis Based on Extreme Random Vibration 

Response Deformation 

V References 
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LOXT High Resolution Mirror Dynamic Analysis 

A finite element dynamic analysis has been performed which 
determines the frequency and response characteristics of three 
cylindrical mirror configurations constructed from fused silica. 

The three mirror configurations analyzed were as follows: 

Case 1) A 36 inch diameter, 24 inch long hollow 

circular cylinder with a one half inch wall 
simply supported at both ends. (Reference 
Design) 

Case 2) A 36 inch diameter, 24 inch long hollow 

circular cylinder with a one inch wall fully 
fixed at both ends. 

Case 3) A 36 inch diameter, 36 inch long hollow 
circular cylinder with a three quarter inch 
wall simply supported at both ends. 

I. Results and Conclusions 

The minimum natural frequencies associated with these three cases 
were 702 cps, 1024 cps, and 583 cps respectively. These eigen- 
values represent circumferential bending and are characteristic 

of short shells ( Length ^ J. 

( Radius ~ ' ) 

When these three configurations were subjected to the HEAO 
random vibration requirement of Reference (3) the peak shell 
stresses generated were below 800 psi. The stress level obtained 
is based on a 3 sigma level of random vibration. The design 
allowable stress chosen for the fused silica mirror configurations 
analyzed is 1000 psi (tensile stress). It is therefore concluded 

that each of the mirror configurations meets the random vibration 
requirements of Reference (3). 
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TYPICAL STRUCTURAL MASS MATRIX 
n = 0 t = 1 " 1 = 24" 


W( 0C1 ,CC1 ) 3. 06041 39D-C2 (CC1,GC5) 7.651034 70-03 

(002,002 ) 2 • 0 6 C 4 13 90- 0 2 (002 ,006) 7 • 6 5 1 C34 7D - 03 

(003.002) 2.4101 75 5C-02 (003,007 ) 5 .902 2268D- 03 

(003,008) -2. 841 8129D-03 

(004.004) 2.49761590-03 (004,007) 2.84181290-03 

(004.003) -1 .21 16060D-03 

(005.005) 2. 0604 1380-02 (005,009) 7.651 G347D-03 

(006.006) 2 .06041390-02 (006,010) 7 . 6 5 1 C3470- 03 

(007.007) 2. 4 1 C1755C- 02 (007,011) 5 . 902 22 6 80- 03 

(007.012) -2.84181290-03 

• (008,008) 2.49761590-03 (008,011) 2 . 84 1 8129D- 03 

* (003,012) -1.21160600-03 

.■ ( 009,009) 2. 06041390-02 (009,013 ) 7 . 6 51 034 7D- 03 

■ (010,010) 2.06C41390-02 (010,014) 7 .6 51 034 70- 03 

! (011,011) 2. 1 1017550-02 (011,015) 5 . 902 22 68D- 03 

> (011,016) -2.8418129 C- 03 

■ (012,012) 2.49761590-03 (012,015) 2.84181290-03 

> (012,016) -1.21160600-03 

* (013,013) 2 • C604 1390-02 ( 013,01 7 ) 7 .6 5 1 C 3470-0 3 

• (014,014) 2 .06041390-02 (014,018) 7 . 6 5 1 C 3470- 03 

. (015,015) 2.41017550-02 (015,019) 5.40222680-03 

( 0 18,020 ) -2.84 1612 9C-C3 

(016.016) 2.49761590-03 (016,019) 2 . 64 1 ei29D-03 

(016.020) - ] . 21160600-03 

(017.017) 2. 06041390-02 (017,021) 7 . 6 5 1 C 3470- 03 

(013.013) 2. C6C4139D-02 (018,022) 7.65 10347D-03 

( 019,0 19 ) 2. 41017550-02 ( 019,022 ) 5 .902226-8D-C3 

( 019,024) -2.841812 9C-0 3 

(020.020) 2. 49761590-03 (020,023) 2.84181290-03 

(020.024) - ]. 3116C60D-03 

(021.021) 2.06C4139D-02 (021,025) 7.65103470-03 

(022.022) 2. 06041390-02 (022,026) 7 . 6 5 1 0347D- 03 

(023.022) 2. 41017550-02 (023,027) 5 . 90 2 226 8D-03 

(023.028) -2.84181290-03 

(024.024) 2. 49761590-03 (024,027) 2.84181290-03 

(024.028) -1.21 160600-03 

(025.025) 2 .06041390-02 (025,029) 7.65103470-03 

(026,026 ) 2 • C6G4 1 390-02 ( 026,020 ) 7 .6 5 1C347D-03 

( C 2 7,027 ) 2.41017550-02 (027,031 ) 5.90222680-03 

(027.022) -2.8418129 D- 03 

(028,028 ) 3.45761 59D-03 ( 028,02 1) 2 . 8 4 1 8 12 90- 03 

(023.022) -1. 21 1606CD-03 

(029,029 ) 2 • G6C 4 1 3 90- 0 2 ( 029,033 ) 7 .6 5 1 0347D- 03 

(030.030) 2.06041390-02 (030,034) 7 .6 5 1 C3470- 03 

(031.031) 3.41Q1755G-02 (031,035) 5 .5022268D-03 

(021,036) -2. 64 18129C-03 


c-% 




( 032,032 ) 
(032,036 ) 
(033,033 > 

( 034 .034 ) 

( 035.035 ) 
( 035 , 040 ) 

(036.036) 
( C 36 , 040 ) 
(037,03/) 
( 038,038 ) 
(039,035 > 
(039,044) 
( 040, 040 ) 
( 040 , G4 4 ) 


(041,041 ) 

\ (042,042) 
j (04 3,04 3 ) 

! ( 04 4? 04 4 -)- 


3.45 7 615 50-03 ( 032 ,035 ) 

1.31160600-03 
3.06041350-02 (033,037) 
3. C6C4 1390-02 (034,038) 
3.4101 75 50-02 (035,039) 
2. 84 161.290-03 
3.45761550-03 (036,039) 

1.31160600-03 
3 cG6 G4 13 90-02 (037,041 ) 
3 • C 6C4 1 3 9 0-02 ( 038 ,042 ) 
3 .4101755 0-02 (039,043) 
2.64161290-03 
3.45761550-03 (040,043) 

1. 31160600-03 


2.641612 9D— 03 

7.6 51 C3470— 03 
7.651 034 7D- 03 
5.50222680-03 

2.8416 129D- 03 

7. 651034 7D-C3 
7.651 0347D— 03 
5 • 902 2268D- 03 

2.841 61290-03 


3 • 06C413 50-02 
3 .0604 1390-02 
3.41C1755C-02 
3-. 4 5 761 5 50- 0 3 



0 


K(GG1 
<001,004 ) 

: (001,007 > 

< 002,002 ) 

( CC3 ,00 3 ) 

( 00 3,00 5 ) 

< 003,008 ) 
(004,004 1 
( 004,007 ) 

: (005,005 l 
(005,008) 
(005,011 ) 

( 006,006 ) 

< 007,007 > 
(007,005 ) 

! (007,012) 

| (008,008 ) 
(008,011 ) 

( 009,005 ) 

( 009.012) 

( CT09,015 > 
( 010,010 > 
( 011,011 ) 

( 011 . 013 ) 

( 011,016 ) 
( 012,012 ) 

(012.015) 
(013,012) 

(013.016) 

(013.019) 
(014,014 ) 

( 015,015 ) 

(015.017) 

: (015,020) 

(016,016 ) 

( 016,019 ) 

(017.017) 

(017.020) 

(017.023) 

(018.018 ) 
(019,019 ) 

j (019,021 > 

< (019,024) 

( 020 . 020 ) 

( 020.023 ) 
( 021 , 021 ) 

(021.024) 
(02 1,0 27) 

( 022 , 022 ) 
(023,023) 

(023.025) 
(0 23,02 8) 


TYPICAL STRUCTURAL STIFFNESS MATRIX 
n = 0 t =1" l = 24" 



x = 0, l 


CCl) 1 . 1 991 5 0 1 DO 09 (CC 1,003) -3. 72 5 2 5 C3 0-09 
2* 14031050606 (001,005) -5. 5957507D6C8 
4 . 710466 3D6C6 (001 ,008 ) 1 . 570 1 554D 0 C 6 

5 • 16 1 7 58206 C 8 ( 002,006 ) -2. 580 6751D6C8 
2. 05297930608 (003,004) 6 • 7 05 5 22 5D-C 8 

4. 71046630606 (003,007) -1 . 4892274D6C8 
1.49*26240608 

4.C025214C6C8 (004,005) 1 . 5701554D6C6 

1.49*2 62 4D6C8 (004,008) 9. 5 713364D607 

1.19915010609 (005,007) - 3 • 72 5 2 9C3D- C9 
3. 1403109D6C6 (005,009) - 5 . 55 57 50 7D6 C 8 
* .710466 3D606 (005,012) 1 . 5701554D6C6 

5. 1617582D6C8 (006,010) -2.58067910608 
3.05 35 793 D6G 8 (007,008) 6. 7055225D-C 8 

*.710466 30606 (007 ,011) - 1 . 4 8 9 22740 6 C 8 
1. 4542(240608 

4.CG29214C6C8 (008,009) 1 . 570 1 5 54D 6C6 

1.49*26240608 (008,012) 9 . 57 133 94D607 

1. 1991501D6C9 (009,011) -3 • 7252 903D-C 9 
3. 14031G9D606 ( 009,012 ) - 5 • 99 57 5C 7D6 C 8 
*.71046630606 (009,016) 1.57015540606 

5.1 617582 D 6 08 (010,014) -2. 580 6791D6C 8 
2.05397930608 ( 011 ,012) 6. 70 5 522 5D- 08 

4.71C4663C606 (011,015) - 1 . 48922 740 6 C 8 
1 • 49* 26240608 

*.00252140608 (012,013) 1 . 57C155406C6 

1.4942624C6C8 (012,016) 9. 5 7 133 94D6 C7 

1,1991 50 1 D609 ( 013 ,015 ) -3 . 725 2 S03D- 09 
•2. 14C3109D606 ( 013,017) -5.95575070608 
4 • 7104663C606 (013,020) 1 . 5 70 1 5540 6 C6 

5.16175820608 ( 014,01 8) -2 . 5 € C 6 7 5 ID 6 0 8 
3,0 529753 D6G8 (015,016) 6 . 70 5 522 50- C 8 

*.71046630606 (015,019) -1 . 4 8922 7406 C 8 
1.4542624D608 

4 .002921 4060 8 (016,017 ) 1 . 570 1554D6C6 

■1.45*26240608 (016,020) 9.57133940607 

1.1591 50 1D609 (017,019) -3 . 725 2903D-09 
■2 • 140310 90606 (017,021 ) - 5. 5 5 5 7 5 C 7D6 08 
•4.71C466 30606 (017,024) 1 . 5701554D6C6 

5.16175820608 (018,022) -2 • 58C 6 7 9106 0 8 

2. 05 3 5 79 3 0608 (019,020) 6 . 70 5 5 22 50- C 8 

*.71046630606 (019,023) -1 .4892274D6C 8 
1.45*26240608 

4*002521 40608 (020,021) 1.57015540606 

-1.49426240608 (020,024) 9 . 5 713394D6 C7 

1.15515010609 (021,023) - 3 . 72 5 2903D- 09 
2. 14031C9D606 (021 ,025 ) - 5 . 5 5 5 7 5C7D 60 8 
-4. 7 10466 306 06 ( 021,028) 1 . 570 1 5 54D 6 Cfc 

5.16175820608 (022,026) -2 . 58C 879106C 8 

3 .05357930608 (C23,024) 6.705 522 5D-C 8 

4.71046630606 (023,027) -1.48922740608 
1.45*26240608 


C-/0 



k 


(024,024) *:.CC28214C£Ca 

(024,027) -1 .48*26240£C8 
( C 2 5 * 0 25 ) 1. 19815010609 

( C25 *023 ) - 3 • 1 40 3 10 90£06 
( C 2 5 * C3 1 ) -4.71046630£06 

(026.026) 5 • 16 1 7582D£C 8 

(027.027) ; • 05 39793D£C 8 


(027.028) 4.71C4663C£06 

(027.032) 1.48426240008 

( C2 8 , C 23 ) 4.0G29214C£C3 

(023,031 ) - 1 .48426240008 

( 029.029) 1.18815010008 

(029.032) -2. 140310 80006 

(029,035) -4.71046630006 

* (030,030 ) 5. 1617 582COC8 

« (031,031) 2.053978 3C008 

■ ( 03 1,033 ) 4.710466 30006 

> (031,036) 1.48426240008 

* (032,032) 4.CC28214COC8 

K (032,035) -1.48426240008 

> (033,033) 1.18815010009 

» (033,036) -2.14031080006 

* (033,039) -4.71046630006 

* (034,034) 5.16175820000 

* (035,035) 2 .05 39783D008 

* (035,037) 4 ,71046630006 

* (035,040) 1.48426240008 

* (036,036) 4.002 9 214 DO 08 

* ( 036,039) - 1 .48426240008 

* ( 037,037) 1 .188 15010008 

* (037,040) -2.1403 1080006 

* (037,043) -4 . 71 C4663C006 

* (033,038) 5.1617582D008 

* (039,039) 2.0539 79 3 DOGS 

* (039,041) 4.71046630006 

* ( 039,044 ) 1 .49 4 2 62 4 DO 08 

o ( 040,040) 4.C02921 4000 8 

_» (040,043) -1.49426240008 
f (041,041) 1.19815010009 

» (041,044 ) -3. 14031 08 DO 06 
c (042,042) 5.16175820008 

* (043,043) 3.C529783D0C8 

> (044,044) 4.00282140003 


( 024,0 2 5 ) 1 . 57015540006 

( 024,028 ) 9.97133 9406 07 

(025,027) . -3.72 5 2903D-C9 

(025,029) -5.885750 70 0C8 

(025,032) 1. 5701554D0C6 

( 026,030) -2 . 58C 6791D0C8 
( 027,028) 6.705 522 5D-C 6 


(027.031) -1 .48922 74D0C8 

(028,029) 1 . 57C1554D0C6 

( 028,032) 9,87 1 33 94D0 C 7 

(029.031) -3.72529C3D-C9 

(029.033) -5.99575 C7D£C8 

(029.036) 1.57C1554D£06 

(030.034) -2.580678 ID £C8 

(031.032) 6. 70552250-08 
( 031,035 ) -1 .4692274D6C8 

(032 ,033 ) 1.570 1 5540 GO 6 

( 032,036) 9.87133 940 & C 7 

(033.035) -3.7252903D-C9 
( 033,037 ) -5.995750 70 £.08 

(033.040) 1 . 5701554D0C6 

(034,038) -2.58067910 £08 
( 035,036 ) 6.705 5 22 50- C 8 

(035,039 ) -1 • 4E922 74D£C 8 

(036.037) 1. 5701554D£C6 

( 036,040) 9.87133 940 £ 0 7 

(C37,C39) -3. 72529030-09 

(037.041) -5.9957 50 70 £08 

(037,044) 1. 5701554D£C6 

(038.042) -2. 5806791D£C8 

(039.040) 6.705522 50 -C8 

(039.043) -1 .489227400C8 

(040.041) 1. 5701554D£C6 

(040.044) 9.97133 94D£ C 7 
( 041,043 ) - 3 • 72 5 28C3D- 0 9 


( 043 ,044 ) 6.7C5 5225D-C8 


C-ll 
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77/ /E. EH' r~H *- fi er^oeyo/ Pbfl -this case. 

/S -5“ 8 3 Cps . 7~H/3T CoaREs?*o^2iS To 7 ~WE ^0*4? 
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LOADS ARE 


E/Gr£NMLU£<S 
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, l> 

£~ o.so 

J?-- 

■■ 1 
24 L 

> 

u-e 

c*r 

• *V 

)> 

o 

<0 

o, Sl 

(<** ~ I s ) 

f . 

f X 


«a 

*4- 

r\ -o 

2o + | 

"Xofeo 



24So 

V>i l 

i <ozn 

lS>lo 


2.150 

*480 

n - 2. 

\*icH 

1 755 


2o1 O 

Z46o 

V'. - i 

S8^ 

l52o 


|37o 

2420 

*n ~ 4- 

133 

>335 


180.5 

24 /O 

n 

10 2- 

1 Z4o 


IftiS 

2.420 

^ =. (o 

l n 2» 

Ufo 


1630 

2 4 6o 

w - n 

333 

1350 


ISIS 

26 00 

* * 8 

HS5 

1 5" 2o 


ZobS 

2TSo 

r\ - 3 

l4-3o 

I Kco 


22 80 

2.3(e O 

V\ - 1 o 

ll4-o 

2oSo 


2.550 

32.2.0 


KS P 
j&etTi 


c-n 
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TITLE: 


DWG. NO. 


LOADS ARE 



EJCrEN VALUES 


ANAL. BY 


DATE 


CHKD. BY 


~t~l. OO 

C 4, 


n-.o 

7on<* 

o - » 

1 (*n 8 

V~> - i 

\z foS 

n - i 

l ofo 

n- v 4 

Jol-4- 

nr 1 ! 

1122 

n c G» 

1456. 

v»n 7 

1844- 

n - S 

2317 

nr3 

28<*5 

n r io 

3+04- 


£ = 2.4 


2311 


2242 
lo8 5 
I 3 SS 
IS>Z 3 
2 o 34 
nto 
2 <«o© 
3»4o 
35So 

4lto 


f =o 

W- 


2 . 32)5 


Z2>nn 

2 2>^4 
22 >nt, 
3o44- 

3 I S>o 
34 30 
3^50 

4 H o 

4 So 
52S o 


4 - 

3 !3o 


c 3 jD 








• •04 0® 
*••4 



(rmz 



/ 

Vz 


■h 

4 

'rv -r o 

1782. 

2o3i 

2oS| 

£e>86> 

n-. t 

)2.lo 

IBTo 

2o2o 

22.10 

v\ rl 

8 3) 

1450 

I&IS 

2110 

v. = 3 

k 1 4- 

1 155 

)(. IS 

Zo3o 

Vi=. 4- 

583 

to 

142)4- 

1 3 &o 

^ z sr 

7 \\ 

lo 5o 

< 4e>5 

'i.O | o 

n r 6> 

3 4fe 

122.0 

/£> 2.0 

Z)3o 


*r vor-fc 

MWhovic, 

/3/S/ZL.V S >S 

T£‘#s*i*/ATCb 


(3D *"> = Co 

SM>c£ 

fZAE<3oeAK.l&S 

yCb/i n ^a> 


/?*£ o aj THE 


C-l\ 



I-MN 



PARA. NO. 


LOADS ARE 


ST*ESJ 

PoA/aCWTI 0 a 7 

vi&fcAno^ . 


/QfjAL.'i’&ts ease. 
Co^P/G-i/AATlOA/ 


zw fxTieeME. 




TH£ 


STRESS' 


& AJD S I S 


SHEUL 


OAS 


HeSOUTA^T- 

S.A'h.dK X 


CA/eR|£Lt> 
Co£.P*MC_i EaJT 


Q 


US MAS- 


7 ->V£ Cv'Z_M>£>ftiCAL. 
rv*e stress 


Ti->£-S£- 


ST/?A ICr H T~ 

Re^oCTn^rs /rr 


aAa,T/€.» C£T 

^i/^-nei cesr 


Co aaPo’TWTTOa^ 
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APPENDIX D 


OPTICAL BENCH ANALYSIS 



1. 0 INTRODUCTION 

The objective of this analysis was to determine conceptually, with 
as much emphasis on actual design as time allowed, the optimum 
structural and mounting configuration for the LOXT based on static, 
dynamic and optical alignment criteria for the telescope and 
optical bench. 

The analysis consists of the following three sections: 

(1) Dynamic Requirements 

(2) Bench Analysis 

(3) Mirror Requirements (LOXT High Resolution Cylindrical) 

The section on Dynamic Requirements summarizes the dynamic and 
static load requirements based on program specifications relating 
to thrust loading, sinusoidal vibration and random vibration. 

The Bench Analysis section discusses three possible optical bench 
configurations. The structural material considered is graphite epoxy 
composite, which will minimize thermal dimensional changes because 
of its extremely low coefficient of thermal expansion. 

The three configurations examined were: 

(1) a single 90" diameter tube of various thicknesses 

(2) two 45" diameter tubes of various thicknesses 

(3) a longeron/truss configuration 

The section on Mirror Requirements discusses the fragility level 
of the high resolution mirror assembly as a function of the input 
power spectral density vibrations. 
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2. 0 DYNAMIC REQUIREMENTS 

This section deals with the basic dynamic and static requirements 
as called out below, based on the specifications of the HEAO 
Experiment Developer's Handbook. The implications of these environ 
ments on the design of the single degree of freedom isolated optical 
bench are presented in order to assess the need of providing a 
total optical bench vibration isolation system. 


The effects of these dynamic and static environments on the non- 
isolated bench structure, i. e. hard mounted, are discussed in 
section 3. 0. 


The vibration environments considered in the analyses are as 
follows: 


Sinusoidal Vibration 


1. 0 - 3. 2 cps 
3. 2-10 cps 
10 - 14 cps 
14 - 50 cps 


3. 0" D. A. 
1. 5 g's 
. 3 " D. A. 
3. 0 g's 


Random Vibration 


20 - 150 cps 
150 - 300 cps 
300 - lOOOcps 
1000 - 2000cps 


+3db/<^ctave slope 
0. 15 g /cps 
-3db/octave slope 
-9db/octave slope 


(10. 3 g rms - overall) 


These environments are described graphically in Figures 2-1 and 

2 - 2 . 


With regard to steady-state accelerations, the HEAO Experiment 
Developer's Handbook calls for 9 g’s in all directions for sub- 
system components, after listing launch loads as 6 g's axial and 
1. 5 g's lateral with a safety factor of 1. 5. It is assumed that the 
steady-state acceleration for subsystem was specified in this 
way in order to allow subsystem design flexibility with regard to 
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mounting arrangements within the spacecraft. The functional re- 
quirements of the LOXT, however, dictate that the optical bench 
and the High Resolution Mirror be orientated in the spacecraft In 
a particular way; thus, designing for 9 g, steady-state, lateral 
acceleration could result in over design. In order to avoid con- 
fusion, the studies considered the effects of both 9 g and 2. 25 g 
lateral loads. 

The meaning of these Inputs can really only be assessed In terms 
of the natural frequency of a responding system. Section 3. 0 7 the 
"Bench Analysis" portion of this report, deals with the dynamic 
responses of a solidly tied down optical bench design, and this 
portion will be concerned with the general parameters governing 
the response of a low frequency vibration isolation system should 
this be required. 

For the present, the need for an isolation system will not be 
considered. This will be evaluated based on 

a) Mirror Fragility Requirements 

b) Resonant Frequency of Support Structure or Bench. 


On the assumption of completely rigid body supporting hardware, 

the Input sinusoidal displacement from 1-50 cps will be exactly 

as noted on the ordinate of Figure 2-1 . The motion from a 9 g 

sustained load will be zero and the displacement resulting from 

2 

a flat power spectral density of . 15g /cps from 20 - (the worst 
case of Figure 2-2) can be evaluated from: 


DISPL. RMS = 31. 86xPSD x (t~- 

V V 


Where „ 

PSD = . 15g /cps (flat from 20 to 1500cps) 
fl =20 cps 
f2 = 1500 
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DISPL. RMS = 0. 024 inches 

DISPL. PEAK = 0.072 inches (3 SIGMA) 

Based on the flat spectrum assumption, these displacements are 
not particularly severe. 

Similarly, the g levels for the sinusoidal inputs are low - 3 g's 
maximum. The sustained static load, 9 g's and the rms random, 
10. 3 g's or 30. 9 g's, peak over the 20-2000 cps. It should be 
noted that in the low frequency range, 1-30 cps, hardware tends 
to be "displacement sensitive" rather than 'g' sensitive. In other 
words, low g-levels may still have large relative deflections with 
high associated stresses, or other detrimental effects relating to 
relative motions. Thus, in considering the performance of a 
vibration isolation system, the natural frequency becomes very 
important. The equation of motion for a single degree of freedom 
linear system is a second order differential equation of the form: 
MX + CX + KX = 0 

Where 

lb 2 

M is the mass of the vibrating body in - 

X is the displacement, in inches 

C is the damping coefficient, in — ~ S — 

in. 

lb 

K is the spring constant in — 

in 

The natural frequency of the system is simply: 



Where f is the natural frequency in cps. 

For a given system mass, selection of a spring constant establishes 
the system natural frequency and selection of the damping co- 
efficient establishes the maximum resonant amplification. These 

parameters fix the characteristics of the vibration isolation 
system. 
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For purposes of this discussion the resonant amplification has been 
taken as 4, and the percent of critical damping equivalent to C/C 

c 

= 12. 5%. This is consistent with some of the more highly damped 
elastomeric compounds used to fabricate isolators. 

Once a resonant frequency for an isolator has been selected, and 
resonant amplifications determined, response conditons can be 
calculated and plotted. 


Steady state g-loads cause such systems to deflect in a manner 
which is inversely proportional to the square of the resonant 
frequency as follows: 

6s _ g, * ,,3 8 6_ 

6S ' (2 TTf )2 

a 


Where: 

s is the deflection in inches: 
g is the loading, in "g's" 

For example, consider just the static deflection of a 10 cps 
resonant system - 


= 386 = . 097" 

f = 10 6S (2tt x 10)2 

n 

The same system subjected to 9 g's would deflect 9 times as much, 
or . 88" 

What this means in a practical sense is that allowance must be 
made for this type of motion in all directions; based on 9 g's and 
whatever the natural frequency of the vibration isolation system 
that is selected. Plots of deflection vs. natural frequency for 
various "g" loadings are presented in Figure 2-3. 


In similar fashion, the sinusoidal and random vibration inputs to 
a particular resonant frequency that result in motions (and loads) 
at resonance which are a function of the damping characteristics, 
or resonant transmissibility of the system. In general, for pure 
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viscous damping, the approximate relationship between resonant 

transmissibility, Tr, and viscous damping, C/C , is: 

c 

T -i- 

r = 2C/C 
c 

Where C/C is percent of critical damping and C = 2 "Skm 
c c 

When designing an isolation system, one of the prime considera- 
tions is resonant transmissibility or the amplification at the 
isolator natural frequency. It is obvious that one would not 
knowingly use a system which would incur large amplitudes during 
vibration excitation. 

Some typical properties are as follows: 

Metallic Springs 

Such springs, without externally applied damping, can evidence 
resonant amplifications in the order of 10-50:1 and are only used 
either with external dampers (friction or viscous), or when no 
excitation at resonance is anticipated. 

Natural Rubber Compounds 

The inherent approximate viscous damping of natural rubber limits 
resonant amplifications to 7-10:1 
Neoprene Compounds 

These are slightly better than natural rubber, evidencing ampli- 
fications in the order of 5-8:1 
Silicone or 'High Damped 1 Compounds 

These are the "newer generation" of elastomers and can be made 
to limit resonant amplifications to values of 2-5:1. They also 
possess excellent temperature vs. modulus characteristics over 
a very broad range. Silicones, however, do exhibit outgassing 
and this must be evaluated for the particular compounds used, in 
the light of the specification requirements. 

As a final note, there are other approaches to vibration isolation 
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which control resonant transmissibilities, such as application 
of external friction, viscous dampers, the use of air springs, 
a servo -controlled pneumatic or hydraulic system. All such 
approaches are costly, large, and present problems in application 
to three orthogonal axes. As such, these have been deemed 
inappropriate for LOXT configurations. Should an isolation system 
be required, initial thinking would be to limit the resonant 
amplification to a level of 4:1, by using one of the higher damped 
elastomers, such as silicone, if possible. 

Motions based on a resonant transmissibility of 4:1 will now be 
examined. Obviously, the sinusoidal inputs of Figure 2-1, up to 
50 cps, will be multiplied by 4 at resonance, which will result in 
4 times the displacement or acceleration at the particular resonant 
frequency. Figure 2-4 shows a plot of the maximum displacement 
vs. natural frequency of Isolation system (Curve 1) for sinusoidal 
conditions up to 50 cps. 

In a similar fashion, the random input results in an rms/peak 
displacement above 2 0 cps, which can be approximately calculat- 
ed as follows: 

75. 2 x PSD 

rms C/C x f 3 
c n 

Where: 

PSD = power spectral density at the particular resonant 

frequently of the isolation system selected, but assumes 

2 

a completely flat spectrum at that value of g /cps. Since 
the spectrum is shaped sloping upward between 20-150 cps, 
the answers are only approximate. 

Since the displacements thus calculated are random-rms, a good 
value for expected peaks is 3 sigma or 3x the rms response. 

Curve 2 of Figure 2-4 is a plot of these 3 sigma responses, from 
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20-100 cps, based on the power spectral density levels at 
corresponding frequencies of Figure 2-2. 

Figure 2-4, curve 3, plots the 9g condition of steady-state 
acceleration, the same as that of Figure 2-3. Figure 2-4a is a 
repeat of Figure 2-4; but with a 2. 25 g sustained loading instead 
of 9 g's. 

It is obvious that if these environments are realistic, and if all 
three occurred simultaneously, a super position of resulting 
displacements could occur. Curve 4 of Figures 2-4 and 2 -4a 
superimposes the sinusoidal, random, and 9g steady-state 
deflections based on Tr = 4, over the applicable frequency ranges. 
Curve 5 of Figure 2-4 superimposes only the random and sinusoidal 
conditions from 2 0-50cps. 

It is apparent that if an isolation system is employed, the character- 
istics of the launch sequence and trajectory would be vital to the 
design of the system. For example, if a 10 cps isolation system 
were employed, a total displacement (single amplitude) at the 
9g-plus -sinusoidal loading condition of 1. 5 inches would result. 
(Refer to curve 4 of Figure 4-4). This fact would mean that about 
1. 5" of relative motion would occur between the spacecraft and the 
optical bench, assuming this was the structure being vibration 
isolated. It is probably obvious, however, that the benefits of 
vibration isolation occur at 1. 414 x the resonant frequency and 
increases with forcing frequency. Resonant conditions occur over 
a small frequency range, but must be considered to be the "price* 
paid" for the "benefits" received. 

A second general consideration is the loading effects, or trans- 
mitted loads, resulting from the sustained 9g and 2. 25g's and 
vibratory environments. For these considerations, a total weight 


D-12 



b( SPL M BJU T ~ 

SINGLE fiHPLi’roOE' 
D /foChlzS 



0 / 0 ) 



of experiment = 11, 000 lbs. will be used. For rigid body solid tie 
down conditions the maximum loads are as follows: 

9 x 11, 000 = 99, 000 lbs. static 

3 x 11, 000 = 33, 000 lbs. sin. vib (s. amp) 

3 x 10. 3 x 11, 000 = 339, 000 lbs, random-3 sigma 

471, 000 lbs. 

If all of the conditions occurred simultaneously, an Instantaneous 
total loading of 471, 000 lbs. could theoretically be exerted. This 
figure would be divided by the number of tie-down locations 
between the optical bench and the spacecraft. 

A second set of conditons exists If vibration Isolators, namely 
the loads produced by the resonant amplification, (In this case 
4. 0) of the Isolation system. In addition, the required structure 
of the spacecraft must provide sufficient stiffness at the isolator 
support points so as not to lower the designed system resonance. 

If the structure were soft, this resonance lowering would occur. 

In addlton, damping of the Isolator would be markedly reduced 
causing much higher resonant amplifications. A good practice Is 
to have the supporting structure at least 5 times as stiff as the 
Isolator spring, which would only reduce the designed resonant 
frequency by 9%, which Is not significant. Obviously, the stlffer 
the support structure the better, so that 5:1 should be considered 
only a minimum. 

Figure 2-5 Is a plot of total isolation system stiffness vs. 
resonant frequency for an 11, 000 lbs. total weight. A half weight 
curve for 5500 lbs. has also been included. It should be noted that 
If 4 Isolators were used, the stiffness of each one would only be 
1/4 of the value indicated by Figure 2-5, which is one way of 
achieving a greater than 5:1 ratio between isolator stiffness and 
structural support stiffness, thus Increasing the number of 
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isolators used. 


Figure 2-6 is a plot of the loadings that must be reacted by the 
structure as a consequence of considering various natural 
frequencies of the isolation system. The plots indicate 2. 25 and 
9g thrust, sinusoidal vibration, and random vibration loadings that 
would be produced at resonance, assuming that the isolation 
system had a resonant transmissibility Tr = 4. 0. 

Figure 2-7 presents combined loadings based on the results 
given in 2-6, both with and without the thrust requirements as 
a function of resonant frequency. 
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3.0 BENCH ANALYSIS 


3.1 Basic Design Characteristics 

Three possible optical bench configurations were considered in 
this analysis: 

1. a single 90" diameter tube of various thicknesses 

2. two 45" diameter tubes of various thicknesses 

3. a longeron/truss configuration 

The structural material considered was a graphite epoxy composite, 
because its low coefficient of thermal expansion will minimize 
thermal distortion of the structure. In this analysis, the properties 
of graphite epoxy have been taken to be: 

6 2 

a. modulus of elasticity = 30 x 10 lb/in 

b. density = 0. 07 lb/in'* 

Some consideration must be made of these material properties, 
however, it is a known fact that such materials are anisotropic, 
that is they possess different properties along different orthogonal 
axes. Thus, they could exhibit different moduli and varying 
dynamic response characteristics. Further, many materials, such 
as elastomers, for example, have dynamic-to-static modulus ratios 
of greater than one, making resonant frequency calculations subject 
to some variation. 

A 90 inch diameter tube forms the basic structure for the single-tube 
bench configuration. This size is based on an available space- 
craft internal diameter of 92 inches, but allowing a minimum 1. 0 
inches in each direction for dynamic motion and isolation system 
hardware. The properties of a 90 inch diameter tube with a length 
of 360 inches are: 


D-19 



Wall 

Thickness 

(inches) 

Area (in^) 

Moment 
of Inertia 
(in ) 

Weight/unit 
(lb/in) length 

Total 

Weight 

(lbs) 

0. 25 

70. 45 

70849 

4. 93 

1775 

0. 50 

140. 52 

140,52 0 

9. 84 

3542 

1 . 0 

279. 46 

276,383 

19. 56 

7042 

to 

• 

Q 

552. 6 

534,550 

38. 68 

13900 


The ratio of moment of inertia, I, to weight per unit length, w, is: 

— - 14, 370 in 5 /lb 
w 

The practical limit of wall thickness is limited to 0. 5 inches if a 
total experiment weight limit of 11, 000 lbs. is imposed, since 
this limit restricts bench structural weight to 3500 lbs. 

The properties of a configuration of two, 45 inch diameter tubes 
joined as shown in the sketch below are as follows (taken about 
the x-x axis): Y 



Y 


Wall 

Thickness 

(in) 

Area 

(in 2 ) 

Moment of 
Inertia (each ; 
tube) (in 4 ) 

Moment 
of Inertia 
(about con- 
figuration 
centroid). 

Weight 

per 

unit 

length 

(lb/in) 

Total 

Weight 

(lbs) 

.(In ) 



mm 

14. 09 

3548 


1. 96 

711 


35. 13 

8783 


4. 91 

1771 


69. 86 

17274 

105281 

9. 78 

3521 

1 . 0 

138. 2 

33409 

206744 

19. 34 

5963 


I = 10,900 
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The normalized stiffness to weight ratio, 1/w is about 14, 370 for 
the single-tube concept and 10, 900 for the two-tube approach. 
Weights are eguivalent so that the basic unloaded structural 
natural frequencies based on uniform stiffness and weight are 
1. 15 times greater[\/l4, 370/10, 90o)for the single tube as compared 
with the twin tube approach. It is important to note that about 
the Y-Y axis the stiffness is only 1/3 of that developed about the 
X-X axis, indicating frequency reductions of 0. 57, based on 
uniform beam concepts. 

Since it is important to know the resonant frequency characteris- 
tics of the structure in order to apply vibration isolators if re- 
quired and to determine approximate dynamic responses and 
stresses, a detailed examination of the following configurations 
will be made for equivalent beam resonant frequencies: 

D = 90" TUBE SIMPLY SUPPORTED UNDER 
ITS OWN UNIFORM LOAD 



b) 


c) 



TOTftl. I I.MJ* 

k ~ ^ -a 


D = 90" TUBE ELASTICALLY SUPPORTED ON 

VERY SOFT ISOLATORS UNDER ITS OWN 
UNIFORM LOAD - THIS APPROACHES 
THE FREE-FREE CONDITION 


D = 90” WITH A TOTAL LOAD OF 11, 000 # 
MADE UP OF BEAM WEIGHT + 
EQUIPMENT (SAME MODE AS (a) 
ABOVE) 



D = 90 " WITH A TOTAL LOAD OF 11, 000# 
MADE UP OF BEAM WEIGHT + 
EQUIPMENT (SAME MODE AS (b) 
ABOVE) 
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Before examining resonant frequencies, it is important to recog- 
nize that the length-to-diameter ratio of the "beams" is 4:1, which 
indicates that the beam theory is no longer completely valid. Shear 
effects as well as potential ring or shell modes should be 
considered. Ring and shell deflections can be minimized in terms 
of the effects on basic structural resonances by stiffening locally 
at load points and by avoiding long unbraced lengths. The general 

equations for beam frequency (f ) calculations given as standard 

n 

expressions usually consider k0, bending only. For approximation 
purposes, the relationship between ke (bending) and ks (shear) 
will be examined, and a new overall stiffness, zk , determined 
with which to ratio the natural frequencies to be determined from 
the expression for beam bending frequencies taken from the Stress 
and Vibration Handbook (pages 1-15). 

f = 

A 2ir pi 

Where: 

a is a coefficient = 9. 87 for a simply supported beam 
= 22. 4 for a free-free beam 
E is the modulus of elasticity, in psi 

4 

I is the moment of inertia, in/in 

2 2 

pis the beam mass per unit length, in lb sec /in 
l is the beam length, in inches. 

For a uniform, simply supported beam, the bending stiffness is: 

3 84 El 

Kg _ — 

5i J 

and the shear stiffness: 

K = 2 AG 

s AlTTir 
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Where: 


A Is the cross-sectional area, in in 

X is a form factor equal to 2 for a hollow tube 

G is the shear modulus, in psi 

For the single cylinder configuration: 
o 

A = 70 in ^ = 360 inches 

4 6 

I = 70, 850 in E = 30 x 10 psi 

6 

G = 11 x 10 psi (assumed) 

The results are: 

K 0 = 3- 50 x 10 

K = 4. 31 x 10 6 

g 

and the equivalent combined stiffness is: 



Since the k equivalent that pure bending beam theory would 
utilize is k6 , by obtaining a ratio of the combined stiffness to 
the bending stiffness and multiplying the various resonances 
obtained from pure bending deflection stiffness, approximate new 
resonant frequencies can be obtained which consider shear stiff- 
ness kg as well as bending, but this is only an approximation. 
Computer codes exist to consider such parameters accurately. 
Further, the expression is only good for uniform loading, since 
k0 represents this condition. 


In the present case, this ratio, B, is equal to: 



Considering a 90 inch diameter tube with a 0. 25 inch wall thick- 
ness for cases (a) and (b), yields the following results: 

Case (a) (simply-supported beam): f = 115. 7 cps 


D-23 



Case (b) (free-free beam): f = 263 cps 

n 

These numbers represent beam modes which consider both shear 
and bending stiffness. The free-free mode is a limiting case for 
a stiff beam supported on very soft (low natural frequency) 
isolators. 

For cases (c) and (d), when the beam plus equipment weight = 

11, 000 lbs. , the following results are obtained: 

Case (c) (simply supported beam): f =46 cps 

n 

Case (d) (free-free beam): f = 105 cps 

n 

When considering a new thickness the only parameters that change, 
are I and p (p + function of A), but for a cylinder, it can be shown 
that the ratio I/p does not change. Therefore, the natural 
frequencies for the uniformly loaded beam (under its own weight 
only, cases (a) and (b)) do not change; however, the totally 
loaded condition of equipment plus bench will indicate lower 
resonances, since the beam weight increases and the equipment 
plus beam weight is still limited to 11, 000 lbs. 

For a 90 inch diameter tube with a 0. 5 inch wall thickness, the 

results for Cases (a) and (b) are: 

Case (a) (simply supported beam): f = 65.4 cps 

n 

Case (b) (free-free beam): f = 149. 2 cps 

Figure 3-1 plots the optical bench moment of inertia vs. the system 
natural frequency, taking into account the combined bending and 
shear stiffness. The moment of inertia values for the 90 inch 
diameter tubes are noted along with resonant frequency values for 
the unloaded cases. The resonant values for the "twin tube" 
configuration can be obtained by dividing the frequencies for the 
single tube by 1. 15 in the "stiff axis" and 1. 732 in the "soft axis". 
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These results Indicate that an adequately stiffened single tube 
90 inches in diameter is a more superior bench configuration from 
the standpoint of stiffness than is the twin 45 inch diameter tube 
configuration. Both, however, have practical disadvantages 
because of the necessity for access. 

A more practical approach to bench construction is a longeron/ 
truss configuration. An expression for the moment of inertia of 
such a configuration can be derived in the following fashion: 

Consider an 8-longeron configuration as shown in the sketch 
below. If the moment of inertia of each rod about its own axis 
is neglected, the total moment is: 

I = 2 [AR 2 + 2(0. 707R) 2 a] 

= 4 AR 2 

If a 4-rod configuration were considered, the result would be: 

I = 2AR 2 , 

and fora 16-rod configuration, it can be shown that: 

I = 8AR 2 

Thus, for the general case of N equally spaced circumferential 
longerons: 



The diameter of the rods required to provide a specified moment 
of inertia is given by the expression: 



Where: 

D is rod diameter. 

The rod diameters required to produce the moment of inertia 
equivalent to that of a 90 Inch diameter, 0. 25 inch thick tube 
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4 

(70,490 in ) in 4-, 8- and 16-rod configurations are 4. 72 inches, 

3. 34 inches and 2. 36 inches, respectively. 

Since the total cross-sectional areas of each configuration are 
equal, the weights of each are equal. For a graphite-epoxy composite 
structure, the weight is 1763 lbs, which is identical to the 
weight of the 90 inch, 0. 2 5 inch thick tube. Stiffeners and braces, 
have not been included. 

The relationships between moment of inertia, rod diameter and 
number of rods are presented in Figure 3-2. Also noted on the 
plot are the moment of inertia values for the single and twin-tube 
configurations considered earlier. 

Table 3-1 summarizes the parameters of weight, moment of inertia 
and natural frequency for the tube configurations of the optical 
bench. 

The resonant frequencies of a longeron type of construction would 
be identical to these for the loaded case (bench + equipment = 

11, 000 lbs) for equivalent values of moment of inertia, but in 
practice would be somewhat lower, since the distributed mass 
along the length of the beam or bench would have to include frames 
or bracing members which would act in local shear, but would not 
contribute to bench longitudinal stiffness. 

Figure 3-3 shows a conceptual longeron type of design utilizing 
8-3. 5" rods. It is important to note that the structural resonance, 
if vibration isolation of the total bench is considered,must be 
sufficiently high, with respect to the natural frequency of the 
mounts, to eliminate undesirable coupled modes which would 
cause large structural responses. This point has been discussed 
at greater length in Section 2. 0. 
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2 
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One 90" Tube 


Natural Frequency (cps) 


t 

inch 

EW 

lbs. 

21 

inches 4 

Simple 


Free- 

Free 

No Load 

Load* 

No Load 

Load* 

0. 25 

1775 

70, 849 

116 

47 

262 

106 

0. 5 

3542 

140, 520 

116 

65 

262 

149 

1 . 0 

7042 

275, 383 

116 

93 

262 

210 


*Total Load = 11, 000 lbs. - Equipment plus Tube 



Two 45" Tubes 

Natural Frequency (cps) 


t 

inch 

2W 

lbs. 

21 

inches ^ 

Simple 

Free-Free 

No Load 

Load* 

No Load 

Load* 

0. 25 

1770 

53, 134 

100 

40 

229 

92 

0. 5 

3521 

105, 281 

100 

56 

229 

129 

1 . 0 

6963 

206, 744 

100 

78 

229 

185 


*A11 Values X-X Axis 

Y 
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LENGTH -360 
DIAMETER-90 



D-30 


OPTICAL BENCH 
( CONCEPT) 

FIG. 3-3 



Note that if the structure were simply supported (no end moments); 
but with rigid or relatively inelastic supports, the lower resonance 
would apply. As the isolation system resonance got significantly 
lower than the structural resonance, however, the elastic supports 
would get softer and the structural resonance would approach the 
free-free condition. In practice the 50-110 cps range shown here 
is quite reasonable for this size structure, if it can be achieved. 


3. 2 Bench Structure Stress Analysis 

This analysis treats the optical bench as a simply supported 
structure and considers only direct static and dynamic loads, 
disregarding isolator effects. 

9 G Sustained Load 


Bending 


wl 


Mm = ~x9 (simply supported - uniform load) 

O 


w . ilf S lb/ln 

1 = 360 inches 

11 , 000 


II ooo' 


fh 


e 


& 


Mm 


360x8 


x 360 2 x 9 = 4.455 x IQ 6 in lb (9g's) 


Assume c =45 in (distance to outer fiber) 

I = 77892 in (longeron concept) 

S = Mm C = 4. 455 (IQ 6 ) (45) = 2754 psi 
I 77892 


Shear 


Su 


= 2 


V 

AX 

wl J_ 

2 ’A 


11000 x 360 
360 x 77 


X - (2 - Tubes -Rods etc.) 
A = 77 in 


= 143 psi x 9 = 1286 psi 
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Axial Compression 


Wt = 9 x 11, 000 = 99000 lbs 
A = 77 In 2 
Sx = 1286 psl 

Dynamic Loads 

For purposes of calculating dynamic loads (vibration) a natural 
frequency of 50 cps will be used. This Is the lowest frequency 
of the longeron structure concept. 

Sinusoidal 

At 50 cps the sinusoidal Input requirement cuts off, but the 3g Input 
level will be used none the less. For an amplification of 10 
based on an assumed structural/mechanical damping ratio -C/C 

c 

= . 05 - the maximum unisolated Input Is: 

G's x Am pi. = 3, 0 x 10 = 30 g's peak 
Although, dynamically, the shape of the elastic deformation - as 
compared to static or steady-state conditions - is slightly 
different, it is close enough for approximate calculations. Thus: 

30 

Binding - ~ x 25 74 psl = 8579 psl 
30 

Shear - ” x 1286 psl = 4290 psl 
Random Input 

2 

At 50 -cps the input is 0. 05 g /cps. Assuming for simplification 
a single degree of freedom with a flat power spectral density 
input and an amplification of 10 - 

RMS G’s = ^ l v . PSD. f .10 

V 2 n 

= *■ x . 05 x 50 x 10 
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RMS G's = 6. 267 g's RMS 

Peak G's = 18. 79 g's peak (3 sigma) 

Using the 9g static condition and based on a 3 sigma peak stress: 

1 o 7 q 

Bending = — g - — x 2574 = 5376.5 psi 
x 12 86 = 2 685 Dsi 


Now Examining Maximum Deflections 
Bending (Beam) 


Static - 9G 




x 9 


5 (11000) 360 4 

" 384 ’ 360 ‘ 30x10^ 


1 

77892 


9 


= 0. 0257 in 


Shear (Beam) 
Static 9G 5 

6 = 


v Xi 
m 

GAx2 
wl ^ 1 9 


x 9 


2(ll)(10 b )(77)2 


- 11. 000 (3 60) (9) 

( 1 1 ) ( 10 6 ) ( 77 ) ( 2 ) 


6 = 0. 021 in 

The bending and shear deflections should be added so that the 
total deflection is: 


<5 Total = 0. 0467 in. 


Sinusoidal Vibration 

For a 50 cps resonance, the input is 3G peak, and displacement 
single amplitude is: 


X = 


w 


_ 3x386 
- (2ir 50) 2 


= . 0117 in. 


And with an amplification of 10 this becomes 
x = 0. 117 in (single amplitude) 


& 
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This is equivalent to a single degree of freedom system of 50 cps 
resonance which has already taken into account the combined 
bending and shear effects when the frequency was derived. 
Random Vibration 

The previously derived peak response -18. 79g's@50 cps - 
produces a single -amplitude displacement of: 


X = % = - 073 " 

(2^50) 

Based on a single degree of freedom system responding to flat 
power spectral density input. 

The results of the Stress Analysis of the longeron configuration 
are summarized in Table 3—2. Some points are to be noted: 


First, the stresses calculated, although relatively low 
individually, could be superimposed, depending upon the booster 
trajectory time relationship between maximum acceleration and 
maximum vibration conditions. Also, no allowables could be 
utilized since the ultimate material choice is yet to be made. 


Secondly, although a 50 cps bench structure was analyzed, 
hopefully the resonant frequency will be higher if relatively soft 
isolators (elastic supports) are applied, which would cause a 
mode shift toward a free-free structure. In addition, the 
vibration input at the structural resonant frequency would be 
attenuated, thus reducing response accelerations and displace- 
ments. 
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TABLE 3-2 


Stress Analysis - Longeron Structure 


Configuration: 8 - 3. 5 in. diameter rods 

Moment of Inertia = 77, 890 in^ 
Weight = 1940 lbs (no braces) 
Natural Frequencies (cps) 

No Load Struct. 
Simple Support 119 50 

Free - Free 262 110 

Stresses (in psi) 

9g Static Load 

Bending 2574 

Shear 1286 

Compression 1286 


Sinusoidal Vibration 


Bending 

8579 

Shear 

4290 

Random Vibration 


Bending 

5377 

Shear 

2685 

Deflections (in Inches) 


9g Static Load 


Bending 

0. 0257 

Shear 

0. 0210 

2. 25g Static Load 


Bending 

0. 0064 

Shear 

0. 0052 


Sinusoidal Vibration 

(Single Amplitude) 0. 117 to 0. 155 


Random Vibration 

(3 sigma) 0. 073 to 0. 097 


i Load 
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4. 0 MIRROR REQUIREMENTS 


The crux of the entire optical bench dynamic design to provide safe 
support for the high resolution mirror assembly. This unit has 
been assumed to be the most sensitive "component, " and con- 
clusions have been based on this premise. The high efficiency mirrors, 
detectors and other instrumentation have not been considered. 

The high resolution mirrors are tentatively considered to be glass 
with a maximum allowable tensile stress of 1000 psi. The basis 
of the optical bench structural design and spacecraft tie-in for 
vibration isolation is the maximum vibration input displacement 
level to which these mirrors can be subjected without failure. In 
other words, the adequacy of the bench structure with respect to 
its resonant frequency and mode shape characteristics, and the 
need for mirror dynamic protection or vibration isolation, are 
functions of the mirror natural frequencies and maximum response 
displacements (stresses). 

Appendix C "LOXT High Resolution Mirror Dynamic Analysis" is 
the basis for a detailed determination of the resonant frequencies, 
mode shapes, and normalized stresses of the largest diameter, 
and hence, the most sensitive, mirror. This work is summarized 
as follows: 

1. Develop a finite element model of a shell defined by mass 
and stiffness matrices using M. I. T. Code SABOR III (IBR 
360/75) 

2. This must be done for each circumferential harmonic through 
the 10th mode. 

3. The natural frequencies and mode shapes (axial variations) 
are determined for each harmonic from Avco computer code 
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2607, which utilizes the mass and stiffness matrices de- 
veloped in SABOR III. 

4. SABOR III, in addition, provides stress resultant coefficient 
matrices which when multiplied by displacement vectors 
computes stress resultants. 

The basic mirror configuration is shown below in Figure 4-1. 



Figure 4-1. Mirror Configuration 


The properties of the glass are: 

E = 10.5x10^ psi 
P = 0. 079 lb/in 3 
v - 0. 14 

Two thicknesses were considered, t = 1. 0 and 0. 5 inches. 

This mirror is the largest, and therefore is assumed to be the most 
fragile, of the high resolution cylindrical mirrors. For the case of 
the 1. 0 inch thick mirror, the edge restraint conditions were as- 
sumed fixed with respect to the transverse beam cross-section 
plane, for t = 1.0 inch or a completely restrained boundary with 
respect to the cylinder/shell edge circumference. Figure 4-2a 
depicts these assumptions. The boundary edge remains circular. 
For the 0. 5 inch case, the edge restraint conditions were held in 
such a manner that the circumference boundary remained circular 
in the transverse plane, but the edges were allowed to rotate as 
indicated in Figure 4-2b. 
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* 1 , 0 " 


(a) (b) 

Figure 4-2. Edge Restraints 

These assumptions represent two possible boundary parameters, 
of which (a) is probably the stiffest possible configuration and 
(b) probably the closest to the current configuration. Time did 
not permit a complete parametric evaluation. 

The major problem area involved relating to the mirror dynamic 
displacement response at a particular frequency and mode shape 
given in reference (1) to the input random vibration level. The 
assumption was made that the lower natural frequencies would 
incur the highest deflections and therefore the highest stresses, 
since 

a. Sinusoidal displacements vary inversely to frequency squared 
for constant G 's. 

b. RMS random displacements for a flat power spectral density 

input to a single degree of freedom system vary inversely 

, 3/2 
as f . 
n 

In this case, the lowest natural frequencies are 1024 cps for the 
t = 1. 0 inch case and 702 cps for the t = 0. 5 inch case. Thus in 
both cases, only the random vibration spectrum need be considered 
since the sinusoidal levels cut-off at 50 cps. The harmonic and 
mode shapes for the lowest frequencies in each case are presented 
in Figures 4-3 and 4-4. 
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Figure 4-3. Harmonic and Mode Shapes - t = 1.0 inch 
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In both cases the lowest natural frequency has been called out. 
Since the frequencies are theoretically not coupled, it becomes 
a very difficult task to excite anything but the first harmonic 
(N = 1) with any of the existing dynamic computer codes, because 
the input is usually considered translational at the boundaries. 

Although theoretically the harmonics are not coupled, in a practical 
sense coupling can occur because of a lack of infinite structural 
rigidity, holding fixture cross coupling, shaker "cross talk, " etc. , 
during an actual test or perhaps in the real spacecraft environment. 
Since the N = 4 harmonic is only 60% in frequency of the N = 1 
harmonic, conservative design dictates that it be considered, 
since as mentioned previously the lowest natural frequency would 
have the highest associated displacement. 

One method of approaching the problem is to assume that the 
lowest resonance of the mirror responds as a single degree of 
freedom system with a conservatively high resonant amplification 
(T = 20, C/C = 0. 025, for example) when subjected to the random 

K C 

power spectral density input requirement. By calculating the 3 
sigma peak displacement response of this single degree system, 
a maximum displacement value can be obtained with which to 
compute the maximum stress value from the SABOR III stress re- 
sultant coefficient matrix. 

The procedure for performing this calculation is as follows: 

1. Plot the transmissibility curves for T = 20 and f = 1024 cps 

R n 

and 512 cps. The curve has form given below in Figure 4-5. 

2. Square the ordinates of each transmissibility curve, producing 
curves of the form of Figure 4-6. 

3. Multiply the ordinates of Figure 4-6 by the appropriate power 

spectral density level (Figure 2-2) at each increment of 

2 

frequency to obtain a g /cps response plot as in Figure 4-7. 
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Figure 4-5. Transmissibility Curve 



fn 


Pot-ciA^ Fve^ueAcy 

Figure 4-6. Square of Transmissibility 



2 2 2 
Convert the g /cps x T curve to (deflection) /cps by 

multiplying each ordinate by g 2 * /(27rf) 4 * or ^ 95 ~ 6 ) % ^£ 1 


at each frequency increment, and plot a new curve of S 

2 E 

(inches /cps) vs. frequency as illustrated in Figure 4-8. 
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2 

Figure 4-7. g /cps Response Plot 



f k-e^u.ency 

2 

Figure 4-8. Plot of (deflection) /cps vs. Frequency 



5. Integrate the area under the curve of Figure 4-8 to obtain 

2 

(RMS displacement) and take the square root of this 
quantity to obtain RMS d isplacement. Thus: 

I v_ 

(RMS displacement) - W J S df 
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This procedure is obviously a tedious one and only as accurate 
as the number of frequency increments chosen and the accuracy 
exercised. 

In place of the foregoing, Avco computer code 2921 was used to 
solve for the single degree transmissibility function, and to obtain 
relative rms displacements. This is a digital computer program 
which can solve for the sinusoidal or random responses of linear 
mass spring systems. The general equation is of the form: 

MX + CX + KX = P sin cot 

and program options permit the calculation of relative displace- 
ments. The rms displacements for the 1. 0 inch thick mirror are: 



-4 


G's (rms) = 38.45 

(rms) 6 = 

m 

3.6x10 

inches 

f = 1024 cps 


-4 


n 

(3 sigma) 6 = 

m 

10. 8 x 10 

inches 

t r = 20 


and the corresponding values for the 0. 5 inch mirror are: 

_ 4 G's (rms) = 40. 23 

(rms) 6 = 8. 01 x TO inches , 

m f = 702 cps 

-4 n 

(3 sigma) 6 = 24.03 x 10 inches T = 20 

m R 

The resultant stresses are determined by multiplying the element 
stress resultant coefficient matrix by the maximum 3 sigma random 
relative deflection values noted above. The maximum values of 
interest are noted below in Table 4-1. A complete discussion of 
the stress matrix is given in Appendix C. It should be noted 
that the stress values listed are 3 sigma levels, and as such, are 
quite conservative. In addition, the system resonant amplification 
was assumed to be 20:1, which is also a conservative premise. 

Reference (1) also examines the N = 1, m = 1 case for f = 1627, 

n 

but the results are lower than those given above. Figures 4-8 
and 4-9 plot the stress distribution as a function of half of the 
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TABLE 4-1 


MAXIMUM STRESS LEVELS 


Mode of Stress 

cr? - Axial Membrane 

Axial Membrane + Bending 

cr6 - Hoop Membrane 

Hoop Membrane + Bending 

t?0 Shear Membrane 

Shear Membrane + Bending 

NOTE: t = 1. 0", N = 4, m = 1, f, 
t = 0. 5", N = 5, m = 1, f, 



t = 1. 0 in 

t = 0.5 in 

w 

-115. 0 psi 

-260. 0 psi 

a 

r ) 

-561. 0 

« 394.0 

Q, 

O 

es, 68. 2 

u 

67. 6 

o 

i—H 

362. 2 

° -725.0 

1) 

£ 

-100. 2 

" c -200. 0 

M— 1 

-237. 0 

^ -379.5 

= 

1024 cps 


= 

702 cps 



length of the 24 inch mirror (0 - 12 in. ). The stress picture for 
the other half (12 -24 in.) would be symmetrical. Negative values 
indicate compression, while positive values indicate tension, but 
this fact is academic since vibration motions cause the stresses 
to alternate between tension and compression. 

The results presented in Table 4-1 and Figures 4-9 and 4-10 show 
the stresses developed in the mirrors to be relatively low. On 
the basis of these results, it may not be necessary to provide 
vibration isolation for the entire optical bench in order to protect 
the mirrors. These results cannot be considered a firm conclusion 
on the subject of bench mounting, however, as they were derived 
for the random vibration environment only. Before a final judge- 
ment can be made, analyses of the effects of the shock and 
sinusoidal vibration environments must be carried out. The present 
analysis continues on the basis of a hard mounted optical bench. 

The first mode of the uniformly loaded, simply supported bench 
based on the longeron design for a system with an 11, 000 lb. 
total weight is about 50 cps (refer to Section 2. 0), which would 
indicate that the mirror, being located at or very near one set of 
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support points, would see exactly the input spectrum in translation 
as illustrated in Figure 4-11. In other words, transmissibility be- 
tween spacecraft and bench in the region of the end supports (at 
one of which the mirror is mounted is 1:1). 



J 


This translational input would be strictly a rigid body motion with 
respect to the mirror, since its lowest resonance as a shell is 
about 700 cps. This fact means that no relative deflections, and 
therefore no stresses, would be developed across the mirror. In 
rotation, however, a slightly different situation is incurred, but 
with little consequence. The simple support concept allows rota- 
tion at the supports; thus the mirror assembly would be subjected 
to a "pivoting, " as illustrated in Figure 4-12, which is the result 
of the optical bench simply supported mode at 50 cps being excited 
in translation. Again, 50 cps represents only rigid body motion to 
the relatively stiff high resolution mirror and therefore no stresses 
are developed. 



Figure 4-12. Rotational Inputs and Responses 
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The maximum single-amplitude deflections at the center of the 
bench length are (from Section 2.0): 

Sinusoidal Vibration 0. 155 inch 
Random Vibration 0. 097 inch (3 sigma) 

Lateral 2.25 G's 0.012 inch (shear and bending) 

SO. 264 inch 


These beam deflections produce pivot angle deflections at the 
mirrors (as illustrated in Figure 4-13). 



Figure 4-13. Angular Deflections as a Result of Beam Bending 
These angular deflections are: 

Vibration Only 6=0. 0014 rads = 0. 08° 

Vibration + 2. 25 G's 6= 0. 000147 rads = 0. 084° 

Vibration + 9 G's 6 = 0. 000166 rads = 0. 095° 

If the bench resonance were higher than 50 cps, the sinusoidal 

contribution would be eliminated because of the 50 cps cut-off. 

The most realistic value of maximum angular deflection would be 
that resulting from the combination of the random vibratory input 
plus the 2. 25 g lateral loading, a combined value of 0. 0006 radians 
or 0. 0346 degrees. This condition would only be evidenced during 
lift-off or powered flight. 

The higher modes of the simply-supported optical bench are: 

Mode 1 2 3 4 5 

Frequency (cps) 50 200 450 800 1250 
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These data indicate that at least the fourth mode of the simply 
supported bench would have to be excited in order to possibly 
incur mirror shell resonant (k 700 cps) responses, which is highly 
improbable, since it is extremely difficult to excite these higher 
modes. Also, even if this mode were excited, the amplitudes 
would be extremely small because the inputs are small, and 
damping tends to reduce higher frequency resonant responses 
more than the lower frequency resonant responses. 

Should thermal restraint considerations necessitate the incorpora- 
tion of vibration isolators, a slightly different situation evolves. 
The isolators, if very soft with respect to the "optical bench, " 
would tend to cause the mode shape of the bench structure to 
approach the free-free condition as an elastically supported 
member. This, in turn, would cause the high resolution mirrors 
to be subjected to translation and rotational inputs at the free- 
free (upper limit) or elastically supported mode. In this case, 
the free-free mode first resonant frequency is 110 cps, based 
on a uniform load distribution of 11, 000 lbs. The mode shape 
allows translation as well as rotation at the ends for vibratory 
responses as shown in Figure 4-14. 



Figure 4-14. Free-Free Mode Shape of Optical Bench 


D-49 



The ideal mirror location would be at a nodal location where only 
rotation would occur without translation. In reality, the frequency 
should be somewhat less than 110 cps, because the supports will 
not be completely soft. Also, the unequal weight distribution will 
tend to move the nodes toward the support points, assuming the 
largest portion of weight to be concentrated at the ends near the 
support points. Again, assuming that the lowest mirror natural 
frequency is 700 cps, no adverse effects should be incurred by 
the mirrors either as relative motions or stresses across the mirrors. 


At 110 cps the only vibratory input is the random spectrum of 
Figure 2-2. The maximum end motion based on single-degree-of- 
freedom considerations, assuming a bench transmissibility of 10 
at 110 cps (a conservative approximation) can be calculated from: 


1 (rms) 




75. 2 x PSD 

C/C x f 3 
c n 


0. 013 inches 


for: PSD = 0. 15 g /cps 

f =110 cps 
n 

C/C = 0. 05 
c 

6 (3 sigma) = 0. 039 inch (end deflection) 


The angular deflection at the ends of the bench (refer to Figure 4-14) 
is: 

Random = 0. 224i = °’ 00048 radians (3 sigma) 

= 0. 0277 degrees (3 sigma) 


Another parameter of interest is the acceleration resulting at the 
end of the mirror, which can be expressed as the following (single 
degree system): 


RMS G = 


V 


T X PSD x f X T 
2 n R 
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RMS G - 


16. 1 g's 


(0. 15) (110) (10) = 

Peak G's = 3 x 16. 09 = 48. 3 (3 sigma) 

Again, these should act as rigid body motions on the mirror since 
the major portion of the energy will be concentrated at the first 
mode of the optical bench. 

The higher modes of the uniformly loaded free-free beam are: 

Mode 1 2 3 4 5 

Frequency (cps) 110 30 2.5 594 981 1463 

Here too, only the third to fourth modes could elastically deform 
the softest mirror. As in the simply supported case, the deflections, 
even though the edges are somewhat unrestrained, would be ex- 
tremely small as a result of the high frequency and damping effects. 
In all probability it would be extremely difficult to excite the third 
or fourth mode of . such a structure. 

Sustained acceleration effects on an elastically supported optical 
bench would be identical to the simply supported case except that 
the supports would deflect proportional to stiffness and load. The 
values of angular deflection are identical to those determined pre- 
viously for the simply supported case. 

Summary 

On the basis of calculations performed using Avco Computer Codes 
2222 (SABOR III), 2607, and 2921, the lowest mirror resonant fre- 
quencies and the largest deflection and stress are; 
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t = 1. 0 inch 



The results of the mirror analyses indicate that the high resolution 
mirrors can probably survive the vibration environment even with- 
out the use of isolation mounting of the optical bench to the space- 
craft. Further study will be required, however, before a final 
commitment to a mounting configuration can be made. 
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5. 0 SUMMARY AND RECOMMENDATIONS 


The results of the analysis indicate the following: 

a. An "optical bench" configuration of longeron/truss construc- 
tion is feasible dynamically. Assuming the use of graphite 
epoxy 3. 5 inches diameter and a radius of 45 inches, a 
natural frequency of 50- 110 cps is achievable depending 
upon whether or not isolators are used. Such a "bench" 
structure would weight approximately 1940 lbs without 
bracing, based on a total weight of 11, 000 lbs including 
equipment. 

b. It is recommended that at least 4 spacecraft tie-in locations 
(approximately symmetrical) be provided at each end of the 
optical bench. If possible, additional mid-span tie-in 
points would be useful. The two-point hinge tie-down con- 
cept at either end of the bench, while perhaps desirable to 
counteract spacecraft "hot-dogging, " is not good practice 
dynamically and should be avoided. 

Any special tie-in hardware which is used should be care- 
fully analyzed or tested for dynamic characteristics. 

c. The high resolution mirrors may not require that the optical 
bench be vibration isolated from the spacecraft. The highest 
dynamic stress is 725 psi, based on a 3 sigma random re- 
sponse, which compared to a specified 1000 psi tension 
allowable, can be considered satisfactory. 

d. The need for vibration isolation may evolve because of thermal 
requirements, the fragility level of other mirrors, collectors 

or instrumentation, future dynamic considerations, or design 
changes. Therefore, preliminary design layouts should allow 
sufficient space for their possible incorporation. 
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e. If vibration isolation mounts are used, dynamic analysis 
incorporating the effects of response loads and displace- 
ments must be considered. In any case, the system natural 
frequency should not be below 20- 30 cps, and optical 
bench response characteristics must be carefully considered 
together with isolation system performance. 

f. It is recommended that the dynamic characteristics of the 
flange holding structure at the mirror edges be examined for 
resonant responses and compared to expected frequencies 

of the mirror. This recommendation holds true for all mirrors. 

g. It is recommended that all final mirror designs be analyzed 
for fragility level in a fashion similar to what has been done 
for the largest high resolution mirror. 

h. It is recommended that the spacecraft tie-in locations be 
examined for stiffness as well as load bearing capabilities. 

The spacecraft should be compatible with the final optical 
bench requirements of load and stiffness as well as thermal 
considerations. 

i. It is recommended that the final proposed configuration of 
spacecraft, optical bench, mirror assemblies, and other 
instrumentation be mathematically modeled and analyzed 
to determine resonant frequencies, response accelerations 
and displacements, and worst stress conditions for combined 
static and dynamic loadings. This analysis would also de- 
termine the vibration environment to which internal components 
(instrumentation, etc. ) will be subjected. 
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HEAT FLOW TO SPACE 



HEAT FLOW TO SPACE 


Thermal radiation from the viewing apertures of the mirror assembly 
to space would be that of a black body of equivalent area and 
temperature. For the projected aperture of somewhat less than 
2 ft^ and a nominal temperature of 500°R the heat flow to space 
would be about 60 watts, which obviously would cause unaccept- 
able temperature gradient patterns in the mirror assembly and be 
wasteful of spacecraft energy. An aluminized plastic membrane 
is often used as a radiation shield between the apertures and 
space, and was originally proposed for this application; however, 
such a membrane absorbs certain X-rays of interest to an unde- 
sirable degree, and as a result, a different type of aperture pro- 
tection is now proposed. 

It is proposed that the aperture area of the spacecraft end wall 
have a radiation shield consisting of a large number of insulated 
layers or baffles placed between it and space. Each shield would 
have the aperture pattern cut away so that the narrow field of view 
for X-rays would be unobscured. The effect on the aperture thermal 
radiation would be that of a long narrow passageway beyond each 
aperture slot, and because aperture radiation would be diffuse, 
most of the radiation would be scattered a large number of times 
by the diffuse surface formed by the baffles; thus, the net radia- 
tion to space would be greatly reduced. This configuration has 
been called a precollimator. 

The effectiveness of such a configuration in reducing heat flow is 
a function of the geometry of the passageway placed between the 
source, the aperture, and the sink (space). The baffles will be so 
configured that the passageway is much larger than its width, for 
which case attenuations of thermal radiation of the order of 20 
times equivalent to that obtained using an aluminized membrane, 
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is to be expected. Attenuation of a factor of ten has been assumed 
for purposes of this study, and much of the resulting radiation will 
come from the spacecraft end wall at the inner ends of the passages. 
Radiation from the mirror assembly apertures to space is therefore 
reduced even further, by a factor of two to five. 

A sketch of the precollimator configuration is shown in Figure E-l. 
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PRECOLLIMATOR 

CONFIGURATION 



Figure E-l Precollimator Configuration 


E-3 




APPENDIX F 
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HIGH RESOLUTION MIRROR ASSEMBLY 



TEMPERATURE GRADIENT PATTERNS IN THE MIRROR ASSEMBLY 


Temperature gradient patterns in the mirror assembly were investi- 
gated in considerable detail because of the possible effect of 
thermal distortion on the mirror figure. Two 2 -dimensional thermal 
mathematical models of the mirror assembly were formulated, one 
describing the assembly in the axial-radial direction (cross-section 
through the axis) and the other in the circumferential-radial direc- 
tion (cross-section perpendicular to the axis). Two models were 
used rather than a single 3-dimensional model in order to provide 
a sufficient degree of detail with a manageable number of nodes; 
this action was justifiable because the effects of interest were 
similarly symmetrical. 

In the axial-radial plane the assembly was represented by a model 
of 80 nodes. Each mirror and support shell were divided into 4 
axial sections, with nodes at the centers. The support plates at 
each end were divided radially into annuli with conduction across 
the narrow supporting "bridges" carefully represented. The effect 
of the variable thickness of the end-plate stacks was included, as 
was the thin ring connection between each mirror and its end plates. 
Radiative transfer between mirrors and between support shells and 
mirrors was considered, but the possible effect of specularity of 
the surfaces was not included (that is, all surfaces were assumed 
to be diffuse; specularity is expected to improve radiative transfer 
and thus reduce the gradients calculated). Boundary conditions 
were modeled in the form of imposed heat loads at the viewing 
aperture end, and with radiative connections to the interior of the 
spacecraft, which was assumed to be at constant reference 
temperature. 


F-l -l V 





Six cases were investigated for the reference design: with and 
without insulation on the periphery of the assembly and with 
temperature control on the two support shells, for both metallized 
mirrors, and completely unmetallized mirrors. In this preliminary 
study only steady-state solutions were obtained, which is just- 
ifiable because the mirror assembly time constant is short in 
comparison to that of the spacecraft. 

Results of the 6 cases are shown in Figures F-l and F-2 in which 
isotherms have been interpolated from the numerical results. 

Several points may be noted, the first of which is that there is 
little difference between the metallized and unmetallized cases. 
This is evidence of the fact that most of the heat transfer within 
the assembly is by conduction; with the small temperature dif- 
ferences present radiation is a minor consideration. The second 
item of note is that heat flow is almost entirely axial in the in- 
sulated cases, while the uninsulated cases show the effects of 
good radiative conductance between spacecraft and mirror assembly 
in a skewed heat flow pattern. This fact is of little significance 
in the reference design, but will be mentioned again in discussing 
the alternate design. The third point is that temperature control 
of the shells eliminates most of the gradients by supplying heat 
directly near the point of loss by radiation. The effect of heat 
loss to the interior of the spacecraft in the temperature-controled 
case is not shown here, but the heat flows involved are signifi- 
cant, and heat sources near the rear apertures would probably be 
required. 

The thermal model was modified to reflect the alternate design and 
some of the cases repeated for comparison purposes. The results 
show the shift in emphasis in heat flow patterns resulting from the 
somewhat simpler configuration and higher conductivity. Axial 
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Figure F-l. Temperature Gradient Pattern In Mirror Assembly Metallized Mirrors 
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Figure F-2. Temperature Gradient Pattern In Mirror Assembly Unmetallized Mirrors 


conductance is increased more than radial conductance because 
of the increased area -conductivity product even though the sup- 
port shells are eliminated. This emphasizes axial heat flow even 
more than in the reference design; axial temperature differences 
for the nominal case are less than 0. 1°C. The higher expansion 
coefficient of beryllium and its potential for local distortion under- 
scores the need to avoid the type of skewed gradient pattern shown 
in the figure for uninsulated cases, and makes stronger the case 
for peripheral insulation. Individual results for these cases are 
not shown because of the small magnitudes of temperature 
differences. 

The possibility that unequal temperatures of the solar and anti- 
solar sides of the spacecraft might induce a circumferential grad- 
ient pattern in the mirror assembly led to an investigation of this 
condition. The circumferential thermal model was used to evaluate 
the effective circumferential conductance across the mirror assembly. 
For the reference design this is about 0. 3 watt/°F. The radiative 
conductance between the assembly and either adjacent spacecraft 
wall is at least twice this magnitude and the 3 conductances are 
effectively in series; therefore, at least half the temperature dif- 
ference across the spacecraft will appear across the mirror assembly. 
A figure for gross distortion in bending or "hot-dogging" of the mirror 
assembly due to a uniform z-axis gradient may be calculated using 
the relationship 

_ LMT 
0 " d 

where 

L = length of assembly 
a = coefficient of expansion 
AT = temperature difference across assembly 
d = diameter of assembly 
0 - angle through which the assembly bends 
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For the reference design this magnitude is about 0. 1 arc-second 
per degree Fahrenheit, and it is obvious that the resolution of the 
mirror is significantly affected with even a nominal temperature 
difference. For a 10°F difference, for instance, the bending is 
of the same magnitude as the desired resolution. It is obvious 
from this calculation that reduction of circumferential gradients 
is imperative. 

In the case of the alternate design the potential distortion is even 
greater. The bend angle due to a uniform z-axis gradient is about 
1. 3 arc-second per degree Fahrenheit, and it is therefore obvious 
that the greatest care must be taken to insure a symmetrical ther- 
mal configuration, including the use of insulation on both inner 
and outer circumferences of the assembly. 
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AMBIENT TEMPERATURE RANGE OF HIGH RESOLUTION MIRROR 


An operating ambient temperature range of 25°C is considered to 
be applicable to the High Resolution Mirror Assembly. This figure 
is based on the detailed analysis performed by the spacecraft 
contractor for the HEAO-A Spacecraft and includes 3-sigma hot 
and cold cases for normal and pointing orientations. In fact, 
the average ranges for several different instruments in the HEAO-A 
analysis were of the order of 20°C; an additional 5°C was added 
to encompass uncertainties in the analysis. (The RSS error given 
for the analysis is smaller than 5°C. ) It is reasonable to assume 
that the A-mission predictions are applicable to the C-mission 
because of the physical similarities of the 2 spacecrafts. 

It should be noted that an absolute temperature regime is not de- 
fined as yet. The choice of spacecraft temperatures can be con- 
trolled by control of the optical properties of the Z face, and will 
depend on the temperature control philosophy selected for the 
mirror assembly and optical bench. For example, if passive con- 
trol is chosen, it would be desirable for the mean probable space- 
craft ambient to be approximately the mirror fabrication and align- 
ment temperature. An active temperature control method would 
indicate selection of a lower spacecraft temperature to provide 
a heat sink for the control system. This choice need not be de- 
fined until well into the program. 


G-l - 0 S 



APPENDIX H 


RELATIONS HIP BETWEEN MIRROR ASSEMBLY FOCAL LENGTH 

AND OPTICAL BENCH 

Mirror focal length is a characteristic linear dimension of the mirror 
assembly, and exhibits the coefficient of expansion of the mirror 
material. The magnitude of change over a given temperature range 
is expressed by the familiar relationship: 

AL = L o£ AT 

where AL = change in length over temperature range 
L = reference length 
JL = coefficient of linear expansion 
AT = temperature range 

For the case of the reference design, using fused silica mirrors 
having a = 0. 31 X 10 /°F, the change in the nominal 240 inch focal 

length is about 75 microinches per °F, or 3. 3 mils total change in 
focal length over the expected operating range of 45°F (25°C). In 
order to maintain proper focusing conditions at the image plane the 
optical bench length must equal the focal length within a tolerance 
of + 8 mils for all error sources including thermal expansion of the 
bench. Arbitrarily assigning half the total tolerance (+ 4 mils) to 
thermal expansion for purposes of this discussion, it is obvious 
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that the optical bench could change in length by 3. 2 mils _+ 4 
mils or -0. 8 mils to +7.2 mils over the operating temperature 
range. This implies an acceptable coefficient of expansion for 
the bench material within the range of -0. 07 x 10 ^/°F to 
0. 68 x 10 *V°F. (This applies strictly to an isothermal bench, 
but the distinction is of no consequence for the materials under 
discussion. ) 

Graphite-epoxy composite and various formulations of Invar, both 
of which have been suggested as candidate bench materials, 
satisfy the requirements; it is equally clear that other common 
structural materials do not because of higher expansion coef- 
ficients. 

The reason for investigating these matters in a study of the mirror 
assembly is to determine whether a requirement for temperature 
control of the mirror assembly is implied in maintaining focal 
position. It is clear that no such requirement exists for the ref- 
erence design, because the total magnitudes of expansion are 
sufficiently small as to lie well within the acceptable tolerance 
over the expected range of temperature variation. 

The same conclusion may not be applied to the beryllium alternate 
design. The expansion coefficient of beryllium lies in the range 
of 6. 1 to 6. 5 x 10 /°F, and the focal length will therefore change 

by almost 70 mils over the operating temperature range, or about 
1. 5 mils per °F. If a passive control scheme is to be used the 
constraints on the bench are bounded as follows (for the + 4 mil 
tolerance previously assigned) (a) for an exact match in expansion 
coefficient between bench and mirrors, the average temperature of 
the bench must be within 3°F of the mirror assembly temperature, 

(b) for an exact match in temperature, the expansion coefficients 
must match within about 5%. Because these constraints are 
quite stringent, active control of the mirror assembly temperature 
combined with use of a very low-expansion bench may be in order. 
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LOXT High Resolution Mirror Alternate Design 
Dynamic Analysis 


I. Introduction . 

This analysis was conducted to determine the maximum stresses resulting 
from application of the HEAO random vibration spectrum (Reference 3) to the 
alternate design LOXT beryllium cylindrical mirror configuration. 

The original effort conducted in References (1) and (2) considered three 
configurations of fused silica mirrors all of which were supported at both 
ends but of different thicknesses and restraint conditions. 

The current analysis considers a 36" I. D. x . 5" thick completely restrained 
cantilevered beryllium mirror with beryllium end flanges per AS&E drawing 
SK 502-459. This configuration is shown in Figure 1. 

Mass and stiffness matrices, eigenvalues (natural frequencies) , maximum 
displacements and stress levels are the parameters derived in the analysis. 

• • 

The maximup response values of X and X respectively were 38 g's rms and 
3. 3. x 10 inches rms based on linear elastic theory which assumed no 
coupling of harmonics. 

II. General Approach 

The analytical approach to this problem is identical to that used in Reference (1) 
except that boundary conditions and material (glass vs. beryllium) are different. 

Figure 1 shows the mirror configuration as well as the node and element numbers 
used for Sabor III modeling. Element 12 was increased in thickness and modulus 
to account for the added end flange mass and stiffness. The section entitled 
"Weights, Beryllium End Flanges" details these calculations. 

The Sabor III computer program represents the shell by a finite element ideali- 
zation using the matrix -displacement method. Displacements at each nodal 
circle are represented as follows: (see Figure 2) 

AJ( = meridional 

A f = tangential 

uj - normal 

P - rotation (meridian plane) 
and mass, stiffness and stress resultant matrices generated. 
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A more comprehensive discussion of the Sabor III program has already been 
given in Section 5. 4 . and will not be repeated here. 

The mass and stiffness matrices produced for the N = 0 to N = 5 (six total) 
harmonics were input to the 2607 computer program to obtain eigenvalues and 
phi vectors. Table 1 is a list of the first eight eigenvalues for each harmonic. 
Actually, since the model has 48 degrees of freedom, there are 48 eigenvalues 
(resonances) but these have not been reproduced for reasons of brevity. 

The lowest resonant frequency, 105 8 cps, was determined to be the first 
eigenvalue (m = 1) of the third harmonic, N = 3. Figures 3 (a-f) show the 
first several mode shapes (m = 1,2, etc.) for each harmonic N= 0 through 
N = 5. Figure 3 (d) depicts this third harmonic. 

Figure 4 is a composite plot of resonant frequency vs. harmonic number as a 
function of mode shape (m = 1 through 5) for the first five modes. The modal 
plots are derived from the phi (0) vectors of the 2607 eigenvalue solution 
and are not normalized with respect to each other (i. e. , m = 1,2,3, etc.) and 
therefore should not be used for amplitude comparison between mode shapes. 

Tables 2 and 3 are the applicable restrained mass and stiffness matrices for 
the N = 3 harmonic. All other harmonic matrices are physically contained in 
the Sabor III run. 

Using the lowest natural frequency, 1058 cps, a 2921 computer program was 
run for a single degree of freedom system to obtain a random solution for an 
rms displacement. This response value was . 00033" rms or . 001" peak (3 sigma). 
The percent of critical damping used was C/C c = . 025, corresponding to a 
resonant amplification of 20:1 which is quite conservative. The input spectrum 
is shown in Figure 5, and is equivalent to 10. 3 g rms, the same spectrum used 
previously for LOXT analysis. 

Since it is not theoretically possible to linearly excite the uncoupled resonant 
harmonics it was assumed, for conservatism, that all of the energy contained 
in the spectrum causes only the first mode of the third harmonic (lowest natural 
frequency) to respond. The 2 921 program single degree of freedom displacement 
was assumed to be the maximum response of this first mode ( m = 1) of the 
third harmonic (N =3). 

Using the stress resultant matrix generated in the Sabor III program and post 
multiplying by an element displacement vector (phi vector for the m = 1, N = 3 
case) normalized to reflect a maximum value of 0. 001" peak, stress resultants 
are determined for all element nodes. Table 4 details these matrices for the 
minimum frequency case analyzed. Once the stress resultants are known, the 
actual stresses can be computed; this procedure has been documented in 
Appendix C. Table 5 Is a copy of the stress resultant output, with maximum 

values encircled, while Figure 6 defines these stress resultants pictorially. 
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The section entitled "Stress Calculations" briefly defines maximum axial, 
hoop and shear stresses and tabulates (Table 6) stress levels down the length 
of the shell. Figure 7 plots shear, axial and hoop stresses for both membrane, 
and membrane plus bending down the length of the cylinder. In all cases 
bending has been added to either the (+) or (-) value of membrane stress to 
give the largest value of extreme outside fiber stress. This value has been 
plotted as plus (+) tension or minus (-) compression based on the convention 
of the membrane stress, but in actuality all stresses are oscillatory represent- 
ing equal tension and compression levels. 


III. Summary 

The following is a summary of all pertinent results: 


Alternate Design Configuration 

24" x 36" I. D. Beryllium Cantilever - 0.5" thick 
Minimum Frequency - 1058 cps (N = 3, m = 1) 

3 Sigma Peak Displacement - 0.001" 

RMS G - 38. 1 


Maximum Stress Levels - (Outside Fiber - 3 Sigma) 



(Axial) 

= 783 psi 


(Hoop) 

= 344 psi 

r f* 

(Shear) 

= ■ 280 psi 
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N0TE..THS NUMBERS OF ABOVE RESTRAINED MASS MATRIX, FOR THE NON-ZERO HARMONIC 1A, ARE NOT MULTIPLIED BY 2.0# FOR EACH 
-RESTRAINT - NPtNOIRCT - • THE ROW- AND-C0LUMN-GI VE.\ 0Y--- A* < ,NP-1 ) CNOIRCT - ARE DELETED FROM -THE -TOTAL MASS MATRIX ANO THE- REMAINING 
ROWS ANO COLUMNS ARE RENUMBERED SO THAT NO GAPS IN THE NUMBERING APPEAR. 
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1.0 SCOPE 

This specification establishes optical requirements for the inner paraboloid 
of the LOXT High Resolution Telescope Assembly. Tolerances specified 
herein are typical of those which eventually will be applied to all optical 
surfaces of the assembly. 


2. 0 APPLICABLE DOCUMENTS 

The following documents of the issue in effect upon receipt of this document 
form a part of this document to the extent specified herein. In the event of 
any conflicts between the requirements of this document and the listed docu- 
ments, the requirements of this document shall govern. 

2. 1 Specifications 


NASA 


NPC-200-3 


Inspection System Provisions for Suppliers 
of Space Materials, Parts, Components 
and Services 


MILITARY 


MIL-O-13830 (ORD) 


Optical Components for Fire Control 
Instruments; General Specification 
Governing the Manufacture, Assembly, 
and Inspection of 


Ptecetins page M ank 
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Drawings 

American Science and Engineering 


SK144-0 13 


SK144-1005, Rev. 5 


SK144-1007 


SK144-1008 


SK144-1009 


SK144-10 10 


SK144-602 


LOXT .High Resolution Fused Silica Mirror 
Assembly 

Inner Paraboloid Test Mirror (Simulated 
LOXT Flight Configuration) 

End Flange, Support (LOXT High Resolu- 
tion Test Mirror) 

Center Flange, Support (LOXT High 
Resolution Test Mirror) 

Fixture, Environmental Test 
(LOXT High Resolution Test Mirror) 

Transfer Rings (LOXT High Resolution 
Test Mirror) 

Environmental Test Assembly (LOXT 
High Resolution Test Mirror) 


3. 0 REQUIREMENTS 

3- 1 Design 

The preliminary design of the LOXT X-Ray High Resolution Mirror Assembly, is 
shown in AS&E drawing SK144-013. The assembly includes five paraboloids, 
five hyperboloids, and supporting elements. Each fused silica optical element 
is supported at both of its ends by. Invar flanges. It is anticipated that these 
flanges will not be present during polishing and also that the mirror material 
will be extended beyond the design length during polishing, as shown in AS&E 
drawing SK144-1005. The mirror elements are not sufficiently stiff for polishing 
without support rings; these rings shall be removable with the permanent 
Invar flanges and transfer rings in place. The support flanges. AS&E drawings 
SK144-1007 and SK144-1008, will be supplied by AS&E. 
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3. 2 Materials 

The paraboloid mirror section shall be made from Corning 7S40 fused silica. 
The blank shall, contain a maximum of seven (7) fused seals perpendicular to 
the optical axis. 


3. 2. 1 Critical Zone 

The critical zone shall include all material within 1/8 inch of the inside diameter 
of the finished mirror. 

3. 2. 2 Inclusions 

3. 2.2.1 Critical Zone 

Maximum mean diameter of any inclusion: 0. 080 inch. Maximum average 
number/cubic inch between 0. 020 inch and 0- 040 inch mean diameter: 1. 0. 
Maximum number between 0. 040 inch and 0. 080 inch mean diameter: 5. 0 (Total). 

3. 2. 2. 2 Non Critical Zone 

Maximum mean diameter of any inclusion: 0. 080 inch. Maximum average 
number/cubic inch between 0. 020 inch and 0. 040 inch mean diameter: 1. 0. 
Maximum number/cubic inch between 0. 040 inch and 0. 080 inch mean diame- 
ter: 10. 0. 

3. 2. 3 Anneal 

Maximum birefringence shall be 10 millimicrons per centimeter of path length. 

3. 3 Optical Parameters and Mirror Tolerance s 

% 

3. 3. 1 Mirror Internal Surface Equation 

The equation for the mirror internal surfaces shall be (dimensions in Inches) 

Y 2 + Z 2 = d [2 {X + F + 2a (1 + E) } +d] 

where: F = 240. 0 

a = 120. 16152016 
d = 0. 1640561378 
E = 6. 8333360892 x 10~ 4 
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3. 3. 1 Mirror Internal Surface Equation (Cont'd) 

This equation is written in the coordinate system as shown in Figure 1. 

A computer printout of the desired surfaces will be furnished by AS&E. This 
will include the separation between the mirror surface and a cone, and also 
the separation between an axial section of the mirror surface and a best fit 
circle; the latter separation will be given in fringes of visible light at a 
wavelength of 5461A and 6328A. 

3. 3. 2 Focal Length 

The nominal focal length of the paraboloid will be 480. 4873 in. Focal length 
is defined as the distance from the plane x = 0 (Figure 1) to the center df the 


focal surface. 


3. 3. 3 


Mirror Dimensions 


The following will be nominal dimensions for the mirror section after polishing 
and cutting to correct focal length. 


3. 3. 3. 1 
3. 3. 3. 2 
3. 3. 3. 3 


Diameter at front of paraboloid: 25. 74 87 in. 

Diameter at back of paraboloid: 25. 1329 in. 

Lenath of paraboloid: 23. 875 in. 


3. 3. 3. 3 Length of paraboloid: 23. 875 in. 

The typical wall thickness for the glass will be approximately 1/2 inch. AS&E 
drawing SK144-1005, shows the mirror dimensions. 

3. 3. 4 Optical Tolerances 

All measurements shall be made with the pieces stabilized at a temperature 

% 

of 70 ± 5 °F. The following tolerances apply to the paraboloid after polishing 
and cutting to correct focal length. 


3. 3. 4. 1 


End Surfaces 


The end surfaces will be polished and normal to the axis of symmetry of the 
optical surface within 1. arc second, peviation of the surfaces from flatness 
(waviness) will not exceed five (5) fringes of visible light (554 lA). 
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Figure 1. LOXT Paraboloid Coordinate System 
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3. 3. 4. 2 Out-of-Roundness 

Maximum out-of-roundness of the optical surface will be 0. 0002 in. T. I. R. = 
(R max - R min). Roundness will be measured at front and rear for each mirror 
section. Deviations in the radius will not exceed 25 micro inches per inch 
of circumference. 

3. 3. 4. 3 Forward-Aft Radius Differential 

The difference between the forward and aft best fit radii (AR) as shown in 
Figure 2 may differ from the calculated value by no more than 0. 00025 inch. 
*The difference in the maximum and minimum measured values of AR around 
the circumference shall not exceed 0. 000050 inch. Owing to the importance 
of this criterion with respect to obtaining high performance, a total variation 
of 0. 000015 inch shall be the design goal. 

3. 3. 4. 4 Sagittal Depth 

The allowed variation of sagittal depth, shown as S (x) in Figure 2, from the 
design curve is plus or minus 5 microinches when measured at a given azimuth 
angle. The slope shall not deviate from the design slope more than 3 micro- 
inches per inch of axial length for at least 90 percent of the surface area. The 
slope deviation for the remaining surface area shall not exceed 6 microinches 
per inch of axial length. Achievement of this requirement may be demonstrated 
by multiple-beam interferometry employing high finess or by another method for 
which the subcontractor can demonstrate adequate measurement sensitivity. 
Owing to the importance of this criterion with»respect to obtaining high mirror 
performance a sagittal depth deviation of less than 1. 7 microinches per inch 
shall be. the design goal. Sagittal depth shall be measured at a minimum of 


*The tolerance on the absolute value of the diameter is 0. 0005 inches 
The focal length and final sagittal depth values shall be calculated by 
AS&E, after the absolute values of the diameters are known. (A new 
curve will be provided to the subcontractor by American Science and 
Engineering no later than one (1) week after data is submitted to ASc*£ 
so that polishing may be accomplished). 
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3. 3. 4. 4 Sagittal Depth (Cont'cl) 

8 azimuth angles, evenly spaced starting from a reference point selected at 
random. 

3. 3. 5 Surface Finish 

Optical surface finish shall be the best obtainable by state-of-the-art optical 
techniques. Surface finish shall be sampled in a total of 9 places - 5 samples 

at points approximately equally spaced along one meridian and two samples approx- 
imately equally spaced along each of two other meridians located approximately 
120 degrees each side of the meridian containing the location of the 5 samples. 
The optical surface finish acceptance criteria shall be root-mean-square rough- 
ness values of 30A or less, with 20A or less as the design goal. Achievement 
of this requirement shall be demonstrated by multiple beam interferometry 
employing high finesse. 

3. 3. 6 Fused Silica Cylindrical Mounting Surface 

The diameter, in inches, of the fused silica cylindrical mounting surface shall 
be as follows: 

Front 26. 6849 ± 0. 0005 inches 

Back 26. 1981 ± 0. 0005 inches 


The center of the cylindrical mounting surface shall, at any section, be 
within 0. 0005 inch of the optical axis of the telescope. Roundness and 

concentricity tolerances are shown in drawing SK144-1005 

% 

3. 4 Assembly Tolerances 

The final cutting of the paraboloid shall result in the design focal length plus 
or minus 0. 020 inch. 
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4. 0 QUALITY ASSURANCE PROVISIONS 

The supplier shall institute and maintain an inspection system in conformance 
with NPC-200-3. Reference to Government' or NASA in NPC-200-3 shall be 
understood to include AS&E. 

4. 1 Workmanship ! 

The workmanship and fabrication techniques shall be consistant with the best 
available practice in all unspecified areas. In particular, no sharp edges 
or corners or fused silica surface sratches which would result in high stress 
regions will be accepted. (MIL-O-13830, 60/40 is the cosmetic standard). 

4. 1. 1 Fabrication Environment 

Environmental conditions during fabrication shall be maintained in keeping 
with achievement of the specified surface finish and other design requirements. 

4. 1. 2 Fused Silica Surface Grinding 

All fused silica surfaces shall be prepared by grinding techniques which avoid 
subsurface flaws. An acceptable technique for this purpose consists of re- 
moving material with successively finer abrasives, the amount being removed 
with each abrasive being equal or greater than three times the average diame- 
ter of the proceeding abrasive particles. The final abrasive average particle 
diameter shall be less than 0. 0005 inches. This shall be followed by 
polishing to achieve a good surface finish (cosmetic shine) for all surfaces 
not having an optical function. This procedure shall also be used to prepare 
the X-ray optical surfaces for final figuring and polishing. 
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4. 1. 3 Optical Surface Polishing 

A low-scatter finishing process, submersible polishing, shall be used during 
the final polishing stages.. In the event that technical problems occur, an 
alternate method better suited for producing the lowest scatter shall be selected 
after prior consultation with AS&E. 

The fabrication process shall not include any local polishing procedures which, 
being applied to small areas, could result in slope errors that would be diffi- 
cult to detect; in particular, the polishing stroke and tools must be of 
sufficient length in the axial direction so that the design-goal slope tolerance 
of 1. 7 microinches per inch times the particular axial length would result in 
a vertical height difference that can be detected by the measurement techniques 
to be used during fabrication of the mirror. 


4. 2 Process Control 

The subcontractor shall prepare and utilize procedures controlling polishing 
and other processes where conformance with quality requirements is not 
readily detectable or measurable by inspection or test of the hardware 
, element. These procedures shall be under subcontractor configuration 
i control and (except for proprietary processes) subject to AS&E approval. 
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4. 3 Inspection 

The subcontractor shall be responsible for the performance of all inspection 
requirements in accordance with the Statement of Work (SOW 144-202). , 


4. 3. 1 


Raw Material 


4. 3. 1. 1 Fused Silica 

Acceptance of the fused silica mirror blank shall be subject to AS&E's approval 
based upon inspections performed by the supplier and witnessed by AS&E. A 
certification of compliance by the raw material supplier shall be required. 

The raw material shall be inspected in so far as is practical when in the un- 
finished state. All mechanical dimensions will be confirmed. Birefringence 
(strain) will be observed by a plane polarimeter. Inspection of the seam, if a 
seamed piece is provided, will be made by visual techniques (low powered mag- 
nifying lenses) and the polarimeter inclusions within the critical zone will be 
checked by oiling the plate to each end and illuminating the cylinder. 

If, after the blank is cored, an over specification inclusion is found the sub- 
contractor shall notify AS&E. 


4. 4 Raw Material Traceability 

The fused silica used in the mirror must be traceable to the raw material batch 
or lot and the processes involved in its fabrication. Other materials shall be 
traceable by lot or batch to the manufacturer. 

4. 5 Non-Conforming Material 

The subcontractor shall perform non-conforming material review and maintain 
disposition records. Use of non-conforming material in any deliverable end 
item shall require AS&E approval. 
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4. 6 Tooling Control 

All test plates, tooling and fixtures designed for special use on this contract 
shall be under subcontractor configuration control. 


4. 7 Acceptance Testing 

The subcontractor shall be responsible for performing end-item acceptance 
tests in accordance with the Statement of Work (SOW 144-202). 
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5. 0 PREPARATION FOR DELIVERY 

5. 1 Packaging 

The packing shall be equivalent to best commercial practice and shall be- 
sufficient to protect the mirror assembly during shipment. 

5. 2 Marking 

The shipping container shall be marked with the subcontractors name and the 
part designation. 


6. 0 NOTES 

6. 1 Ordering Data 

The procurement document should specify the following: 

a. Title, number, and revision letter of this specification 

b. Schedule dates for deliverable data. 

c. Qualification test and/or data (when required) 

d. Schedule dates for design reviews 

6. 2 Specification Revision 

The revised text in this specification is identified by the revision letter in the 
right margin adjacent to the revised (or new) material. 
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